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Abstract
We present flexible silicon device platforms, which combine polyimide with poly-
dimethylsiloxane in order to add flexibility and biocompatibility to the silicon de-
vices. The device platforms are intended as tissue oximeters, using near infrared
spectroscopy, but could potentially also be used for other medical applications. The
tissue oximeters are realised by incorporation of pn-diodes into the silicon in order
to form arrays of infrared detectors. These arrays can then be used for spatially
resolved spectroscopy measurements, with the targeted end user being prematurely
born infant children.
Monte Carlo simulations have been performed on a model of a neonatal head
and they show only weak changing signals as function of changes in cerebral oxy-
genation. A mechanical and electrical analysis of the device platforms, both by
analytical expressions and numerical simulation, indicated that the proposed de-
signs were feasible.
A number of different devices were fabricated including devices with detectors
formed as arrays (1D) and as matrices (2D). The mechanical testing of the devices
showed that they could be bent to more than 90◦ over their full lengths and strained
with 3 % without damage to the electrical interconnects. Furthermore, the devices
could be repeatedly bent more than 10,000 times with no indication of fatigue.
IV-measurements indicated fairly low reverse bias current densities in the order of
12-30 nA/cm2 depending on the detector size and shape. By depositing a 30 nm
thick layer of aluminium oxide, as passivation on the detectors, the reverse bias
current could be reduced by 30 % for small devices. Quantum efficiencies of 80-
85 % were measured for the best detectors. By using black silicon nanostructures,
the reflectance from the detector surfaces could be reduced for all angles of incidence.
Thus, also minimising the drop in quantum efficiency for light incident at 38◦ from
normal to only 5.2 % compared to a drop of 9.1 % for devices without the black
silicon nanostructures. In conclusion both the flexible device platforms and infrared
detectors were found to work.

Dansk Resume´
Vi præsenterer fleksible silicium sensor platforme, der kombinerer polyimid med
polydimethylsiloxan for at tilføje fleksibilitet og biokompatibilitet til silicium sen-
sorerne. Sensor platformene er tiltænkt brug i vævsoximetri ved hjælp af nær in-
frarød spektroskopi, men kan potentielt ogs˚a benyttes til andre medicinal sensor.
Vævsoximeterne realiseres ved inkorporering af pn-dioder i siliciummet for at danne
rækker af infrarøde detektorer. Disse rækker kan derefter anvendes til rumligt opløst
spektroskopi ma˚linger, hvor slutbrugeren skal være for tidligt fødte spædbørn.
Monte Carlo simuleringer er blevet udført p˚a en model af et spædbarns hoved
og de viser kun svage signalændringer som funktion af ændringer i cerebral iltning.
En mekanisk og elektrisk analyse af sensor platformene, b˚ade ved analytiske udtryk
og numerisk simulering, viste at de foresl˚aede design var gennemførlige.
En række forskellige sensorer blev fremstillet, herunder sensorer med detek-
torer, der er formet som rækker (1D) og som matricer (2D). Mekaniske test af sensor
platformene viste, at de kan bøjes til mere end 90◦, i deres fulde længder og strækkes
med 3 % uden at beskadige de elektriske forbindelsesledninger. Desuden kunne de
bøjes mere end 10,000 gange uden angivelse af slitage. IV ma˚linger viste forholdsvis
lave mørkestrømtætheder i størrelsesordenen 12-30 nA/cm2 afhængig af detektor-
ernes størrelse og form. Ved at deponere et 30 nm tykt lag af aluminiumoxid, som
passivering p˚a detektorerne, kan mørkestrømtætheden reduceres med 30 % for sm˚a
detektorer. Kvanteeffektiviteter p˚a 80-85 % blev ma˚lt for de bedste detektorer. Ved
at bruge sort silicium nanostrukturer, kunne reflektansen fra detektorenes overflade
reduceres for alle indfaldsvinkler. Dermed vil reduktionen i kvanteeffektivitet blive
minimeret, ved et lysindfald p˚a 38◦ fra normal, til kun 5,2 % i forhold til en re-
duktion p˚a 9,1 % for sensorer uden sorte silicium nanostrukturer. Som konklusion
fungerede b˚ade de fleksible sensor platforme og de infrarøde detektorer.
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Chapter 1
Introduction
According to the 2012 report, from the World Health Organisation, 15 million chil-
dren are born prematurely every year [1]. When neonates are born prematurely
they can easily suffer from complications when recovering in their incubators [2, 3].
It is therefore essential to their survival that their vital signs are monitored. One of
the most important vital parameter to monitor is the oxygen saturation in the cere-
bral tissue [4–7]. This is due to the fact that the prematurely born neonates have
difficulties in regulating the oxygen saturation in their bodies and therefore they
often receive oxygen from an artificial supply through a nasal cannula. However,
this oxygenation has to be monitored since a too low concentration can lead to brain
damage and a too high concentration can cause blindness as well as other disabil-
ities [8–10]. Being able to precisely monitor and regulate the cerebral oxygenation
are very crucial for the future medical treatment of neonates.
A typical method used for analysing the cerebral oxygenation is by drawing
blood samples and investigating the parameters using a blood gas analyser (BGA).
However, this method is invasive and can be stressful for the neonates, due to the
inflicted pain, as well as removing relatively large volumes of blood, which can result
in the need for blood transfusions [11]. Furthermore, BGA is not an on-line method
for cerebral oxygenation measurement and a certain delay is therefore expected
between sampling and result.
During the past few years, hospitals have started using different sensor systems
that utilise near infrared spectroscopy (NIRS) in order to measure the cerebral
oxygen saturation non-invasively [12–14]. Many studies have been conducted and
they show the feasibility of NIRS sensor systems, when used for tissue oximetry
monitoring, but also the limitations of the systems developed so far [15–18]. Today,
we are left with three decades of research within tissue oximetry systems as well
as with some commercial systems that have recently entered the marked. However,
in order to ensure better medical treatment of prematurely born neonates sensor
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systems, which offer higher precision in determining the cerebral oxygen saturation
must be invented.
In this project we have used our knowledge of silicon micro fabrication as
well as our access to the DTU Danchip cleanroom facilities in order to design,
fabricate and characterise tissue oximetry devices made from a silicon platform with
integrated biocompatibility and flexibility. The oximetry devices contain multiple
detectors, which should increase their ability to precisely measure even small changes
in cerebral oxygenation for prematurely born infants.
1.1 Oximetry and Neonatology
The ability to determine the oxygen saturation of blood, using only light, is an
extremely valuable medical diagnostics method since it is both non-invasive and
on-line. This diagnostics method has therefore been researched during the past
century. The first successful attempt, at determine the oxygen saturation of blood
using only light, was performed by K. Matthes in 1935. He measured through the
earlobe using red and green light and was able to determine the oxygen saturation
from these two measurements. The modern pulse oximetry diagnostics method was
developed in 1972 by T. Aoyagi and M. Kishi [19,20] and it is now utilising red and
near infrared light, as described in the next section. Pulse oximetry can determine
both the arterial blood saturation and the heart rate. This method was an immediate
success and was commercialised within a few years. Today it is used worldwide to
monitor patients who are admitted at hospitals.
Tissue oximetry later arose as a more specific type of oximetry since it was
aiming at determine the regional oxygenation of a specific part of the body rather
than the arterial oxygenation. This method has the advantage that it can determine
if critical tissue, e.g. cerebral tissue, has low oxygen saturation even though the
general arterial saturation of the body is normal. This can be useful for certain
modalities, e.g. internal haemorrhage or thrombus and also during surgery and as
mentioned for monitoring of cerebral oxygenation in neonates.
1.1.1 Pulse and Tissue Oximetry
Pulse and tissue oximetry are both relying on two distinct optical properties of
tissue. Firstly, the reason that light can be used to probe the tissue is due to low
light absorption for a specific wavelength range. In popular terms this wavelength
range is called the ”tissue window” and is generally spanning wavelengths from red
light to the first half of the near infrared spectrum, corresponding to approximately
650-1000 nm, as can be seen from Figure 1.1. In this ”tissue window” both lipids,
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protein and water exhibits low absorption whereas melanin and haemoglobin exhibits
strong absorption.
The haemoglobin absorption is the second tissue property, which enables pulse
and tissue oximetry. It is due to the two facts that haemoglobin exhibits different
absorption spectra depending on whether it is oxygenated (HbO) or deoxygenated
(Hb) and because both oxygenated and de-oxygenated haemoglobin have absorption
spectra, which changes greatly within the ”tissue window”, as can be seen from
Figure 1.2.
Pulse oximetry is typically realised by measuring through body extremities
e.g. a finger tip or an earlobe. In this case the major part of the oximetry signal
will come from arterial blood with a minor contribution from venues and capillary
blood. By measuring with light of two different wavelengths both the heart rate
and arterial oxygenation can be determined using Beer-Lamberts law of absorption.
A pulse oximeter can therefore function using only two light sources and one photo
detector.
Another possible setup for a pulse oximeter is to measure the diffuse reflected
light. The diffuse reflected light is light that has been injected into the tissue,
diffused around due to the strong scattering properties of the tissue and then finally
will return through the skin. This is useful when measurement on thin tissue samples
is not possible and a common method is to measure on the sternum [23]. Figure 1.3a
shows a typical finger clip pulse oximeter used at hospitals and Figure 1.3b shows
Figure 1.1: Absorption coefficient for different tissue components plotted from the ultra-
violet to the infrared region. The tissue window spans from 650 nm to 1000 nm and is
marked with gray. The plot is from [21].
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an experimental sternal pulse oximeter.
When performing tissue oximetry measurements the typical targets will be
cerebral or muscular tissue, where the measurement is performed externally, or vis-
cus tissue, where the measurement is performed internally, e.g. during surgery. In
all cases these tissue types will differ from body extremities by mainly containing
capillary blood instead of arterial blood. The signal from optical probing will there-
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Figure 1.2: The absorption coefficient for oxygenated and deoxygenated haemoglobin.
For wavelengths shorter than 800 nm the absorption is highest for the deoxygenated
haemoglobin and for wavelength larger than 800 nm the absorption is highest for oxygenated
haemoglobin. The two types of haemoglobin exhibits an isobestic point at approximately
800 nm. [22].
(a) Trancemittance type
finger clip pulse oximeter
(b) Reflectance type sternal pulse
oximeter [24]
Figure 1.3: Two different types of pulse oximeters. In (a) a finger clip type is shown. This
type is the most widely used design and functions by measuring the light that is transmitted
through the finger. A reflection type, so called ”e-patch”, is shown in (b). It functions by
measuring the light that is diffuse reflected.
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fore be different and as a result alternative methods have to be used in order to
determine the Hb and HbO concentrations.
The most used measurement method for tissue oximetry is a specific type of
NIRS called spatially resolved spectroscopy (SRS). Here, the intensity of the diffuse
reflected light is measured as a function of distance from the light source, which
again utilises light of different wavelengths, as can be seen in Figure 1.4a. A picture
of a commercial tissue oximeter, from Nonin Medical Inc., can be seen in Figure
1.4b [25]. The objective of the SRS measurement is to determine the relative tissue
oxygenation index (TOI), which is given by:
TOI =
CHbO
CHbO + CHb
(1.1)
where CHbO is the concentration of oxygenated haemoglobin and CHb is the concen-
tration of deoxygenated haemoglobin in the tissue. A detailed description of light
and tissue interaction for SRS tissue oximetry is presented in Chapter 2.
1.1.2 Neonatal Oximetry
Oximetry is today widely used in neonatal medicine. Previously, electrocardiog-
raphy was the only available method for monitoring, but today pulse oximetry is
typically used because of its ability to monitor both the heart rate and the periph-
eral oxygenation. For prematurely born infants this is often done by measurement
through a foot or a hand, as can be seen from Figure 1.5a. Tissue oximetry is still
mostly used for research purposes, but over the past few years, commercial systems
have become available and this has sparked renewed interest in using this method
(a) The principle behind SRS (b) A commercial tissue
oximeter
Figure 1.4: The working principle of SRS used for tissue oximeters is shown in (a). Light
from a light emitting diode (LED) is injected into the tissue where it undergoes scattering
and absorption. The diffuse reflected light is measured as a function of distance to the light
source using a number of detectors. A commercial tissue oximeter, from Nonin Medical
Inc. is shown in (b). It consists of two light sources (with four different LEDs) and two
detectors, which are integrated into a medical silicone patch [25].
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for monitoring of neonates. The main focus will be to monitor the cerebral oxygena-
tion, which is typically done by measuring on the forehead or temple of the neonate,
as can be seen from Figure 1.5b.
Because NIRS tissue oximetry is both non-invasive and on-line it is the focus
of studies that seek to expand the diagnostic tools for neonatal monitoring. One such
project, of which this Ph.D. project is collaborating with, is the SafeBoosC study.
SafeBoosC is an acronym for: ”Safeguarding the brain of our smallest children” and
the name of a clinical feasibility study regarding NIRS monitoring of prematurely
born infants [26]. In this study, which is conducted on 166 preterm infants in 12
European countries, the cerebral oxygenation is monitored and if possible stabilised
during the first 72 hours of the infants life. In Denmark, the study is performed at
the University Hospital of Copenhagen. The goal of the study is to investigate, if
NIRS can be used for non-invasive tissue oximetry monitoring, and if this is the case
whether or not any reduction in complications for the neonates can be observed.
(a) A neonatal pulse oximeter (b) Neonatal tissue oximetry
Figure 1.5: Pulse oximetry is today widely used in neonatal medicine as can be seen in (a)
[27]. Cerebral tissue oximetry is still mostly used for research purposes. The measurements
are typically performed on the forehead of the neonate (b) [25].
1.2 Tissue Oximetry Systems
NIRS systems for tissue oximetry have been a research topic for at least the past
three decades culminating with the introduction of commercial systems during the
past few years. Many different solutions have been proposed, but many of the
solutions also appear to be similar.
Most of the commercial available devices work on similar principles by util-
ising SRS with two measurement distances and light with three or four different
wavelengths. Furthermore, the sensor devices are made from discrete components
that are integrated into a one time use silicon medical patch, as was shown in Figure
1.4b. This includes devices from Nonin, CAS medical systems, ViOptix and Covi-
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dien. This indicates that the companies behind these devices are focused on using
a simple detector design and then compensating for this with advanced algorithms
for calculation of the TOI. The advantage of a simple sensor design, consisting of
discrete components, is a low manufacturing cost. The disadvantage is that there
will be a greater chance for error when using only two measurement distances, since
one or both detectors might be disturbed during measurement. This disturbance
could be caused by incorrect placement of the detector or invisible defects in the
skin and skull. The tissue oxygen saturation (StO2) measuring range and accuracy
of some commercial devices are listed in Table 1.1.
The NIRS tissue oximetry devices, which have been presented in literature
are more diverse regarding working principle and design, when compared to the
commercial systems. Some utilises the SRS measuring principle while others instead
uses time resolved spectroscopy (TRS) or frequency resolved spectroscopy. Some
utilises many detectors for SRS measurements and others only two. Some of the
device concepts, which were identified during the literature study for this project,
are present below.
A number of NIRS tissue oximetry devices that are being developed at re-
search institutions actually resemble the commercial available systems. One such
system is the OxyPrem detector, which is in development at the Biomedical Optics
Research Laboratory at the University Hospital of Zurich in Switzerland [28]. The
OxyPrem sensor is shown in Figure 1.6a. It consists, like the commercial sensors,
of two detectors, but instead it has four light sources that are equally spaced to the
detectors with distances of 15 mm and 25 mm. The advantage of this more complex
design is that multiple light sources help to reduce the chance that the signal is
disturbed by artefacts in the skin or covered with hair. This self-calibrating method
is described in [29].
Another NIRS sensor that resembles the commercial systems is the NIRO
300 [30], which can be seen in Figure 1.6b. The device consists of two patches;
one containing the light source and one containing the detectors. The light source
and the detectors can then be placed on the subject with a distance that can be
varied depending on the subject or measurement type. The detector patch contains
three 8 mm × 2 mm detectors, which have a separation of 1 mm, i.e a pitch of
Manufacture Device name StO2 range StO2 accuracy Refrsh rate
CAS medical systems Fore-sight EliteTM 0-99 % ±3.1 % 2 s
Nonin EquanoxTM7600 0-100 % ±4.1 % 1.5 s
ViOptix T.OxTM 0-100 % ±5.9 % 4 s
Table 1.1: Three commercial tissue oximetry devices and their performance parameters.
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3 mm. One major conclusion from the article is that the extra detector improves the
measurement precision when comparing to a similar device with only two detectors.
A tissue oximetry system, which uses a different principle, when compared to
the commercial systems, was presented in [31]. This device is shaped like a helmet
that can be placed on the head of the neonate, as can be seen from Figure 1.6c.
The helmet has several light sources and detectors embedded and they are used to
measure the light, which is transmitted through the head using TRS rather than
SRS. This device has the advantage that it can measure on a large volume of cerebral
tissue. However, TRS requires very fast light sources and detectors, which are both
(a) The OxyPrem sensor [28] (b) The NIRO 300 sensor [30]
(c) TRS helmet sensor [31] (d) Fiber bundle sensor [32]
Figure 1.6: Different NIRS sensors, which have been presented in literature. Some sensors
share similarities with the commercial available devices and others work using principles
and designs that are not similar to the commercial systems. The OxyPrem sensor shown
in (a) utilises the standard two detectors but four light sources. This enables more precise
measurements and self-calibration. The Niro 300 sensor shown in (b) uses three detectors,
which improves the precision of the measurements. An experimental system designed as
a helmet is shown in (c). This system uses TSR instead of SRS by measuring the light
that is transmitted through the head rather than measuring on the diffuse reflected light. A
fiber bundle sensor is shown in (d). This device uses up to 20 points of measurements for
SRS. The sensor is designed to distinguish between healthy tissue and cancer tissue and
the system proves that using many measurement points will improve SRS measurements.
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very costly and not feasible for all device designs.
Finally, a device using many detectors for SRS is presented in [32]. The device
is made up of 20 optical fibers, which are connected to a handle piece that spaces
the fibers with 1 mm distance. This design enables very precise measurements of
the diffuse reflected light as function of distance to the light source. The purpose of
the sensor is not to make tissue oximetry measurements, but to measure the optical
difference between healthy tissue and cancer tissue, which is proven to be feasible.
This requires very precise determination of the absorption and scattering properties
of the tissue, indicating that even better NIRS tissue oximetry devices could be
made by using sensors with multiple detectors.
In conclusion, adding multiple light sources to the devices and using multiple
detectors for the SRS measurements will improve the performance of the devices.
These are therefore two important design parameters to consider when choosing a
device design, which can improve neonatal tissue oximetry.
1.3 Flexible Silicon Devices
As mentioned in the previous section a number of design solutions, for NIRS tis-
sue oximeters, have been presented both commercially and in literature. The vast
majority are devices that consist of discrete components, which are integrated into
a silicone medical patch or other similar structures. However, a number of medical
devices, which have been presented in literature, are fabricated as silicon devices
with the flexible medical patch structure fully integrated into the silicon itself. This
has proven to be feasible for silicon devices that are designed for both internal and
external body use as well as for other non-medical devices. The advantage is that
very specific or complicated devices, i.e. micro electromechanical systems (MEMS),
can be mass produced using traditional integrated circuit techniques and then have
flexibility and biocompatibility added to these devices during the fabrication. Typ-
ically, this is achieved by combining the silicon with materials such as polyimides
or Polydimethylsiloxane (PDMS). Many polyimides are compatible with standard
integrated circuit (IC) processes and can therefore be readily used in cleanrooms.
However, they are often not completely biocompatible and are translucent or opaque
to visible and near infrared light. The different types of PDMS are typically trans-
parent to visible and near infrared light and extremely biocompatible types exist.
However, the process of casting PDMS is in general not considered compatible with
IC cleanroom processes. Some of the published solutions for adding flexibility to
silicon devices are presented below.
In [33] a MEMS shear stress sensor, that utilises PI to add flexibility to silicon,
is presented. The device is made of wet etched silicon islands, which are connected
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by a 17 µm thick layer of PI that sandwiches an aluminium metallisation. The
device performs excellent when being bent around curved surfaces and does not loose
electrical conductivity through the metallisation. The entire fabrication process for
this device is compatible with standard IC processes. Although, using only 17 µm
of PI creates a flexible platform that has to be handled carefully.
Another MEMS device with integrated flexibility is a capacitive microma-
chined ultrasonic transducer (CMUT), which utilises PDMS for flexibility [34]. The
flexibility is achieved by etching of trenches in the device using deep reactive ion
etching (DRIE) then filling the trenches with PDMS outside the cleanroom facility
and finally continue the IC processing when the PDMS has cured. The final device
is a 2D array of 16 × 16 CMUTs that is flexible enough to follow the curvature of
different body parts, as seen in Figure 1.7b.
When designing flexible silicon devices for medical use it is not enough to
ensure that the devices are biocompatible and that the structure can endure be-
ing bent multiple times. The individual elements on the devices will have to be
connected with electrical interconnects. Electrical interconnect manufactured by IC
processing will typically have en thickness of only a few hundred nanometre to a
few micrometre. They will therefore be very fragile and could break if being bent
around sharp corners or strained longitudinally. Furthermore, the fragile electrical
interconnects will have to be encapsulated in order to protect them from the outside
environment. A number of different solutions to the above mentioned problems have
been presented in literature.
(a) Flexible sensor made from polyimide
[33]
(b) CMUT array achieving flexibility
from PDMS [34]
Figure 1.7: Two different approaches for adding flexibility to silicon devices. In (a) poly-
imide is used together with silicon to create a flexible shear stress sensor. This sensor can
be curved around objects with a small radius of curvature. In (b) PDMS is used to form
flexible joints between individual elements of a CMUT device. This enables the device to
follow the curvatures of body parts.
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Some research results have been presented where flexible electrical intercon-
nects were fabricated using PDMS as the flexible platform. In [35] so called micro
cracked gold is formed on PDMS substrates. This is done by evaporation thin layers
of gold onto the PDMS substrates using a special technique. These layers will, due
to the micro cracks, maintain electrical conductivity even when the PDMS substrate
is longitudinally strained. The micro cracked gold can also be repeatedly strained
and released without any wear to the gold thin film. However, the gold thin film
suffers from being fragile due to the fact that it is freely exposed to the environment
and its relatively small thickness of typically only 20-30 nm. The small thickness
of the gold layer also means that any electrical interconnects will have a very high
sheet resistance when compared to conventional IC metallisation.
A second approach using PDMS is presented in [36]. Here the PDMS itself is
made conducting by adding carbon or silver particles in order to form electrical inter-
connects. The conductivity of the conductive PDMS can be controlled by changing
the concentration of the carbon or silver particles from 10−2 S/m to 105 S/m. The
conductive PDMS will function as encapsulated conductors and thus be protected
from the outside environment. However, the large sheet resistance becomes an issue
again even for PDMS with a high silver particle concentration. Moreover, fabrica-
tion of un-cured PDMS is not possible in the DTU Danchip cleanroom facilities and
this approach would therefore not be feasible for this project.
Both approaches with the micro cracked gold and the PDMS with silver par-
ticles also suffer from a high relative resistance change as function of strain. These
results are not useful for many MEMS device applications where the electrical in-
terconnects should maintain a constant resistance, even when being bent, so that
the impedance of the device is constant.
Another possible solution is to have a spring like structure in the flexible areas
between the rigid silicon areas. Such structures have been tested in [37] and found
to be very durable and could be both bent and strained longitudinally. However, the
fabrication process for making these types of flexible electrical interconnects is very
complicated and a NIRS oximetry device functioning by the SRS principle should
only be bendable and not stretchable, since this would change the relative distance
between the detectors.
1.4 Project Description
The above presented NIRS devices and flexible silicon processes have been used to
analyse how we can use our knowledge of silicon micro fabrication to develop tissue
oximetry devices with improved performance. We have chosen the following design
parameters for our devices:
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• The fabrication of the devices should be done at the facilities we have available
at DTU Nanotech (workshops and laboratories) and DTU Danchip (cleanroom
facilities).
• The devices will be fabricated on wafer scale with the biocompatibility and
flexibility integrated into the devices. The devices will, therefore, need elec-
trical interconnects that can withstand being bent.
• The devices will consist of multiple detectors, which will aim at improving the
spatial resolution on SRS measurements. Moreover, the detectors should be
optimised for tissue oximetry.
These design parameters have been the basis for our work during this project,
when developing NIRS tissue oximetry sensors for prematurely born infants. In
general the project work has been split up into two parts:
1. Flexible silicon device platforms - Design, fabricate, optimise and test dif-
ferent silicon platforms with integrated biocompatibility and flexibility. The
platforms should be bendable in order to follow the curvature of a neonatal
head without degradation of the electrical interconnects. Moreover, the plat-
forms should be large enough to function as SRS tissue oximeters with multiple
detectors, but could in principle also be used for other medical devices where
flexibility is needed e.g. CMUTs.
2. High quality infrared detectors - Fabricate, optimise and characterise
infrared detectors for NIRS tissue oximetry. The infrared detectors should
be integrated into the flexible silicon platforms in order to fabricate the final
devices using a single process recipe. Test devices for optimisation of the
infrared detectors have also be fabricated.
Our solution has been to develop a flexible silicon device platform, which
consists of both polyimide and PDMS, as can be seen in Figure 1.8a. The PDMS
will act both as a flexible backbone of the device and be the biocompatible contact
surface. The polyimide will encapsulate the fragile electrical interconnects and en-
sure that the interconnects are not subjected to longitudinal strain when the device
is being bent. The complete analysis of this design is given in Chapter 3. Figure
1.8b and 1.8c show two flexible silicon platforms that were developed during this
project using the combination of silicon, polyimide and PDMS. The first is a one-
dimensional (1D) linear array of silicon structures with flexible joints in between
the silicon. This device was used as a prototype for evaluation of the fabrication
process for structural tests and for tests of the electrical interconnects. The second
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platform is a two-dimensional (2D) matrix of silicon structures, which again have
flexible joints in between the silicon. It was used to optimise the fabrication process
for the matrix platform and test the structural integrity of fabricated devices.
These flexible silicon device platforms have then been used to fabricate SRS
tissue oximetry sensors, by incorporating infrared detectors into the silicon struc-
tures. The infrared detectors are designed as back-side pn-junction photo diodes,
as shown in Figure 1.9a. The complete detector analysis is presented in Chapter
4. Two devices, which were developed during this project can be seen in Figure
1.9b and 1.9c. The 2D device consists of 36, 2 mm × 2 mm, silicon pn-junction
back side photo diodes with flexible joints between the individual diodes. Electrical
interconnects have been routed to nine of the diodes. The 1D device consists of
eight pn-junction back side diodes, which for this device are 10 mm × 2 mm. The
device has an LED bonded to the back side. The LED can emit infrared light, of
735 nm, 805 nm and 850 nm, through an etched hole in the device. An investigation
where black silicon nanostructures and coatings of Al2O3 were used to improve the
detectors performance, was also carried out.
Silicon
PDMS
Polyimide
Metal
(a) Cross section of the flexible platform
(b) 1D linear array (c) 2D square matrix
Figure 1.8: The flexible silicon device platforms. The concept behind the platforms is de-
scribed by the schematic cross section drawing in (a). It shows how silicon is combined
with PDMS and polyimide in order to form flexible joints between the silicon structures as
well as a biocompatible contact surface. Furthermore the polyimide will act as encapsula-
tion material for the fragile metallisation. A 1D and a 2D platform, which were developed
during this project, are shown in (b) and (c) respectively. Both platforms are fabricated
using the concept shown in (a).
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(a) Back side photo diode (b) 2D infrared sensor device
(c) 1D infrared sensor device
Figure 1.9: The concept of a back side photo diode is shown in (a). The light enters the
silicon (grey) from the opposite side of the pn-junction. The light is then absorbed in the
bulk of the silicon and the generated carriers will have to diffuse to the depletion region
(crossed blue) in order to contribute to the photo current. All the metallisation (black) is
located on the opposite side of the light incident surface. A 2D infrared sensor prototype is
shown in (b). It consists of 36 silicon elements with flexible joints between the elements.
Electrical interconnects have been routed to nine of the elements. A 1D tissue oximeter
device is shown in (c). It consists of 14 silicon structures with flexible joints in between.
Electrical interconnects have been made to 9 of the detectors.
1.5 Outline of Thesis
The remainder of the thesis is organised as follows:
• Chapter 2 Tissue Optics and Oximetry - This chapter presents our anal-
ysis and modelling of the interaction between light and tissue. Monte Carlo
simulation is used to model how the changing cerebral oxygenation effects
infrared light.
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• Chapter 3 Design of Flexible Silicon Platforms - This chapter presents
the platform design as well as analytical and finite element models of how the
flexible platforms would behave when being bent.
• Chapter 4 Design of Infrared Detectors - Here, the analysis of how the
infrared detectors behave and should be fabricated for optimal results is given.
Both analytical models and numerical simulations are used.
• Chapter 5 Device Design and Fabrication - The description of the many
different devices and the finalised process recipe are presented. Each step in
the process recipe is laid out in detail.
• Chapter 6 Process Development - This chapter describes the work that
have been done in the cleanroom facility and laboratories in order to develop
and optimise the fabrication process steps. The presented results have been
used to finalise the process recipe listed in the previous chapter.
• Chapter 7 Test and Characterisation of Devices - In this chapter the
results from the mechanical and electrical testing are presented. The mechan-
ical tests includes bending and stretching while the electrical characterisation
includes I-V analysis and quantum efficiency measurements. The results are
discussed and compared to other results from literature.
• Chapter 8 Conclusion and Outlook - The conclusions for everything that
has been achieved doing this Ph.D. project are presented together with an
outlook.
Parts of the performed research have been presented at conferences and pub-
lished in scientific Journals. The publications are included in Appendix A. A patent,
with application number: PA 2014 70546, has also been filed

Chapter 2
Tissue Optics and Oximetry
Tissue is a very complex medium for light propagation. Thus, an understanding of
how the near infrared light will interact with tissue is needed before one can use
oximetry to determine the different haemoglobin concentrations. As mentioned the
mechanism behind oximetry is the fact that HbO and Hb absorb light differently for
different wavelengths. However, both absorption and scattering will occur from all
the different layers of tissue. This chapter will introduce the basic concepts behind
light and tissue interaction and use an analytical model to describe how the diffuse
reflected light will behave as a function of distance from the light source. Finally,
Monte Carlo simulations are performed on a layered model of a neonatal head.
2.1 Light and Tissue Interaction
When describing how light and tissue will interact one can use a number of different
approaches. However, due to the complexity of tissue a number of assumptions and
simplifications must be used. Tissue is not a homogeneous medium but consists
of many different components i.e. cells, fluids and fiber structures, which have
different absorption and scattering properties [38]. Also, the tissue composition will
be different at the various body parts of a human. One model would be to assume
that the tissue consists of a random distribution of scatterers and absorbers. Such a
medium is called a turbid medium. Light entering a slap of tissue can then undergo
four different events: be absorbed by the medium, be diffuse transmitted through
the medium and escape from the backside, be diffuse reflected by the medium and
escape from the incident side and finally pass through the medium unaffected, as
can be seen in Figure 2.1. A simplified model, which can be used when dealing with
thick specimens of tissue, would be to consider the tissue as semi infinite. In this
case the problem reduces to light being either absorbed or diffuse reflected.
The most important equations governing the absorbing and scattering prop-
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erties are given in [39]. The absorption and scattering of the medium are described
by the total attenuation coefficient, µt, given by:
µt = µa + µs (2.1)
where µa is the absorption coefficient and µs is the scattering coefficient of the
medium. The total attenuation coefficient will be the total number of light interac-
tions per length. Two other important quantities of a turbid media are the albedo
Λ, given by:
Λ =
µs
µt
=
µs
µs + µa
(2.2)
and the reduced scattering coefficient µ′s, given by:
µ′s = (1− g)µs (2.3)
where g is the scattering anisotropy factor. For most types of tissue µs  µa, which
means that Λ ≈ 1, also most types of tissue are strongly forward scatterers with
g ≈ 0.9.
Absorption
Diffuse transmitted
Diffuse reflected
Ballistic light
Figure 2.1: Light entering a slap of tissue can undergo several interaction events. The
light can be absorbed by the tissue, it can scatter and pass through the opposite interface
and it can scatter and pass through the incident interface. Finally, there can be a ballistic
component, which passes through the tissue unaffected.
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2.2 Modeling Light Propagation in Tissue
The propagation of light in a medium can be described by the use of Maxwell’s
equations and this will yield the complete description of wave propagation. How-
ever, this method is for most problems, especially problems including tissue, too
complex to be of practical importance. Instead transport theory, which models the
transport of energy in a random media, is a more straight forward approach. The
transport theory yields the radiative transport equation [40], which is based on the
conservation of energy:
1
c
∂L(r, s, t)
∂t
= −s · ∇L(r, s, t)− µtL(r, s, t) + µs
∫
4pi
L(r, s, t)P (s′, s)dΩ′ + S(r, s, t)
(2.4)
where c is the speed of light, L(r, s, t) is the time dependent radiance in the position
r in the direction of the unit vector s, P (s′, s) is a phase function describing the
scattering of the flux which comes from a direction s′ and scatters into solid angle
dΩ in the direction s. Finally, S(r, s, t) is a source in the position r in the direction
of the unit vector s. The radiative transport equation is basically describing the
change in energy, due to: a loss from divergence, a loss from extinction, an increase
from scattering into the volume and an increase from sources located in the volume,
all together governed by conservation of energy.
Although Equation 2.4 is much easier to handle than Maxwell’s equations it
is still complex and no analytical solutions are available so numerical methods are
used. However, when light propagation is dominated by multiple scattering, as is
the case when the medium is tissue and have an albedo close to 1, the diffusion
approximation to the radiative transfer equation can be used. Here the radiance
inside the diffusive medium is assumed to be almost isotropic and the diffusive
radiance is approximated by the first two terms of a series expansion in spherical
harmonics [40]:
L(r, s, t) =
1
4pi
Φ(r, t) +
3
4pi
J(r, t) · s (2.5)
where Φ(r, t) is the fluence rate and J(r, t) is the current density, here defined as
the net energy flow per unit area per unit time. Substituting Equation 2.5 into
Equation 2.4, multiplying by s and integrating over the full solid angle yields:
∂J(r, t)
c∂t
+ (µa + µ
′
s)J(r, t) +
1
3
∇Φ(r, t) = S(r, t) (2.6)
Assuming that changes in the current density are small within the transport mean
free time, the current density can be defined using Fick’s law:
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J(r, t) = −D∇Φ(r, t) (2.7)
where D is the diffusion coefficient given by:
D =
1
3(µa + µ′s)
(2.8)
Finally, the time-dependent diffusion equation can now be obtained, as a differential
equation containing only Φ(r, t), by substituting Equation 2.7 into Equation 2.6:
∂Φ(r, t)
c∂t
+ µaΦ(r, t)−D∇2Φ(r, t) = S(r, t) (2.9)
In cases where continuous wave light is used one can neglect the time dependence
of the diffusion equation and it reduces to:
−D∇2Φ(r) + µaΦ(r) = S(r) (2.10)
2.3 Spatially Resolved Spectroscopy
In spatially resolved spectroscopy the light attenuation is measured as a function of
the distance to the light source. For a highly scattering medium, such as tissue, it
will typically rely on measuring the diffuse reflected light, which is scattered multiple
times and then returns back through the incident surface. In the case where the
tissue is relative thick the amount of light, which will escape through the back side
of the tissue, as either ballistic light or diffuse transmitted light, is negligible. In
this case the incident light will either be absorbed by the tissue or diffuse reflected.
The goal when using spatial resolved spectroscopy is of course to be able to link the
measurements of light attenuation to optical properties of the tissue, which can then
be used to derive values of the concentration of Hb and HbO in order to calculate
the TOI from Equation 1.1. A number of different methods can be used to derive
the TOI from a series of attenuation measurements.
In [41] a neural network was used to determine µa and µ
′
s from spatially re-
solved measurements. Here, the measurements, for a given wavelength and a certain
tissue oxygenation, will be a unique ”fingerprint”, which can then be identified. The
neural network method performed faster than a traditional least square fit method,
but the algorithm behind the neural network requires a lot of known data in order
to return fast and precise estimations of the tissue optical properties.
In [42] a Sugeno fuzzy inference system was used to extract µa and µ
′
s from
diffuse reflectance profiles. This method increased the accuracy of both parameters
but required a large number of detection spots, i.e. 46 individual spots, for measuring
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the diffuse reflected light. Again, this will not be feasible for oximetry measurements
where the measurement and data processing should be fast.
A simpler method is presented in [43] where an expression for the diffuse re-
flectance is derived from Equation 2.9. The derivation is done under the assumption
that an infinitely narrow beam of photons, called a pencil beam, is perpendicularly
incident on a boundary of a semi-infinite geometry, which can be seen in Figure
2.2. At the depth z = z0 the light is assumed to be scattered isotropically. The
distance a photon travels before it has lost its original direction is the inverse of
the reduced scattering coefficient, so z0 = µ
′
s
−1. For simplicity it is also assumed
that there is no mismatch in the refractive index between the media on both sides
of the boundary, which means that no Fresnel reflection will occur. Using these
assumptions an expression for the reflectance R as a function of distance r can be
derived from Equation 2.10, for the case where r2  z20 :
R(r) =
e−µeffr
2piµ′sr2
(
µeff +
1
r
)
(2.11)
where:
µeff =
√
3µa(µa + µ′s) (2.12)
is the effective attenuation coefficient. A typical value of the reduced scattering
coefficient, for tissue, would be µ′s = 20 cm
−1. In this case z20 = 0.25 mm so r  0.5
mm for the approximation to be valid. For the large values of r, which has already
been assumed, Equation 2.11 can be simplified further by assuming that 1/r  µeff :
R(r) =
µeff
2piµ′sr2
e−µeffr (2.13)
Light enters
z
z = z0
r
Figure 2.2: The semi-infinite geometry used for the derivation of an expression for the
diffuse reflected light. The light enters at the air/tissue boundary in the point r = 0, z =
0. The light is assumed to scatter isotropically at a depth z = z0.
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Equation 2.13 provides an analytical expression of the diffuse reflectance and al-
though it has been derived through a number of assumptions and simplifications it
can be used to describe how the signal from a SRS sensor will behave. In Figure
2.3 the normalised diffuse reflectance is plotted for three different values of µa using
Equation 2.13. For all three plots g = 0.9 and µs = 100 cm
−1.
Now that an expression for the diffuse reflectance has been found it can be
used to derive a method for extracting the TOI from diffuse reflection measurements
performed using multiple distances and multiple wavelengths. This has been done
in [30] where the attenuation A(r) is defined as:
A(r) = − logR(r) = − log
(
µeff
2piµ′sr2
e−µeffr
)
= − 1
ln(10)
(
ln
(
µeff
2piµ′sr2
)
− µeffr
)
(2.14)
Differentiation of A(r) with respect to r gives:
dA(r)
dr
= − 1
ln(10)
d
dr
(
ln
(
µeff
2piµ′s
)
+ ln
(
1
r2
)
− µeffr
)
=
1
ln(10)
(
2
r
+ µeff
)
(2.15)
A further simplification is to assume that µa + µ
′
s ≈ µ′s in Equation 2.12, which
then reduces the effective extinction coefficient to: µeff =
√
3µaµ′s. Furthermore, the
 
 
µa = 1 cm
−1
µa = 0.1 cm
−1
µa = 0.01 cm
−1
Diffuse Reflectance
N
or
m
al
is
ed
D
iff
u
se
R
efl
ec
ta
n
ce
r [mm]
0 5 10 15 20 25 30
10−10
10−5
100
Figure 2.3: Plot of the diffuse reflectance R(r) as a function of distance r from the light
source. The plot shows R(r) for three different values of µa. In all cases g = 0.9 and µs
= 100 cm−1. The diffuse reflectance is normalised at 1 mm.
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reduced scattering coefficient for most types of tissue exhibits almost no wavelength
dependence in the near infrared spectrum. In [44] actual measurements performed
on an adult human head showed almost no variation in reduced scattering coefficient
in the wavelength interval of 700-900 nm. If µ′s is approximated with a constant k
only the absorption coefficient will be wavelength dependent µa(λ). Equation 2.15
can then be written as:
dA(r)
dr
=
1
ln(10)
(√
3µa(λ)k +
2
r
)
(2.16)
By measuring the attenuation A(r) using several wavelengths µa(λ)k can be cal-
culated for these different wavelengths. For a device consisting of several photo
detectors this could be done by calculating the attenuation using i.e. the calibrated
photo current of the detectors. The more photo detectors that are used the better
the spatial resolution of the attenuation will be. What is left now is to link the
absorption coefficients to the concentration of the hemoglobin components. This is
done by using the known molar extinction coefficients for Hb and HbO and linking
the relative concentration to the absorption coefficient:
kµa(λ1)
kµa(λ2)
· · ·
kµa(λn)
 [i,j] =
[
kCHb
kCHbO
]
(2.17)
where i,j is the extinction coefficient for the i’th absorber (Hb or HbO) at the j’th
wavelength. Finally, when kCHb and kCHbO are calculated they can be used to
determine the TOI from equation 1.1:
TOI =
kCHbO
kCHbO + kCHb
=
CHbO
CHbO + CHb
(2.18)
2.4 Monte Carlo Simulations
Another approach to investigate how light and tissue will interact is to use numerical
simulation by the Monte Carlo method. Here, the trajectory of a photon is modelled
as a persistent random walk with the direction of each step depending on that of
the previous step. If a sufficient number of photons are simulated one can estimate
physical quantities such as diffuse reflectance and absorption. A clear advantage
offered by Monte Carlo simulation is that results from more complex layered tissue
models can more easily be achieved.
The so called MCML model, presented in [45], offers very good results when
simulating light interaction with multi-layered tissue and it is freely available to
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the public. A template file, containing the information about the tissue model, is
compiled by the program and the results are returned to an output file. The model
works by a pencil beam being perpendicularly incident on the multi-layered medium,
which is defined in the input file. A schematic drawing of the tissue model is shown
in Figure 2.4. Each layer is defined by: a thickness d, a refractive index n, the
absorption coefficient µa, the scattering coefficient µs and the scattering anisotropy
g. The layers are divided into a number of grid elements in the z and r direction.
A first approach of the MCML model is to investigate how the simulated
diffuse reflectance would fit to the calculated diffuse reflectance, from Equation 2.13,
for a simple one layered medium. The normalised diffuse reflectance is simulated
and plotted against the analytical model and the results can be seen in Figure 2.5.
The two models are seen to be consistent with each other.
Since the strength of the MCML model is to simulate the behaviour of multi
layered structures it has been used to evaluate how light interacts with a model
of a neonatal head. The head is modelled as a four layered structure consisting
of: the skin, the skull, the cerebrospinal fluid (CSF) and finally cerebral tissue,
which in reality is made up of two different layers: the gray matter and the white
matter. Values for the optical parameters of the different tissue types have been
found in [46–50] and can be seen in Table 2.1. The thickness of the cerebral tissue
layer has been chosen to represent the case of a semi-infinite medium where the
diffuse transmittance is zero, so the calculated values are the absorbance and diffuse
Light enters
r
z
d1, n1, µa1, µs1, g1
d2, n2, µa2, µs2, g2
dN , nN , µaN , µsN , gN
Figure 2.4: A schematic drawing of the MCML Monte Carlo tissue model. Light, in the
form of a pencil beam, enters at r = 0, z = 0. The different layers in the medium are
defined by a thickness d, a refractive index n, an absorption coefficient µa, a scattering
coefficient µs and the scattering anisotropy g.
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reflectance. Also, the MCML model calculates the specular reflectance, which is the
reflectance occurring at the interface of the first layer. The photon absorption, using
this tissue model, can be seen in Figure 2.6.
Some obvious weaknesses of this Monte Carlo model include that many of
the tissue parameters, such as n, µa and µs, are wavelength dependent. In the case
of the refractive indices and the scattering coefficients, the wavelength dependence
is less significant for the spectrum of light used in NIRS. However, the absorption
coefficient of the cerebral tissue will have a strong wavelength dependence due to the
haemoglobin being present. The values listed in Table 2.1 are from measurements
performed using light with a wavelength of 670-780 nm. To get accurate results
from the model, one must enter the values of n, µa and µs for a given wavelength
λ1 and then perform the calculations. Hereafter, tissue parameters for wavelengths
λ2, λ3, ..., λN can be entered and the model solved. The cerebral tissue absorption
coefficients, for a given wavelength, can also be altered to fit different levels of
cerebral tissue oxygenation. The model is based on a number of flat and straight
layers but in reality the head of a neonate is a curved structure, which could resemble
an ellipse having a circumference of 23 to 37 cm for neonates of a gestational age of
24 to 46 weeks [51]. The CSF layer will also be entangled in the grey matter and
white matter layers and therefore vary in thickness across the entire circumference
of the head.
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Figure 2.5: Plot of the diffuse reflectance R(r) as a function of distance r from Equation
2.11 and the results from the MCML simulations. The plot shows R(r) for three different
values of µa. In all cases g = 0.9 and µs = 100 cm
−1.
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The results of running the MCML algorithm using the tissue parameters from
Table 2.1 can be seen in Table 2.2. It is notable that the strong scattering properties
of tissue causes 60 % of the incident photons to be diffuse reflected. In order to
calculate how the diffuse reflectance will behave as a function of cerebral tissue
oxygenation, a model for the absorption coefficient of the cerebral tissue must be
created, for the four layered model presented earlier. In order to define this model
a number of assumptions are made:
• It is assumed that only the absorption coefficient of the cerebral tissue will vary
as function of wavelength and oxygenation. All other absorption coefficients
are assumed constant.
• All scattering coefficients are assumed constant.
• The cerebral tissue is divided into two parts: 90 % which are cerebral matter
that is unaffected by oxygenation and 10 % which are the blood present in the
cerebral tissue.
• The absorption coefficient of the blood is equal to the absorption coefficient
for haemoglobin weighted by the ratio of Hb and HbO
The cerebral tissue absorption coefficient µa,MC(λ,%Hb,%HbO), for the Monte
Carlo simulations, can now be calculated using the following equation:
µa,MC(λ,%Hb,%HbO) = 90%×µa,c+10%× (%Hb×µa,Hb(λ)+%HbO×µa,HbO(λ))
(2.19)
where λ is the wavelength of the light, %Hb is the percentage of Hb, %HbO is
the percentage of HbO, µa,c is the absorption coefficient of the cerebral matter
Tissue type d [mm] n µa [cm
−1] µs [cm−1] g
Skin 2.0 1.39 0.18 200 0.90
Skull 2.0 1.37 0.16 200 0.92
Cerebrospinal fluid 1.0 1.33 0.04 2.50 0.05
Cerebral tissue 55 1.36 0.50 100 0.86
Table 2.1: Tissue parameters for the four different layers used in the Monte Carlo model.
The parameters are: thickness d in mm, refractive index n, absorption coefficient µa in
cm−1, scattering coefficient µs in cm−1 and scattering anisotropy g. The parameters are
valid in the wavelength interval of 670-780 nm and for normal levels of cerebral tissue
oxygenation.
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that is unaffected by oxygenation, µa,Hb(λ) is the absorption coefficient for Hb at a
specific wavelength and µa,HbO(λ) is the absorption coefficient for HbO at a specific
wavelength. The coefficients have been entered into the Monte Carlo simulations
and the resulting diffuse reflectance has been calculated for wavelengths of 700 nm,
800 nm and 900 nm, as well as for tissue oxygenations of 75 %, 80 %, 85 %, 90 %,
95 % and 100 %. The results from this simulation can be seen in Figure 2.7.
The results from the Monte Carlo simulations, performed on the presented
model, show two distinct properties. First of all the diffuse reflectance will be
high and account for approximately 60 % of the photons. This indicates that large
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Figure 2.6: The absorption, for a Monte Carlo simulation using 10,000,000 photons,
plotted as function of z and r. The calculations are done using the values listed in Table
2.1. The absorption can be seen to happen at depths of up to 5 cm, and lateral distances
of up to 6 cm from the point of incidence. The colour scale shows the logarithm to the
normalised absorption.
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detection signals can be achieved even by using low power light sources. However,
the same model shows that the change in diffuse reflectance will be very small even
for relative large changes in cerebral tissue oxygenation. In order to detect these
small changes in signal, high performing detectors must be used.
A tissue oximetry sensor that works using the spatially resolved spectroscopy
principle will measure part of the diffuse reflected light as function of distance from
the light source for a given wavelength. The Monte Carlo model can be used to
predict how the signal will depend on source detector spacing by calculating how
the diffuse reflectance will depend on distance to the light source. Simulations, using
700 nm light, have been performed for a cerebral tissue oxygenation of 75 % and
100 %. The result can be seen in Figure 2.8. The plots for the two different tissue
Specular reflectance Diffuse reflectance Absorbance Diffuse transmittance
2.66 % 60.71 % 36.62 % 0.00 %
Table 2.2: The results when running the Monte Carlo model using the tissue parameters
listed in 2.1. It can be seen that a major part of the photons will be diffuse reflected.
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Figure 2.7: Monte Carlo simulation performed on the model of a neonatal head, here
showing the diffuse reflectance as function of cerebral tissue oxygenation. The diffuse
reflectance is plotted for light with a wavelength of: 700 nm, 800 nm and 900 nm and a
cerebral tissue oxybenation between 75-100 %.
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Figure 2.8: Normalised diffuse reflection plotted as function of the distance to the pencil
beam. The simulation has been done using 700 nm light and a cerebral tissue oxygenation
of 75 % and 100 %. The diffuse reflectance can be seen to be very semilar for the two
oxygenation levels.
oxygenations can be seen to have very similar values for distances up to 10 mm.
At further distances they become distinguishable, which emphasises a device design
that uses multiple detectors with a large total device span.
2.5 Summary
The basic properties for light and tissue interaction were explained. Then the diffu-
sion approximation to the radiative transfer equation was used to describe how the
light would be diffuse reflected and how SRS can be used to determine the tissue
oxygenation. The diffuse reflected light will be scattered isotropic after moving just
a few millimetre through the tissue.
Monte Carlo simulations were performed on a model of a neonatal head. They
showed that approximately 60 % of the injected light would be diffuse reflected but
also that the changes in the diffuse reflected light will only be weakly dependent on
the cerebral oxygenation.

Chapter 3
Design of Flexible Silicon
Platforms
Silicon is an excellent material for light detection and serves as the base material
for many MEMS devices. However, silicon, being both stiff and brittle, is not a
flexible material when considering typical thicknesses of wafers used in the semicon-
ductor industry. An oximetry sensor working by the spatially resolved spectroscopy
method presented in Chapter 2 should be able to confine to the head of a neonate.
An oximetry devices fabricated in silicon would therefore have to be made flexible
enough to fulfil this design requirement.
The curvatures that are inflicted upon an oximetry sensor used on a neonate
are not extreme and could in many cases be almost non-existing. However, an
oximetry device should be able to be bent to an angle of 90◦ over the entire length
of the device, i.e. a few centimetres, without any damage or wear to the electrical
interconnects. This Chapter presents an analysis of how a flexible device platform
can be integrated into silicon and thereby be used in the fabrication of a tissue
oximetry sensor or of other devices where flexibility is a requirement.
3.1 Flexible Silicon Device Platforms
As described in Chapter 1 many different methods can be used to add flexibility
to the otherwise stiff and brittle crystalline silicon used in silicon wafers. Which
method that should be chosen depends on the design parameters and functionality
of the final device. The oximetry devices developed in this project are all functioning
by using the spatially resolved spectroscopy method. The simplest way of realising
this method is to fabricate a single array of detectors, which can then detect the
diffuse reflected light at different distances from the light source. If such a device
is relatively narrow compared to its length it will basically just be bend in one
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dimension if it is placed at a curved surface of a body part e.g. the head of an infant
child or the forearm of a test subject. If the device instead has a square shape it
would, for most cases, have to confine to a double curved surface when placed in
contact with the skin. The advantage of a square shape would be that one could
either implement a number of small detectors to this design, which can act as pixels
in the oximetry measurement, or implement circular sensors, which would lead to a
large signal as a maximum of light would be collected by each detector. The three
different designs can be seen in Figure 3.1.
The flexibility of these devices can be achieved by making the devices either
completely flexible or piecewise flexible. Since the oximetry devices utilises infrared
light an amount of bulk silicon is needed in order to create detectors of high quality.
The complete analysis of this problem is presented in Chapter 4 and it shows that
thinning the silicon down to below 100 µm and combining this thin silicon with e.g.
r1r2
(a) Annular device
r1
r2
(b) Square array
device
r1 r2
(c) Linear array device
Figure 3.1: Three different realisations of a flexible platform for a spatially resolved spec-
troscopy oximeter. Each of the devices have a number of photo detectors with different
distances to the light source. In (a) a device with annular shaped detectors is shown. Such
a device will have the largest sensitivity but each detector will also take up a large amount
of space. Adding flexibility to this device will be difficult. In (b) a square array device is
shown. This type of device will have many detectors per unit area but will also be com-
plicated to fabricate. Finally, a linear array is shown in (c). This is a far more simple
device which can have many detectors for a given device length. However, the device can
only bend in one dimension.
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a polymer substrate would not be a feasible solution. Instead, a piecewise flexible
structure is chosen where parts of the device consist of rigid silicon detectors and
other parts of flexible joints.
As previously described any bending of a flexible device containing electrical
interconnects will strain the fragile interconnects. Also, the fragile interconnects
will need to be protected from the outside environment. The solution of having
micro cracked gold interconnects on PDMS will therefore not be feasible, because
the electrodes are not encapsulated. Forming electrodes in conductive PDMS is also
a promising solution but the processing of PDMS is not possible at the Danchip
cleanroom facilities. Since the devices need to be in contact with the skin the
solution we have chosen is to combine both PDMS and polyimide with silicon. The
PDMS will make up the flexible backbone of the device and also serve as a contact
surface to the skin. PDMS is both biocompatible and optical transparent for the
wavelengths of interest. The silicon will serve as the individual detectors for the
spatially resolved spectroscopy oximeter. Finally, the polyimide will be used to
encapsulate the fragile electrical interconnects and at the same time help to reduce
the strain in these interconnects when the device is bend. This is done by ensuring
that the neutral axis of the system lies very close to the electrical interconnects. A
schematic drawing showing the cross section of a piecewise flexible platform and a
thinned down flexible platform can be seen in Figure 3.2.
D1 D2 DN...
D1 D2 DN...
MetalSilicon PDMSPolyimide
Figure 3.2: A schematic drawing showing the cross section of a piecewise flexible device
(left) and a device where the silicon has been thinned down and transferred to a flexible
substrate (right). The devices are made from silicon, polyimide, PDMS and metal and can
contain a number of individual silicon photo detectors D1 to DN .
3.2 Analytical Analysis of a Flexible Silicon De-
vice Platform
In order to investigate how strain will be distributed in the flexible joints of the linear
array shown in Figure 3.1c, when it is bend in one direction, both analytical and
numerical approaches can be used. The following sections will present a number
34 3. Design of Flexible Silicon Platforms
of analytical approximations as to how the placement of the neutral axis can be
calculated. The models will also be used to investigate how large the strain will be
in the flexible joints when the device is bend.
3.2.1 Bending of a Beam
Beam mechanics can be used as an approximation as to how the stress and strain will
behave in the flexible joints of the sensor system. If a flexible joint is approximated
with a homogeneous beam of material the stress and strain in the joint can be
described as function of the radius of curvature [52]. The longitudinal strain x is
given by:
x =
z
r
(3.1)
where z is the distance from the center line of the beam and r is the radius of
curvature. At z = 0 there will be no longitudinal strain and this line is therefore
called the neutral axis. The longitudinal stress in the beam, σx, will be linked to
the strain by Hook’s law:
σx = xE =
zE
r
(3.2)
where E is Young’s modulus. Again, there will also be no longitudinal stress at the
neutral axis when the beam is bend. By placing the electrical interconnects at the
neutral axis of a flexible joint any longitudinal strain or stress can be avoided in
these interconnects.
3.2.2 Bending of a Composite Beam
The neutral axis will not in all cases be placed at the center line of a beam. In order
to investigate how the placement of the neutral axis will depend on the materials
that make up the flexible joints on the device, further knowledge from structural
mechanics can be used. If the flexible joints are now approximated with a composite
beam complete analytical solutions can be found. In this project the joints will be
made of PDMS and polyimide, with the very thin metal conductors placed in the
polyimide. The metal conductors will typically have a thickness of a few hundred of
nanometres, whereas the PDMS and polyimide layers will have a combined thickness
in the same order of the silicon wafer, i.e. a few hundred of micrometers. The
metal conductors can therefore be omitted in the analytical analysis of the neutral
axis. Therefore, the problem reduces to a composite beam consisting of only two
materials. The problem is defined in Figure 3.3. Here a beam is made up of two
different materials with thicknesses H1 and H2 and Young’s moduli E1 and E2. The
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distances from the edges of the two materials to the neutral axis are denoted d1
and d2 respectively. The placement of the neutral axis can be calculated for such a
structure, which has been done in [53]. The result is two equations defining d1 and
d2:
d1 =
1
2
E1H
2
1 + E2H
2
2 + 2E2H1H2
E1H1 + E2H2
(3.3)
d2 =
1
2
E1H
2
1 + E2H
2
2 + 2E1H1H2
E1H1 + E2H2
(3.4)
The distance from the interface of the two materials to the neutral axis, dNA, can
be found by subtracting d1 from H1:
dNA = H1 − d1 = 1
2
E1H
2
1 − E2H22
E1H1 + E2H2
(3.5)
Equation 3.5 can now be used to plot the position of the neutral axis as a function of
the thickness of the polyimide for the PDMS/polyimide beam using Young’s moduli
of: EPDMS = 1 MPa and EPolyimide = 2.2 GPa. The results can be seen in Figure 3.4
for three different thicknesses of PDMS, i.e. 300 µm, 400 µm and 500 µm. In all
cases the neutral axis will be positioned at the interface for polyimide thicknesses of
5-10 µm. Thicker layers of polyimide will draw the neutral axis into the polyimide
and for thicknesses larger than 20 µm the neutral axis will be very close to the center
line of the polyimide.
H1
H2
d1
d2
E1
E2
Figure 3.3: A Schematic drawing of a composite beam made up of two different materials.
The thicknesses of the materials are H1 and H2 and the Young’s moduli are E1 and E2.
The distances from the edges of the two materials to the neutral axis (dashed line) are d1
and d2.
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3.2.3 Bending of a Piecewise Flexible Structure
Although the electrical interconnects can be placed at the neutral axis so strain is
avoided, the other parts of the joints will still experience longitudinal strain when the
device is bend. Furthermore, it is likely that there will be an offset in the placement
of the electrical interconnects with respect to the neutral axis, which means that
they will experience strain when the joints are bend. An analysis of the strain in
the different materials of the joints is presented here. The joints in the devices
will ensure that they will be flexible but the devices will also consist of non-flexible
silicon areas. When a device is confined to a curved surface it will therefore only
bend at the joints. This will make the devices a piecewise flexible system. In order
to investigate the level of strain that will be present in the polyimide and PDMS a
model for a piecewise flexible structure must be defined. The structure of length L
is assumed to be made up of N segments. Each segment consists of a rigid silicon
part of length A and a flexible joint of length B, as can be seen in Figure 3.5. If the
structure is bend it will span over an angle θ given by:
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Figure 3.4: The position of the neutral axis as a function of polyimide thickness for three
different thicknesses of PDMS. Negative values will place the neutral axis in the PDMS
and positive values will place it in the polyimide. In all cases the neutral axis will be
positioned close to the interface for polyimide thicknesses of 5-10 µm. Thicker layers of
polyimide will draw the neutral axis into the polyimide and for thicknesses larger than 20
µm the neutral axis will be very close to the center line of the polyimide.
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θ =
L
R
=
N(A+B)
R
(3.6)
Assuming that the structure is bend uniformly in the N sections each joint will span
an angle, φ, of:
φ =
θ
N
(3.7)
The radius of curvature for a joint, r, is given by:
r =
B
φ
=
BN
θ
=
RB
A+B
(3.8)
By inserting this value of the radius of curvature into Equation 3.1 the strain in the
flexible joints can be defined:
 =
z
r
=
z(A+B)
RB
=
z
R
(
1 +
A
B
)
(3.9)
Equation 3.9 will of course not make sense for all values of R. Due to the piecewise
flexibility of the structure the length of the silicon parts A will define how small a
radius of curvature the structure can be conformed to while still making the model
valid. We will therefore only consider the model valid for devices where A ≤ 5 mm
and R ≥ A/B.
A B
R
r
θ
φ
Figure 3.5: A model for a piecewise flexible structure consisting of rigid silicon parts of
length A and flexible joints of length B, here shown for N = 5. The structure has a total
length of L = N(A + B). The structure is bend to a radius of curvature R which causes
the individual joints to be bend to a radius of curvature r.
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The maximum strain, both compressive and tensile, will be located at the
edges of the materials. Using Equations 3.3 and 3.4, which define the distances
from the neutral axis to the edges of the materials, the maximum strain for the
polyimide and PDMS can be calculated, by inserting these equations in Equation
3.9:
polyimide,max =
(E1H
2
1 + E2H
2
2 + 2E2H1H2)
2R(E1H1 + E2H2)
(
1 +
A
B
)
(3.10)
PDMS,max =
(E1H
2
1 + E2H
2
2 + 2E1H1H2)
2R(E1H1 + E2H2)
(
1 +
A
B
)
(3.11)
where, in this case, H1 and E1 are the thickness and Young’s modulus for the
polyimide and H2 and E2 are the thickness and Young’s modulus for the PDMS.
The maximum strain for the two materials are plotted in Figure 3.6 and 3.7 as
a function of radius of curvature for the piecewise flexible structure and for different
ratios of A and B. In all cases the thickness of the polyimide is 20 µm and the
thickness of the PDMS is 350 µm. The thickness of the PDMS resembles the typical
thickness of silicon wafers used for actual devices.
The maximum strain in the polyimide can be seen to be below 2 % for all
designs, when R ≥ A/B. Polyimides can take strains of up to 80-100 % depending
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Figure 3.6: The maximum strain in the polyimide calculated for a flexible joint consisting
of 20 µm thick polyimide and 350 µm thich PDMS. The maximum strain is plotted for
several length ratios of the rigid silicon parts and the flexible joints. The maximum strain
can be seen to be below 2 % for all designs, when R ≥ A/B.
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on the type and the curing process, which is far higher than needed. In the case
with the PDMS the strain will under normal use of the silicon device platform be
compressive. But if the device was bent in the opposite direction it will result in
tensile strain. The strain in the PDMS is seen to be larger and will be below 30 %
for all designs and R ≥ A/B. A typical value of fracture strain for PDMS is 400 %,
which again is larger than needed.
Regarding the placement of the electrical interconnects relative to the neutral
axis a beam approximation consisting of three materials will be to complex as a
model for the flexible joints. However, the metal used to form the electrical inter-
connects will only have a thickness of a few hundred nanometer, and although the
Young’s modulus for metals is much larger than for polyimide, the metal layer can,
as an approximation, be ignored in the analysis. In [54] it was determined that free
standing metal structures used in MEMS had a fracture strain of approximately
0.6-1.3 % depending of the ductility of the metal, with Au typically having values of
0.9-1.3 %. During fabrication the thickness of the polyimide cannot be completely
controlled. Therefore, it must be expected that the electrical interconnects are not
placed exactly at the neutral axis. A displacement of the electrical interconnects
from the neutral axis should therefore not result in a strain larger than 0.5 % in
order to ensure that they will not break.
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Figure 3.7: The maximum strain in the PDMS calculated for a flexible joint consisting of
20 µm polyimide and 350 µm PDMS. The maximum strain is plotted for several length
ratios of the rigid silicon parts and the flexible joints. The maximum strain can be seen to
be below 30 % for all designs, when R ≥ A/B.
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In the analysis presented above a flexible joint composed of 350 µm PDMS
and 20 µm polyimide was investigated. This joint will have a neutral axis that is
placed in the polyimide 8.9 µm from the interface between the PDMS and polyimide.
If the electrical interconnects are placed halfway between the neutral axis and the
top of the polyimide instead of directly at the neutral axis, this will place them
at approximately 14.5 µm above the PDMS and polyimide interface and 5.5 µm
above the neutral axis, they will experience a longitudinal strain when the piecewise
flexible structure is bend. The strain, as function of radii of curvature, can be seen
in Figure 3.8. In order not to exceed the 0.5 % strain level a piecewise flexible device
should not be bent to a radius of curvature below 4 mm for an A/B value of 2 and
not below a radius of curvature of 13 mm for an A/B value of 10. One design criteria
for the flexible platform is that it can be bend to 90◦ over its full length, i.e. θ in
Figure 3.5 should be 90◦. The radius of curvature for a device with a flexible length
of 25 mm bend to 90◦ will be 15.9 mm. For all combinations of A/B up to a value
of 10 the electrical interconnect will not experience a strain larger than 0.5 %, even
though they are displaced from the neutral axis by 5.5 µm.
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Figure 3.8: The strain in the electrical interconnects as a function of radius of curvature.
The calculations are made from a piecewise flexible structure with flexible joints consisting
of 350 µm PDMS and 20 µm polyimide. The electrical interconnects have been displaced
from the neutral axis by 5.5 µm and are therefore subjected to tensile strain when the
device is being bend.
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3.3 Finite Element Analysis
The simplified model, where the flexible joints are treated as beams, can be used
to give estimations regarding the thickness of polyimide needed to place the metal
conductors in the neutral axis and how much the materials will be strained when the
device is bend. However, the true design of the flexible joints are more complicated
than a simple beam structure. The beam model does not take any edge effects into
account and will therefore not show changes in the placement of the neutral axis
near the silicon interface. Also, the real flexible design has a skin contact layer of
PDMS beneath the silicon, which will effect the stress and strain in the joint when
it is bend. In order to give a broader picture of the stress and strain for the flexible
structure, the finite element method (FEM) analysis program COMSOL 4.3 has
been used to model the design.
The model used for the FEM analysis is a 2D representation of a single flexible
joint between two silicon blocks. The structure is similar to the one shown in Figure
3.2 and is composed of 350 µm thick silicon with a 100 µm thick PDMS layer on
one side and a 20 µm thick polyimide layer on the other side. The thickness of the
silicon resembles the typical thickness of silicon wafers used for actual devices. The
width of the silicon blocks are 1 mm and the width of the PDMS in the flexible joint
is 200 µm.
In order to model the bending of the structure, the bending is interpreted as a
moment applied on each end of the silicon blocks. This is accomplished by forcing a
rotation around the inward corners of both silicon domains, point B and C in Figure
3.9. Since the PDMS can contract, the two corners should be free to move in the
Silicon
PDMS
PDMS
Polyimide
Silicon
A B C D
Figure 3.9: The 2D model of a single flexible joint used for COMSOL simulations. The
model is made up of Silicon, PDMS and polyimide. The thin electrical interconnect is
omitted because its influence on the structure would be insignificant. The dimension of the
structures are 1 mm × 350 µm for the silicon blocks, 200 µm × 350 µm for the PDMS
joint, 2.2 mm × 100 µm for the bottom PDMS layer and finally 2.2 mm × 20 µm for the
polyimide. The points A, B, C and D are used to model a bending of the device as B and
C are kept static in the y-direction, whereas A and D can move.
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x-direction but fixed in the y-direction. In COMSOL, the prescribed displacement
point function is used for semi-fixed points. At point B and C the displacement in
the y-direction is set to zero. At point A and D the displacement in the y-direction
is set to a negative value. This will bend the ends of the structure downwards. An
example of simulated strain can be seen in Figure 3.10.
By varying the thickness of the polyimide layer for the COMSOL model and
investigating where the strain in the polyimide is zero the neutral axis for this
model can be determined as function of polyimide thickness. The result of the
simulation can be seen in Figure 3.11. The figure also shows the analytical solution,
from Equation 3.5, to the placement of the neutral axis for composite beams with
350 µm and 450 µm thick PDMS. The thickness of the PDMS, in the two analytical
results, is chosen to resemble the thickness of PDMS between the silicon blocks and
the total thickness of the flexible joint for the COMSOL model.
It can be seen that the results from the simulations using the COMSOL model
differs from the analytical solutions of the two beams. The COMSOL simulation
indicates that the neutral axis will be at the PDMS and polyimide interface for a
thinner layer of polyimide than for the solutions from the analytical model. For a
polyimide thickness between 10 µm and 30 µm the COMSOL simulation result is
Property Silicon PDMS Polyimide
Density [kg/m3] 2329 970 1300
Young’s modulus [Pa] 170 × 109 1 × 106 2.2 × 109
Poisson’s ratio 0.28 0.49 0.34
Table 3.1: The material parameters for the silicon, PDMS and polyimide, which are used
in the COMSOL model. The PDMS and polyimide values are from the material data sheets
for Sylgard 184 and HD-8820 respectively.
Figure 3.10: The model of the flexible joint design where the outer corners are displaced
downwards. The color indicates the amount of strain the model is subjected to during bend-
ing. Red indicates expansion, yellow and blue indicates compression, and orange indicates
no strain. It can be seen that the majority of the strain is confined to the soft PDMS near
the flexible joint.
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in better agreement with the analytical results. Regardless of how the placement of
the neutral axis is modelled, placing the electrical interconnects between two layers
of 10 µm of polyimide will reduce the longitudinal strain to a minimum.
Finally, the edge effects for the flexible joints are investigated by simulating
the strain in the center line of the polyimide when the COMSOL model is bend
to a radius of curvature of 7.5 mm. The center line for the 20 µm thick polyimide
is of course located 10 µm from the PDMS and polyimide interface. The result
can be seen in Figure 3.12. The flexible joint is located between 1 mm and 1.2
mm and the two silicon blocks are located outside this interval. The strain in the
polyimide can be seen to be largest across the center part of the flexible joint with
a value of 0.47 %. The reason why we see a strain is because the neutral axis is
placed somewhat below the center line of the polyimide. Near the silicon edges the
strain gradually decreases and eventually becomes insignificant about 100 µm into
the silicon blocks. Since the strain will be largest at the center part of the flexible
joint the maximum strain can be estimated by the analytical model presented in
Section 3.2.3.
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Figure 3.11: Comparison of the results from the analytical model for the neutral axis of a
composite beam and the COMSOL simulations performed on the model shown in Figure
3.9. The neutral axis position is, for the COMSOL model, found at the centre of the flexible
joint. For thin layers of polyimide the COMSOL model does not show the same results as
the analytical solution of composite beams with 350 µm and 450 µm thick PDMS. However,
for polyimide layer thicker than 10 µm the COMSOL model is in better agreement with
the analytical composite beam model.
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Figure 3.12: The longitudinal strain at the center line of the 20 µm polyimide as a function
of distance across the model when it is bend. The edges between the flexible joint and the
silicon blocks are located at 1 mm and 1.2 mm. The strain can be seen to be largest at
the center part of the flexible joint and then gradually reducing in magnitude towards the
silicon blocks, but still extent into the polyimide on the silicon blocks. In this simulation
the model is bend to a radius of curvature of 7.5 mm.
3.4 Considerations for a 2D Square Matrix Flex-
ible Silicon Platform
The 2D flexible silicon platform, which was shown i Figure 3.1b would essentially
behave exactly as the linear array, if it was being bent in only one direction. Such a
device could therefore also be fabricated, if it was only intended for use on a single
curved surface. If the square array device was bent on a double curved surface,
e.g. a spherical surface, the models for strain would no longer be applicable. If the
device was bent on a spherical surface the square silicon parts would be displaced
from each other relative to their neutral positions. This means that the materials in
the flexible joints, including the electrical interconnect, would be subjected to both
longitudinal, and transverse straining. Since the electrical interconnects can sustain
some strain it is possible that a 2D device could be bent mainly in one direction and
then partially in the other direction without destroying the electrical interconnects.
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3.5 Discussion of the Models
Although the analytical models contain many details on how to describe the place-
ment of the neutral axis or calculate the strain, they are still only approximations
to the real problem. The models only describe the longitudinal strain as function of
placement z. The model does not take the Poisson contraction into account, which
might be of great importance, moreover, there is a large difference in the Poissons
ratio for polyimide and PDMS. The model does not either consider any build-in
stresses in the materials. Both polyimide and PDMS will have to be cured in order
to be finalised and this process will introduce some stress into the materials. Finally,
the composite beam model considers a beam made of two different materials that
adhere perfectly to each other. In reality, polyimide and PDMS will adhere to each
other, as can be seen from Chapter 6, but the adhesion is not strong.
The FEM model gives a better estimate of how the real flexible joints will
perform, since it uses a flexible joint design that is closer to the real problem and
takes the Poisson contraction into account. The FEM model, however, also suffers
from some of the same simplicities as the analytical model because it to does not
take build-in stresses and adhesion into account. The only way to get a complete
understanding of the performance of the flexible silicon device platforms will be to
test them when they are fabricated.
3.6 Summary
An outline for a flexible silicon device platform was presented. Beam mechanics were
used to model how the neutral axis would be placed for a flexible joint consisting
of PDMS and polyimide. An analytical model for a piecewise flexible structure was
derived and used together with the beam mechanics. In this way the maximum
strain in the different materials could be calculated when the devices are bend and
the strain was found to be acceptable.
FEM simulations were used to model the strain and placement of the neutral
axis for a complete model of the flexible joints. The analysis concluded that the
proposed flexible platform design was feasible.

Chapter 4
Design of Infrared Detectors
The flexible platforms presented in Chapter 3 can easily be transformed into a light
detection device by formation of pn-junction photo diodes in the silicon. However,
the conclusion from the analysis of this design is that the electrical interconnects will
all have to be placed at one side of the device in order to ensure that they follow the
neutral axis and moreover avoid to obscure for the light. A pn-junction photo diode
is typically contacted at both surfaces of the substrate with the depletion region
formed close to the surface that the photons are incident upon. The absorption of
the photons will then create electron-hole pairs, which for such a pn-junction photo
diode, will happen close to or in the depletion region.
A backside pn-junction photo diode has all the electrical interconnects placed
on the opposite surface upon which the light is incident. This causes the depletion
region to be formed away from the main photon absorption volume and the electron-
hole pairs are therefore generated in the bulk of the silicon. A schematic drawing of
both types of photo diodes can be seen in Figure 4.1. In [55] backside photo diodes
of high performance were successfully fabricated at the Danchip cleanroom facilities.
This chapter will present analytical analysis and simulations of the perfor-
mance of backside photo diodes. The analysis about light in tissue, which was
presented in Chapter 2, showed that the changes in diffuse reflected light, due to
changes in cerebral oxygenation, were very small. In order to detect these small
variations the photo diodes in the tissue oximetry device must be of high quality.
4.1 Backside Photo Diode
The pn-junction photo diode functions as a standard pn-junction. Thus, when it
is exposed to light it can generate a current, which can be detected by an external
circuit. An absorbed photon will generate an electron-hole pair. For a p-type
substrate the electron will be the minority carrier and it will diffuse around in the
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bulk of the silicon. If it does not recombine it may eventually reach the pn-junction
near the back side. Here, it will be swept across the depletion region due to the
electrical field and cause an increase in current known as the photo current. If the
pn-junction is placed in reverse bias the total current, I, will be:
I = −IP − IR (4.1)
where IP is the photo current and IR is the reverse bias current, also refereed to
as the dark current. Since the photo current will carry the signal from the probed
tissue it will have to be so significant that it can suppress any noise on the signal and
also large enough to ensure that any change in photo current, caused by a change in
tissue oxygenation, will be detectable when comparing it to the reverse bias current.
The optimal design goal for making high quality photo detectors will therefore be
to maximise the photo current and minimise the reverse bias current.
The reverse bias current will depend on a number of factors. An ideal pn-
junction diode can be described by the Shockley equation [56]:
I = IS
[
exp
(
qV
kT
)
− 1
]
(4.2)
where IS is the saturation current, q is the elementary charge, V is the applied
voltage, k is the Boltzmann constant and T is the temperature. When the diode
is put in reverse bias we will essentially just have: I ≈ −IS. However, the ideal
diode is only possible in theory and a real pn-junction diode will have other current
contributions, besides the saturation current, when put in reverse bias. The total
Silicon Passivation N+ doping P+ doping Metal
Figure 4.1: Schematic drawing of a normal photo diode (left), which has electrical contacts
placed on both sides of the substrate and a backside photo diode (right), which has the
electrical contacts on the same side of the substrate. The diodes are here shown for a
p-type silicon substrate.
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reverse bias current will be a sum of the saturation current and a generation current
where the current is generated in the depletion region and by defects and surface
effects [57]. The reverse bias current will, unlike, the saturation current not be
almost constant but will increase slightly as function of the applied voltage until
the diode reaches reverse bias breakdown. Using high quality silicon and surface
passivation will be the best way to ensure a low reverse bias current.
What governs the ability of a photo diode to generate photo current can be
described by the photo diode area, A, the photon flux, Φ(λ), and the quantum
efficiency, η(λ):
IP = qA
∫ λn
λ1
Φ(λ)η(λ)dλ (4.3)
where q is the elementary charge. In order to maximise the photo current the
individual terms of Equation 4.3 should be maximised within the limits set up by
the design. The detector area will be limited by the flexibility of the final devices
as an increase in the size of the non-flexible silicon will decrease the flexibility of
the piecewise flexible device, as described in Chapter 3. The incident photon rate is
determined by the light source used to probe the tissue. The more photons that are
injected into the tissue the more photons will be diffuse reflected and incident on
the detector surface. This value is of course limited by the amount of power, which
can safely be injected into the tissue. NIRS devices used on neonates will typically
have LEDs or laser diodes emitting below 5 mW of power. The parameter that can
be used to improve the photo current through design and fabrication is therefore
the quantum efficiency.
4.2 Quantum Efficiency
The quantum efficiency simply defines the amount of incident photons that will
contribute to the photo current and it is dependent on the wavelength of the light.
It is also called the external quantum efficiency because it takes all incident photons
into account. The internal quantum efficiency (IQE), ηint, defines the amount of
photons that have entered the semiconductor and contributes to the photo current.
The relation between the two definitions is given by [58]:
η(λ) = T (λ)ηint(λ) = [1−R(λ)]ηint(λ) (4.4)
Here, T (λ) is the wavelength dependent transmittance and R(λ) is the wavelength
dependent reflectance. The external quantum efficiency can therefore be improved
by increasing the transmittance (lowering the reflectance) and increasing the internal
quantum efficiency of the semiconductor.
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4.2.1 Internal Quantum Efficiency
There are many different models and assumptions that can be used when describing
the internal quantum efficiency of a semiconductor. When looking at how light is
absorbed in the silicon Beer-Lamberts law can be used as a first approximation.
It simply states that the intensity of light passing through a medium will decrease
exponentially as a function of the absorption coefficient and the thickness of the
medium. By assuming that all absorbed light will contribute to the photo current
the internal quantum efficiency can therefore be described as:
ηint(λ) = [1− exp(−µa(λ)d)] (4.5)
where d is the thickness of the medium. Estimation of the internal quantum ef-
ficiency can now be found as a function of device thickness using the absorption
spectra for silicon. The absorption spectrum for silicon is plotted in Figure 4.2a and
the device thickness needed to obtain a given internal quantum efficiency can be
seen in Figure 4.2. It shows that the needed device thickness depends strongly on
the wavelength of the light.
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Figure 4.2: The absorption behaviour of silicon as a function of wavelength. In (a) the
absorption spectrum for silicon is shown. In (b) the thickness of silicon needed to absorb
90 %, 99 % and 99.9 % of the light is plotted as a function of wavelength of the light. It
can be seen to be strongly dependent on the wavelength of the light.
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LED wavelength [nm] 660 740 810 940
QE90% Thickness [µm] 8.3 15.8 29.1 127
QE99% Thickness [µm] 16.6 31.5 58.1 253
QE99.9% Thickness [µm] 24.9 47.3 87.2 380
Table 4.1: The thickness of silicon needed to absorb 90 %, 99 % and 99.9 % of the light.
The values are for typical wavelengths used by LEDs within the field of tissue oximetry.
It can be seen that only 25 µm of silicon are needed to absorb 99.9 % of the red light from
a 660 nm LED whereas more than 100 µm are needed to absorb only 90 % of the infrared
light from a 940 nm LED.
The device thickness for some specific wavelengths, corresponding to LEDs
typically used in tissue oximetry, are shown in Table 4.1. More than 250 µm of
silicon is needed in order to absorb 99 % of the light with a wavelength of 940 nm.
Thinning down the silicon to below 100 µm in thickness, as a method for achieving
flexibility, is therefore not feasible.
For a backside photo diode the internal quantum efficiency can not be fully
described using just Beer-Lamberts law. The generated electron-hole pairs will have
to diffuse through the bulk of the detector before it reaches the depletion region and
it is therefore possible that they will recombine due to different events. A model that
takes this diffusion into account was derived in [60]. It is based on a one-dimensional
slap of p-type silicon, which can be seen in Figure 4.3. The slap is made of bulk
p-type silicon of length lp with a minority carrier life time τ and diffusion coefficient
Dn. The light enters at the front side (x = 0), which has a surface recombination
velocity of S. Near the back side of the slap the n-type region of the pn-junction is
located. It has a length of ln and the resulting depletion region has a length of w.
The diffusion length of the minority carrier electrons, in the p-type region, is given
by Ln =
√
Dnτ . The model is derived using the relation between current density, J ,
photon flux and internal quantum efficiency from Equation 4.3. This can be written
as:
ηint =
J
qΦ
(4.6)
with the boundary conditions that at x = 0 the electrons will recombine with rate of
the surface recombination velocity S and at x = lp the excess carriers are extracted
meaning that their concentration is zero. The final expression for ηint is (the full
derivation is given in [60]):
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ηint =
µaL
2
µaL2 − 1 ·
µaDn + S − e−µalp
[(
Dn
Ln
+ µaSLn
)
sinh
(
lp
Ln
)
+ (µaDn + S) cosh
(
lp
Ln
)]
Dn cosh
(
lp
Ln
)
+ SLn sinh
(
lp
Ln
) (4.7)
Even though Equation 4.7 is an approximation to the real physics behind the internal
quantum efficiency it can still be used to derive important design considerations. The
main parameters, which we have influence on, will be the diffusion length Ln, due to
its dependence on the minority carrier lifetime τ , the p-type device thickness lp and
the surface recombination S. The internal quantum efficiency will also depend on the
substrate doping level NA because this level will affect the minority carrier lifetime
and also the diffusion coefficient through the mobility. The results of modelling the
internal quantum efficiency, using Equation 4.7, can be seen in the plots presented
in Figure 4.4. When a parameter is varied the other parameters are kept constant
at values considered to be the best achievable. This is S = 100 cm/s, lp = 350 µm,
τ = 500 µs and Dn = 32 cm
2/s.
In the first case the surface recombination velocity is varied. In [61] it was
possible to achieve surface recombination velocities as low as 10 cm/s using layers of
Al2O3. For silicon passivated by thermal oxides values of down to 100 cm/s could be
achieved and if the semiconductor was very poorly passivated it could have surface
recombination velocities above 10,000 cm/s [62]. The plot in Figure 4.4a shows
the internal quantum efficiency for surface recombination velocities of 100 cm/s,
1,000 cm/s and 10,000 cm/s. It can be seen that the internal quantum efficiency
strongly depends on the surface recombination velocity as it on average will be ap-
0 lp w ln x
Figure 4.3: Schematic drawing of the 1-dimensional slap of silicon used to derive the
model for the internal quantum efficiency. The light enters at x = 0 and is absorbed in
the p-type bulk of length lp. The carriers that reaches the depletion region after lp, without
recombining, will contribute to the internal quantum efficiency.
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Figure 4.4: Plots of the internal quantum efficiency modelled from Equation 4.7. In (a)
the surface recombination velocity is varied and it can be seen to have a strong impact.
The device thickness is varied in (b) but it has almost no impact on the internal quantum
efficiency. In (c) the minority carrier lifetime is varied and will produce acceptable results
if kept above 100 µs. Finally, the wafer doping level is investigated in (d) and can be seen
to have no effect for normal wafers.
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proximately 90 %, 55 % and 20 % for the three surface recombination velocities
and a wavelength range of 700-1000 nm. A well passivated front side surface will
therefore be a top priority.
In Figure 4.4b the internal quantum efficiency is plotted for three values of the
p-type silicon length. This will approximately be similar to the wafer thickness thus
three typical 4” wafer thicknesses of 200 µm 350 µm and 500 µm have been chosen.
It can be seen that the wafer thickness will not have any significant impact on the
internal quantum efficiency, which will be in the order of 80-90 % for light with
wavelengths of 700-1000 nm. Moreover, the plot shows that the internal quantum
efficiency is larger for thinner wafers. This should be compared to the results from
Figure 4.2b, which showed that a certain thickness was needed. Choosing 4” wafers
with a standard thickness of 300-350 µm should be a suitable compromise.
The minority carrier life time is strongly dependent on the wafer quality and
type but also on the device processing. Pristine float zone wafers can have minority
carrier lifetimes of several milliseconds. However, when the wafers are processed τ
will begin to decrease. It is in particular thermal processes that destroys the life
time so the total thermal budget for the device process should be kept as low as
possible. From Figure 4.4c it can be seen that a lower minority carrier life time will
also result in a lower internal quantum efficiency. A life time of 100 µs will still
result in a fairly high internal quantum efficiency of approximately 80 % compared
to 90 % for a life time of 1 ms. However, if the life time is reduced again with
a factor of 10 to only 10 µs, it will have a large negative impact on the internal
quantum efficiency, which now only will be in the order of 30 %.
Finally, the internal quantum efficiency is plotted for the different wafer doping
levels, as can be seen in Figure 4.4d. Silicon wafers will typically have doping levels of
1015 cm−3 but high resistive wafers with doping levels of 1012 cm−3 are also available.
These doping levels do not have a large impact on the internal quantum efficiency,
which will be approximately 85 % and 90 %, respectively. But using highly doped
wafers will completely destroy the internal quantum efficiency due to the lowered
carrier mobility and essentially cause the internal quantum efficiency to become 0 %.
4.2.2 Semiconductor Passivation
The typical method used to lower the surface recombination velocity for silicon is
to use different kinds of thin films, e.g. thermally grown SiO2. This will ensure that
the surface recombination velocity becomes smaller than 100 cm/s.
Another approach is to ensure that the generated minority carriers will not
diffuse to the front side of the device and potentially recombine. By diffusing accep-
tor atoms into the front side of p-type silicon a p+ doping area will be created, which
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is called a front side field doping. This will cause a local bending of the conduction
and valence band, which means that an electron diffusing towards the front side will
now fell a potential barrier. The semiconductor simulation software PC1D has been
used to simulate the effects of the front side field doping. The band diagram for
a p-type piece of silicon with a doping of 1012 cm−3 and a diffused front side field
doping with a peak concentration of 1019 cm−3, can be seen in Figure 4.5a.
A potential problem with the field doping is that it will increase the Auger
recombination, which will lower the internal quantum efficiency in the p+ region.
More simulations regarding this problem have therefore been done, where diffusions
with peak doping concentrations of 1017 cm−3, 1019 cm−3 and 1021 cm−3 are com-
pared to a device with no front side field doping. In all cases the front side surface
recombination velocity is 10,000 cm/s, the minority carrier lifetime is 500 µs and
the device is 350 µm thick. It can be seen from Figure 4.5b that all of the front side
field doping levels will improve the internal quantum efficiency. However, the peak
doping concentration should be kept below 1019 cm−3 in order not to have too high
Auger recombination.
The photo detectors that are fabricated during this project will of course
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Figure 4.5: The results from the PC1D simulations. The band diagrams for a front side
field doping is shown in (a). An electron diffusing toward the front side (x = 0) will now
see a potential barrier causing it to change direction. The internal quantum efficiency is
plotted in (b) for different peak doping concentrations of the front side field. The Auger
recombination becomes too high for doping levels above 1019 cm−3.
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not be one dimensional. Both in the case of a 1D linear array and 2D square
array, as described in Chapter 3, the detectors will have a relative small width and
length compared to their thickness. This means that the unpassivated side walls
will decrease the quantum efficiency of the detectors due to surface recombination.
The light that enters the detector near its center will have a much greater chance of
creating carriers that will diffuse to the depletion region rather than diffuse to one
of the side walls. But carriers that are created in the detectors near the side walls
will have a greater chance of recombining. This means that the detectors will have
a quantum efficiency, which will change in the x and y direction across the surface
of incidence.
This effect can be seen in Figure 4.6. Here, two detectors with the same
thickness and length, but different widths, are shown. Since the volume effected by
the surface recombination velocity at the edges are the same for the two detectors,
the wide detector can be expected to exhibit a higher quantum efficiency than the
narrow detector, due to fact that the wide detector has twice the volume of the
narrow detector, but not much larger circumference. This will be a trade-off between
good detectors and flexibility, because narrow detectors will result in a more flexible
device, as described in Chapter 3. If the side walls are well passivated the detectors
should have the same high quantum efficiency.
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Figure 4.6: The effect from the unpassivated edges on the performance of two different de-
tectors. The wider detector will have a higher quantum efficiency than the narrow detector,
because it has a larger unaffected volume (dark grey) compared to the effected volume (light
grey). The edge effect can potentially be removed by passivation e.g. using Al2O3
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As will be described in Chapter 5 the side walls of the detectors can not
readily be passivated because of cross contamination limitations in the DTU Danchip
cleanroom facility and because the devices cannot be heated above 300 ◦C when they
contain polyimide. However, during the spring of 2014 an atomic layer deposition
(ALD) system became available at DTU Danchip, and this was used to test, if low
temperature (≤300 ◦C) depositions of Al2O3 were possible and would passivate the
side walls.
4.2.3 Anti-reflection Layers
The quantum efficiency can also be improved, as can be seen from Equation 4.4, by
ensuring that the light, which is incident upon the device will not be reflected by the
device surface. Complex band pass filters, which only allow for certain wavelengths
to pass, can be fabricated by multi layered structures of thin films or different organic
coatings. However, the complexity behind the fabrication of these layers does not
make it a feasible solution in this project. Instead simple layers of dielectric thin
films can be applied to the device surface and act a high or low pass filters.
The optical simulation software Concise Macleod 8 has been used to estimate
the reflectance from different thin film coatings of silicon dioxide and silicon nitride.
The idea behind the usage of both oxide and nitride is that a thermally grown oxide
will act as an excellent surface passivation layer for the photo diode [63] whereas
silicon nitride have been proven to be a good barrier material for protection of the
silicon from moisture and ions introduced by the environment [64]. The simulation
results, using light incident normal to the surface, can be seen in Figure 4.7 where
the reflectance is plotted as function of wavelength of the light.
The results from simulations of different thicknesses of the layers in the
SiO2/Si3N4 stack show that a stack of approximately 50 nm SiO2 and 50 nm Si3N4
will lower the surface reflectance significantly compared to an un-coated silicon sur-
face. The reflectance for an un-coated silicon wafer can be seen to be between
35-45 % for light with a wavelength between 400-1000 nm. The SiO2/Si3N4 stack
can be seen to lower the reflectance for the red and near infrared light and at the
same time increase the reflectance for the blue and green light. The stack will there-
fore act as a high pass filter with respect to the wavelength of the light. It can also
be seen that small changes in the thickness of the dielectric layers will change the
filtering properties. It is therefore important that the film thicknesses are uniform
across the entire surface of the wafer so each device will exhibit the same reflectance.
Concise models the light as incident from a medium with a refractive index
of 1 for all wavelengths. This will not be the case for our design as the dielectric
layers will be covered with a 150 µm thick layer of PDMS with a refractive index of
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approximately 1.40-1.42 for light with a wavelength between 400-1000 nm. More-
over, the PDMS layer will cause absorption of the light. The true behaviour of the
device reflectance have therefore been measured and is presented in Figure 6.2. It
shows that the reflectance is still at a minimum for 700-1000 nm light, but now at
a higher level of approximately 10 %. An advantage of the PDMS layer is that it
has almost the same refractive index as the skin, and it will therefore minimise the
Fresnel reflection at the device interface, when the devices are in skin contact.
4.2.4 Black Silicon Nanostructures
Low anti-reflection can also be achieved by other means than adding filters to the
surface. Fabricating nanostructured surfaces can have a large effect on the surface
reflectance. Black silicon is a general term for a number of nanostructured surfaces,
which causes the silicon to appear black. These structures have been investigated
during the past few decades and they were originally discovered as an unwanted
effect of dry etching [65]. They can be fabricated using both dry and wet etching
techniques and their true structure can be anything from holes, pyramids to tall nee-
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Figure 4.7: Results from Concise Macleod 8 simulations. The reflectance is plotted as
function of the wavelength of the light. A pristine silicon surface with no coating can be
seen to have a reflectance between 35-45 %. By applying the SiO2/Si3N4 stack to the silicon
the reflectance can be lowered to below 10 % for the wavelength of interest, i.e. 700-1000
nm. At the same time the reflectance of blue and green light is increased, thereby creating
a high pass filter with respect to the wavelength of the light.
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dle like structures. Their common quality is a randomised topology. Black silicon
nano structures have been used in many different applications i.e. hydrophilic sur-
faces, Surface enhanced Raman spectroscopy (SERS) substrates and anti-reflection
surfaces for solar cells.
The effectiveness of black silicon, as an anti-reflection surface, is because the
structures form a continuous change in the refractive index, which lowers the Fresnel
reflection. Furthermore, the randomised topology ensures that black silicon surfaces
are much less dependent on the angle of incidence [66]. This would potentially be
very useful for detectors used in tissue oximetry, since the diffuse reflected light will
have scattered through so much tissue that it will be scattered completely isotropic,
as described in Section 2.3, and therefore enter the surface of the detectors with
many different angles of incidence. The reflectance of the dielectric filters shown
in Figure 4.7 will change as a function of the angle of incidence and in general
the reflectance will increase. Polymer filters used on commercial infrared detectors
function extremely well as cut-off filters for visible light but they also suffer from
being strongly dependent on the angle of incidence.
Different types of black silicon have successfully been fabricated at DTU Nan-
otech using dry etching techniques [67, 68]. Scanning electron microscope (SEM)
images can be seen in Figure 4.8, where two different types of black silicon are fabri-
cated using either reactive ion etching (RIE) or inductive coupled plasma (ICP) deep
reactive ion etching. In this project we will investigate the possibility to include the
dry etching process of black silicon nanostructures into the fabrication process of the
tissue oximetry devices. The effectiveness of the black silicon as surface treatment,
for capturing diffuse reflected light, will also be tested.
(a) Black silicon etched usign RIE [67] (b) Black silicon etched using ICP [68]
Figure 4.8: SEM images of two different types of black silicon both fabricated by dry etching
using O2 and SF6 as gases. The pyramid like nanostructures shown in (a) are etched using
low power RIE and are a few hundred nanometres in size. The nanostructures shown in
(b) are etched by high power ICP and results in needle like structures, which are a few
micrometres tall.
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4.3 Summary
The concept of a back side diode and its use as a photo detector was explained. It is
essential to design the diodes with a minimal reverse bias current and a maximum
quantum efficiency. Calculations using a one dimensional analytical model showed
that the internal quantum efficiency can be improved by using a low doped p-
type substrate with a doping level of 1012 cm−3, reducing the surface recombination
velocity to approximately 100 cm/s on the surface of incidence and having a long
minority carrier lifetime above 100 µs.
The detectors can be further optimised by adding a front side field doping to
the surface of light incidence using an anti-reflection coating of 50 nm SiO2 and 50 nm
Si3N4 or black silicon nanostructures. The etched out side walls of the detectors can
be passivated by ALD coating of aluminium oxide.
Chapter 5
Device Design and Fabrication
The previous chapters have presented the analysis of tissue oximetry, how flexible
silicon devices can be realised and how high quality infrared detectors should be
fabricated. As mentioned in the introduction several different devices have been
fabricated and tested during this project. The fabrication process described in this
chapter is the final result of many fabricated batches of devices and lengthy process
optimisation. Although the devices appear different, due to their 1D or 2D layout,
they can be fabricated using the same process sequence. The process development
and optimisation, which have resulted in this final process sequence, are presented
in chapter 6. This chapter gives an outline of the general device design as well as a
presentation of the final optimised process flow for fabrication of the devices.
5.1 Device Designs
The devices that have been fabricated are designed as a combination of the flexible
silicon device platforms described in Chapter 3 and the back side pn-junction photo
diodes described in Chapter 4. A cross sectional drawing of a device is shown in
Figure 5.1 and a top view drawing is shown in Figure 5.2. In order to realise this
design by standard IC fabrication, four general groups of process steps will need to
be carried out and there are some important considerations linked to each group:
• High temperature processing - All the high temperature process steps,
i.e. oxide growth, Low pressure chemical vapour deposition (LPCVD), doping
diffusions and annealing will have to be carried out as the first steps due
to both contamination problems and because the introduction of metals and
polyimide to the wafers will not make high temperature processing possible.
• Deep etching - The etch out of the individual photo detectors. This step
will make the wafers fragile.
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• Polyimide and metallisation - Formation of electrical contacts to the sil-
icon and the flexible electrical interconnects, which are encapsulated in the
polyimide. Wafers containing metals and/or polyimide will be restricted from
some processes.
• PDMS casting - Casting and curing of the PDMS layer. Since this process
is performed outside of the cleanroom facilities it should be carried out in the
end of the process flow.
The devices are designed with electrical lead-outs that can fit into zero in-
sertion force (ZIF) connectors. In this way a number of devices can be tested and
characterised without the need for wire bonding.
Si N+ P+ SiO2 Si3N4
Al / Ti Au Polyimide PDMS
Figure 5.1: Schematic drawing showing the cross-sectional view of the devices. The front
side of the device is the bottom part with the PDMS contact surface and the back side of the
device is the top part with the electrical interconnects and polyimide. The devices are made
from p-type silicon and have p+ diffusions made for substrate contacts near the back side
and for front side field doping. In order to form the pn-junctions n+ diffusions are also
made on the back side. SiO2 and Si3N4 are used to form the passivation and optical filter.
A Ti/Al metallisation is used to create contacts to the p+ and n+ areas. The back side of
the device contains the Au electrical interconnects encapsulated in the polyimide. All n+
areas will have individual interconnects and all p+ areas will have a common interconnect.
The front side of the device contains a PDMS layer, which also fills up the cavities that
are etched out between the individual photo detectors.
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Figure 5.2: Computer aided design of a 1D linear array device. The device consists of an
end piece with contact pads for a ZIF connector and nine silicon areas separated by nine
flexible joints. Eight of the silicon areas contain back side pn-junction photo diodes as well
as electrical interconnects.
The different devices that have been fabricated all have the same basic internal
structure, as was shown in Figure 5.1, but they have different external designs.
Different device designs have been used in this project as well as a number of test
chips that resembles the individual detectors on the devices
• Small linear arrays - 5.3 mm × 29.0 mm devices used to test the linear
area platform and the concept of back side pn-junction diodes. By making the
devices small many could be fitted on a single 4” silicon wafer. These devices
were made with varying widths of both the silicon areas: 1 mm or 2.75 mm
and the flexible joints: 200 µm, 300 µm and 400 µm. They had two circular
holes etched through the structure so they could be anchored during tests. A
large number of batches were fabricated with this device design with a high
yield of >90 %.
• Large linear arrays - The final generation of linear array devices being 13.6
mm× 55.0 mm. They were made large enough in order to measure at distances
from 5 mm to 40 mm from the light source using eight measurement points.
The silicon detectors are 2 mm wide and the flexible joints are 500 µm. The
devices have a hole etched through the structure and contact pads so LEDs
could be bonded to the device. Two batches with this design were fabricated
but unfortunately they suffered from 0 % device yield, as will be described in
Section 6.5.3.
• 2D square arrays - Devices with 2 mm × 2 mm square silicon detectors
surrounded by 500 µm joints. They measure 12 mm × 29 mm. These devices
are still only supposed to be bend around a single curved surface, but offer a
greater density of detectors. The devices consist of 36 individual elements.
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• Test chips - A number of different test chips were fabricated using different
designs. They were used to test the back side pn-junction diodes and if the
different optimisation processes worked, i.e. the black silicon nanostructures
and Al2O3 coatings.
5.2 Fabrication
The fabrication process is described in the following sections. The entire fabrication
has been carried out at the DTU Danchip cleanroom facilities and at DTU Nanotech
workshops. In order to fabricate the devices ten major process steps are needed.
They all utilise nine different lithographic steps. A description of the lithographic
mask set can been found in Table 5.1 and the complete detailed process flow is listed
in Appendix B. A number of different materials are used to realise the design shown
in Figure 5.1 The materials used in the fabrication of the devices are:
• Silicon wafers - The silicon wafers used are prime grade double side polished
4” (100) wafers from Topsil Semiconductor Materials A/S. They are p-type
and doped with boron to a level of approximately 1012 cm−3 giving them a
resistivity of >10,000 Ωcm. The wafers have a thickness of 300 ± 5 µm. They
are fabricated using the float zone method and have a long carrier life time of
>2 ms.
• Polyimide - The polyimide used is HD-8820 from HD MicroSystems. It
is positive tone and can be developed in Tetramethylammonium hydroxide
(TMAH) solutions. The polyimide should be cured at 250-300 ◦C in order to
finalise it and will have final thicknesses in the order of 5-10 µm. When finalised
it can be elongated up to 100 % and has a Youngs modulus of approximately
2 GPa.
• Metals - The metals used on the devices are all from Kurt J. Lesker Company.
They are deposited using e-beam evaporation. They have a purity of: Al
99.999 %, Ti 99.995 % and Au 99.99 %.
• PDMS - Sylgard 184 from Dow Corning. A PDMS, which is transparent to
infrared light and with fine biocompatibility. It is mixed from a two compo-
nent solution and needs to be cured to be finalised. When finalised it can be
elongated up to 400 % and has a Youngs modulus of approximately 1 MPa.
During the fabrication some general process steps are used. This includes:
photo lithography, photo resist stripping, wafer cleaning and silicon oxide etch-
ing/stripping using buffered hydrofluoric acid (BHF). A description of these process
steps are given below.
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Mask name Polarity Description
Alignment Pos. Used to etch alignment marks into the silicon.
P+ Pos. Used to make openings in a SiO2 mask for a boron
diffusion in order to form the P+ areas.
N+ Pos. Used to make openings in a SiO2 mask for a phos-
phorous diffusion in order to form the N+ areas.
Contacts Pos. Used to mask for a dry etch process, which etches
contact openings in the dielectric layers.
Metal 1 Neg. Used to create an image reversed resist mask on the
wafers, which will then be used for lift-off metal-
lisation of Ti/Al.
Deep etch Pos. Used to mask for a dry etching of an Al layer. The
Al layer is then used as an etch mask for deep etch-
ing of the silicon.
Polyimide 1 Pos. Used to define openings in the first polyimide layer so
the electrical interconnects can make contact with
the Ti/Al metallisation.
Metal 2 Pos. Used to mask for a dry etch, which etches all the way
through silicon wafers that are then used as shadow
masks for the Au metallisation, which creates the
electrical interconnects.
Polyimide 2 Pos. Used to define openings in the second polyimide layer
so the electrical interconnects can make contact to
the out side world.
Table 5.1: A list of the nine lithographic masks used in the fabrication of the devices. The
mask layouts are obviously different for the different devices, but all the masks serve the
same purpose in the fabrication of the different devices.
• Photo lithography - A photo lithography step consists of: resist spinning,
ultra violet (UV) exposure and development. The resist used is AZ 5214E
from Clariant. The wafers are treated with hexamethyldisilazane (HMDS),
which acts as an adhesion promoter. A 1.5 µm thick layer of resist is then
spin coated onto the wafer and soft baked at 90 ◦C for 30 s. The resist is
then exposed, using 1 to 1 UV lithography with a dose of 56 mJ/cm2 (8 s of
exposure time using the KS Aligner). The pattern is developed using AZ 351B
developed, which is diluted 1:4 in deionised (DI) water, for 70 s.
• Photo resist stripping - The photo resist is stripped from the wafer using
a plasma asher. The recipe uses: 400 sccm of O2, 70 sccm of N2, 1000 W of
power and approximately 10 min.
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• RCA cleaning - Before any thermal processing the wafers are cleaned using
a so-called RCA clean. It consists of two cleaning steps with a short 30 s dip in
5 % HF after each step. Step 1 is 10 min in a 70 ◦C solution of NH4OH, H2O2
and H2O with a volume ratio of 1:1:5. Step 2 is 10 min in a 70
◦C solution of
HCl, H2O2 and H2O also having a volume ratio of 1:1:5.
• SiO2 etching/stripping - Silicon oxide layers are etched and stripped using
a buffered hydrofluoric (BHF) solution, which is a mixture of NH4F and HF in
water. The etch rates are approximately 70 nm/min for thermal grown oxides
and 150 nm/min for plasma enhanced chemical vapour deposition (PECVD)
oxides.
5.2.1 Step 1: Alignment Marks
The first step is to etch alignment marks into the back side of the pristine silicon
wafers. This ensures that all subsequent process steps can be aligned. The alignment
marks are defined using photo lithography with mask: ”Alignment”. They are then
etched into the silicon by DRIE, to a depth of approximately 10 µm, and afterwards
the resist is stripped.
5.2.2 Step 2: p+ Doping
In order to introduce the p+ doping, which will form the substrate contacts and
front side field doping, the wafers are first RCA cleaned and then approximately
200 nm SiO2 are grown using a wet thermal oxidation process at 1000
◦C. The
SiO2 is patterned using photo lithography with mask: ”P+” and BHF etching.
This opens the oxide on the back side of the wafer for the substrate contacts and
completely removes the oxide on the front side of the wafer for the front side field
doping. After a resist strip and another RCA clean approximately 375 nm of boron
doped silicon glass (BSG) is deposited on both sides of the wafers using PECVD.
The process parameters are: flow of SiH4: 17 sccm, flow of B2H6: 140 sccm, flow of
N2O: 1600 sccm, pressure: 400 mTorr, power: 380 W and time: 120 s. The boron
is then driven into the silicon by an 85 min anneal at 1000 ◦C, which results in a
peak concentration of 1020 cm−3. Finally, the BSG and SiO2 are stripped from the
wafer using BHF.
5.2.3 Step 3: n+ Doping
A similar procedure is done for the n+ doping. After an RCA cleaning approximately
500 nm of SiO2 are grown using a wet thermal oxidation process at 1000
◦C. The
5.2 Fabrication 67
SiO2 is patterned using photo lithography with mask: ”N+” and BHF etching.
However, this time the front side of the wafers is protected with a layer of resist so
only openings for the n-doping are made in the oxide on the back side of the wafer.
The resist is stripped and the wafers are RCA cleaned again. Phosphorous doping
is now introduced into the silicon using gas phase diffusion of POCl3 for 30 min at
1000 ◦C, which result in a peak concentration of 1021 cm−3. Finally, the SiO2 and
phosphorous phase layer are stripped from the wafer using BHF.
5.2.4 Step 4: Optical Filter and Contact Openings
Immediately after the oxidation in the previous process step, the wafers are loaded
into a furnace and 50 nm of oxide is grown using dry thermal oxidation at 1000 ◦C.
This process step also finalises the phosphorous drive-in. Then, 50 nm of Si3N4 is
deposited using LPCVD. Photo lithography is then performed with mask: ”Con-
tacts” in order to open contact holes to the n+ areas and p+ substrate contacts.
The resist is used as an etch mask for two reactive ion etching (RIE) processes,
which first etches through the silicon nitride and then trough the silicon oxide and
stops on the silicon. The peak doping concentrations of the boron and phosphorous
diffusions will after all the thermal processes measure 3.0 × 1019 cm−3 and 3.0 × 1020
cm−3 respectively.
5.2.5 Step 5: Metallisation
The first metallisation is realised using the lift-off technique. Here, the image reversal
properties of the AZ 5214E is utilised. This is done by using a resist thickness of 2.2
µm, which is then exposed with the mask: ”Metal 1” for 5 s, image reversal baked for
120 s at 120 ◦C and then flood exposed for 35 s. The development time is 80 s. Using
e-beam evaporation 100 nm of Ti and 300 nm of Al are then evaporated onto the
wafer and the lift-off is performed in acetone, which removes the metallisation from
all unwanted places. Finally, the metal contacts are annealed in a N2 atmosphere
for 30 min at 425 ◦C. This ensures the formation of ohmic contacts with low contact
resistance.
5.2.6 Step 6: Deep Etch
The deep etch process, which aim is to define the individual detectors, is split up in
two parts. This was done due to challenges with the process yield, if the deep etch
process was done in a single step, as will be explained in Chapter 6. The first step
is to create an Al etch mask that can survive the subsequent process steps. This is
done by depositing a 200 nm Al layer on the front side of the wafer. A resist mask is
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then made using the photo lithography mask: ”Deep etch” and used for a dry etch
of the Al. The silicon deep etch is then performed using an advanced silicon etched,
running the Bosch process, until approximately 50 µm of the 300 µm remains in the
etched grooves.
5.2.7 Step 7: First Polyimide Layer
The polyimide encapsulation is applied in two steps. The first step aims at creating
an approximately 9 µm thick layer of polyimide. This is done by first baking out
the wafer in a 120 ◦C oven for 30 min. The HD-8820 is then spin coated on the back
side of the wafer using a spin process with a 7 s spread spin at 500 rpm and a 60 s
thinning spin at 1400 rpm. The polyimide is baked for 5 min at 120 ◦C and then
exposed using mask: ”Polyimide 1” and a dose of 630 mJ/cm2 (90 s of exposure
time using the KS Aligner). The polyimide is developed by immersion into MF-322
developer from Microposit for 90 s and then rinsed in DI water for 5 min. Finally,
the polyimide is semi-cured by slowly heating the substrates to 300 ◦C in an N2
atmosphere and keeping the substrates at 300 ◦C for 5 min before cool down. This
ensures that the photo definable capabilities of the HD-8820 is destroyed without
fully curing the film.
5.2.8 Step 8: Electrical Interconnects
The second metallisation creates the electrical interconnects, which will make con-
nections to the individual detectors. They are created by e-beam evaporation
through a shadow mask. The shadow masks are fabricated by etching patterns
all the way through 525 µm thick 4” silicon wafers. First, photo lithography is
performed on the wafers using mask: ”Metal 2”. The wafers are then bonded to
carrier wafers, using CrystalbondTM 509 from Aremco, and the pattern is etched all
the way through the wafer using DRIE. After the dry etching the shadow masks are
separated from the carrier wafers and cleaned using plasma ashing.
The shadow masks can now be aligned to the device wafers using an optical
microscope and clamped with semiconductor tape. 50 nm of Ti and 400 nm of Au
are then evaporated onto the device wafers, through the shadow masks. Finally, the
shadow masks can be carefully removed.
5.2.9 Step 9: Second Polyimide Layer
The second polyimide layer is applied in almost the same manner as the first layer.
The difference being that it is spin coated using 1200 rpm and baked for 10 min.
This will result in a final film thickness of approximately 11 µm, which should place
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the electrical interconnects as close to the neutral axis as possible. The UV exposure
is done using mask: ”Polyimide 2” followed by the same development procedure as
for the first layer. Finally, the curing is done by slowly heating the wafers to 300
◦C in a N2 atmosphere and keeping the substrates at 300 ◦C for 60 min before cool
down. This process fully cures both layers of polyimide.
5.2.10 Step 10: Final etch and PDMS Casting
The final process step consists of two parts. First, the remaining silicon needs to
be etched away so that the individual detectors will be completely released and
electrically insulated from each other. Then, the PDMS needs to be cast in order
to finalise the flexibility and biocompatibility of the devices.
The device wafers are bonded to carrier wafers, using CrystalbondTM 509,
with the back side downwards. The last 50 µm of silicon is then etched away using
the Bosch process from the advanced silicon etcher. This is done carefully in small
steps, which consists of silicon etching and O2 plasma cleans. This ensures that
the wafers do not overheat and that the Bosch process does not create too much
passivation.
After the silicon etch the 200 nm Al etch mask is removed in MF-322 and
the device wafers are given a thorough clean in both DI water and O2 plasma. The
wafers can now be taken out of the cleanroom facility for PDMS spin casting. The
Sylgard 184 is prepared by mixing 10:1 mass of elastomer and curing agent. The
mixture is then left in a desiccator for 10 min in order to remove the majority of the
air bobbles. The mixture is purred on the front side of the wafers and left again in
a desiccator for 50 min. Finally, the wafer is spun at 300 rpm, for 60 s, which thins
down the PDMS layer and the PDMS is cured in an oven for four hours at 65 ◦C.
The final devices can now be either diced out using a semiconductor dicing
saw or cut out with a scalpel if the design has trails for that. As will be explained in
Chapter 6 the larger devices, including both the final generation of 1D linear arrays
and the 2D square matrix devices, exhibited very low fabrication yield when diced
out. The yield was greatly improved by cutting these devices out with a scalpel.
The devices can be released from the carrier wafer parts by melting the Crystalbond
on a hot plate and cleaning the devices in DI water.
5.3 Finished Devices
Examples of finished devices are shown in Figure 5.3. 1D linear arrays are shown in
5.3a with a full detector array shown in the two top pictures and a test array shown
in the bottom. The top picture shows the front side of the device with the individual
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detectors and flexible joints clearly visible. The middle picture shows the back side
of the device where all the electrical interconnects are located encapsulated in the
polyimide layers. The bottom picture shows a test device with a single interconnect
and contact pads set up for four wire measurements. Figure 5.3b shows 2D square
matrices devices. The top device is a test device with two electrical interconnects set
up for four wire measurements. The bottom device contains back side pn-junction
diodes and has electrical interconnects to nine of the diodes.
(a) 1D devices (b) 2D devices
Figure 5.3: Pictures showing some of the devices that have been fabricated during this
project. The left column shows examples of 1D linear array devices and the right column
shows examples of 2D square matrix devices.
5.4 Summary
A presentation of the device design was given and the different materials, lithogra-
phy masks and general fabrication processes were explained. Three different device
designs and a number of different test chips were fabricated during this project
Finally, a detailed description of the final derived process flow is presented. The
process flow consists of nine lithographic steps and ten major process steps.
Chapter 6
Process Development
The process sequence presented in the previous chapter is the end result of a lengthy
development process, which has been ongoing during this entire project. The long
development process is the result of both changing device generations and process
problems, which occurred on process steps that had previously proven to be feasible,
but seized to produce acceptable results.
This chapter presents the process development work and results, which were
achieved during the development of the flexible silicon device platforms and the
infrared detectors. The results are presented in four groups: thermal processing,
polyimide and metallisation, deep etch and PDMS and finally black silicon and
ALD coating.
6.1 Objectives and Challenges
The development challenges are linked to the two general project goals, which were
listed in the introduction and included the development of flexible silicon device
platforms and the integration of infrared detectors into these platforms. There
is only very limited knowledge available about flexible devices, polyimide and the
combination of silicon and PDMS at DTU Nanotech and DTU Danchip. All the
required details for these process steps would have to be developed. During some
previous projects the process steps for making back side pn-junction diodes have
been developed, so these can be implemented [55,60,69]. The following sections will
describe the development carried out in the three major process step groups as well
as investigation into the optimisation of the photo detectors. The four parts are:
• Thermal processing - This includes the investigation of the p+ and n+
diffusions, how to mask for these and how to make the optical filter. Great
results have already been achieved, in previous projects [55, 60], using drive-
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in from a BSG for boron doping and gas phase diffusion for phosphorous.
However, the same projects reported problems with the masking for these
diffusion steps, which will have to be investigated.
• Polyimide and metallisation - The HD-8820 polyimide has not previous
been used at DTU Danchip and it is also optimised for spray development,
which is currently not available in our cleanroom facility. Therefore, we will
investigate the general processing of the HD-8820 and ensure that we can run
it in our cleanroom facility. The metallisation steps are standard process steps
but should be compatible with the polyimide.
• Deep etching and PDMS - The deep etching processes are very well devel-
oped but a major challenge will be to combine the deep etch with the polyimide
and metallisation. The same challenge will exist for the PDMS spin casting
as its behaviour when combined with HD-8820 is unknown.
• Black silicon and Al2O3 - Black silicon nanostructures are currently being
researched at DTU nanotech as an anti-reflection surface for solar cells. It
should therefore be investigated, if these structures can also be processed on
the flexible devices and if they will thereby improve their performance. During
the spring of 2014, an ALD system became available at the DTU Danchip
cleanroom facility and this opened up the possibility of investigating if low
temperature Al2O3 films were feasible.
6.2 Projects
In parallel to this Ph.D. project a number of bachelor and master projects were
carried out within the research area of the Ph.D. project. Most of the students were
partially supervised by this author as part of the three months teaching activities
required by the Ph.D. programme. The results from these projects have contributed
to the publications presented in this thesis as well as to the solving of the different
problems related to the fabrication of the devices. The individual projects are
presented in the following.
• The master project, by J. Clausen [70] was carried out from the fall of 2010 to
the spring of 2011 and therefore predates the beginning of this Ph.D. project.
It was the first attempt at DTU Nanotech to create a flexible silicon platform,
which was biocompatible, had flexible electrical interconnects and could be
used to create a device with an array of infrared detectors. The proposed
solution was to deep etch all the way through the silicon wafers, spin cast a
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layer of PDMS and finally deposit a thin layer of Au through a shadow mask,
which would then form so called micro cracked layers of Au on the PDMS. This
design was successful in making flexible devices but also identified a number
of challenges that should be addressed.
• During the spring of 2012, a bachelor project, which investigated the properties
of using polyimide and PDMS, was conducted by M. Engholm [71]. The goal of
the project was to design, fabricate and characterise a flexible silicon platform,
which could be bent in the longitudinal direction of the device so it could be
fitted to a curved surface e.g. the head of an infant child. The project was
still centred around the proposed design where polyimide and PDMS are used
to create the flexible joints between the individual silicon areas. A different
method for doing the deep etch of the silicon was also investigated and the
devices were found to be exhibit excellent performance regarding flexibility
and could be bent to small radii of curvature, i. e. the devices could be bent
to more than 90◦ over their full lengths.
• The master project by A. Thyssen [72] was conducted between the fall of 2011
and the summer of 2012. The goal of the project was to use the developed
flexible platform, utilising polyimide and PDMS, to fabricate and characterise
an array of infrared detectors. The project showed that the proposed design
was possible and could be fabricated by a process recipe containing nine lithog-
raphy steps. The end result was a number of prototype chips, which served as
prove of concept devices.
• J. D. Thomsen made a master project from the fall of 2013 to the spring of
2014 [73]. In this project the developed flexible design was spun off into a
2D flexible design, which concerned the fabrication and testing of 2D square
matrix devices. In order to realise this new design a change to the process flow,
regarding the deep etch of the individual detectors, had to be developed. The
result was a well functioning device platform, which could be curved around
a single curved surface. However, the photo detectors did not exhibit high
quantum efficiency due to their small size and unpassivated side walls.
• Finally, a master project concerning the optimisation of photo detectors was
carried out by L. Alcala´ from the fall of 2013 to the summer of 2014 [74]. This
project worked solely with test devices that resembles the individual photo
detectors in the real devices. It identified the problem of having unpassivated
side walls and its impact on the quantum efficiency and reverse bias current.
Improvement to the devices was made by testing black silicon nanostructures
and Al2O3 coating made by ALD.
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6.3 Semiconductor Doping and High Tempera-
ture Processes
This section presents the results achieved during the development of the boron
and phosphorous doping processes. This includes investigation of diffusion masking
using wet thermal oxides or LPCVD oxides. The analysis of the optical filter is also
presented.
6.3.1 Diffusion Masking
In order to introduce the boron and phosphorous into the silicon using diffusion a
sufficiently efficient diffusion mask should be used. Thermal oxides have traditionally
been used because they exhibit very low defect densities and excellent masking
properties. However, thermal oxides will increase the thermal budget for the process
sequence and lower the carrier lifetime. In [75] an investigation of the minimum
required dry thermal oxide thickness for successful diffusion masking is given. The
required mask thickness for boron is less than for phosphorous, but the masking also
depends on the atmosphere in the furnace. For a 90 min process the minimum mask
thickness for boron should be approximately 70 nm at 1000 ◦C and for a 60 min
process, also at 1000 ◦C, it should be approximately 350 nm for phosphorous. Using
wet thermal oxides as diffusion masking we chose thicknesses of 200 nm for boron
masking and 500 nm for phosphorous masking, which take temperature ramping
and other variables into account.
It was also investigated if LPCVD silicon oxides made from a tetraethyl or-
thosilicate (TEOS) process could be used as a diffusion mask. This process runs at
only 725 ◦C, which should help minimising the reduction in carrier lifetime. How-
ever, when TEOS was used as a diffusion mask in [55] it proved insufficient for
masking of the boron diffusion. This was also the result of a silicon oxide diffusion
mask investigation presented in [76], which proved TEOS oxide as the poorest boron
diffusion mask. An approximately 1 µm thick TEOS diffusion mask was tested for
both phosphorous and boron diffusion, but the results were ambiguous. Test with
secondary ion mass spectrometry (SIMS) showed no boron or phosphorous but the
noise level of this method is around 1017 cm−3 and therefore much higher than the
test substrate background doping level of 1015 cm−3. Sheet resistance measurements
showed a decrease in sheet resistance for both boron and phosphorus when the mask
was removed and this could indicate that even 1 µm of TEOS is not sufficient for
masking of the diffusions. Therefore, we chose to use the wet thermal oxide despite
the fact that it will reduce the carrier lifetime.
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6.3.2 P+ Boron doping
At the DTU danchip cleanroom facilities we have two possible methods for doing
boron diffusion. The first method is to diffuse boron from source wafers places in
between the device wafers. Thus, this method was found to degrade the lifetime of
the wafers too much, since the boron source wafers contain unwanted impurities [69].
Furthermore, it was found to be very difficult to control the surface concentration
in the diffused areas, which would then lead to a too high doping level for the front
side field doping.
The second method is to deposit a BSG layer using PECVD deposition and
then drive-in the boron in an annealing process. This process has previously been
used and was found to work excellent. The goal was to have a single process, which
could be used to make both the front side field doping and the substrates contacts.
Though, for the front side field doping the peak surface concentration should not be
much higher than 1019 cm−3 since this would increase the Auger recombination, but
in order to create a good ohmic contact at the substrate contacts the peak surface
concentration should not be much lower than 1020 cm−3 and definitely above 1019
cm−3 when having a Ti-Si contact [77]. We would therefore aim at developing a
p-type doping process that would create p+ areas with a surface concentration of
approximately 5 × 1019 cm−3 after all the thermal processes.
Although, recipes for making the BSG existed on the PECVD1 system, from
previous projects, the system was decommissioned due to process issues and we
therefore developed a new recipe on the PECVD2 system, which is a similar system
from STS Ltd. The process was run by creating a silica glass using SiH4 and N2O
and then adding B2H6 in order to introduce boron to the silica glass. The flow
rate for the diborane was varied between 80-240 sccm and the best result was found
for a flow of 140 sccm. This resulted in a peak concentration of 1.2 × 1020 cm−3
after the drive-in and 3 × 1019 cm−3 after all the thermal processes, which is an
acceptable value. SIMS measurements showed that a lower flow would result in a
too low surface concentration while higher flow rates increased the sheet resistance
of the doped silicon, as can be seen in Table 6.1, possible due to the creation of
boron precipitates at the silicon surface [73]. In [78] precipitates were observed for
peak concentrations above 1020 cm−3.
B2H6 flow rate [sccm] 80 120 130 140 160 240
Sheet resistance [Ω/sq] 2200 27 15 13 16 19
Table 6.1: Sheet resistance measurements performed on test wafers, which had been doped
by BSG. The diborane flow rate was varied from 80-240 sccm.
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6.3.3 N+ Phosphorous Doping
Phosphorous doping has been proven to act as a getter for interstitials that is created
during the wet thermal oxidations [79]. We have therefore chosen to do the phospho-
rous doping after the boron doping since this might ensure a longer carrier lifetime.
For doping with phosphorous there are also two possibilities either a gas phase dop-
ing with POCl3 at 1000
◦C or deposition of phosphorous silica glass. Previous work
has shown that the doping with POCl3 will result in both a well functioning n-type
doping for the pn-junction and create a good ohmic contact. Since Auger recombi-
nation will not be a problem for the n+ layer near the depletion region we do not
need to keep this doping level below a certain value. SIMS measurements for 30
min pre-deposition processes run at 850 ◦C, 900 ◦C, 950 ◦C and 1000 ◦C showed
the best results for the highest temperature [72]. The peak surface concentration
after 30 min pre-deposition and 20 min anneal was found to be 1.3 × 1021 cm−3 and
3 × 1020 cm−3 after all the thermal process steps.
Since the POCl3 process contains oxygen it will create a phosphorous rich
silicon oxide layer in the n+ diffusion areas. This layer is very difficult to remove,
but 30 min in 5 % HF was found to remove it completely. However, it was observed
that the surface of the n+ areas was hydrophilic whereas the undoped silicon was
hydrophobic. After the dry thermal oxidation that creates the 50 nm oxide for the
optical filter, the surfaces were now observed to be normal. It is therefore important
that the n+ doping areas are oxidised after the pre-deposition even though the oxide
is not used, i.e. if black silicon nanostructures are fabricated instead of the optical
filter.
6.3.4 Passivation and Optical Filter
The surface passivation is fabricated as a dielectric stack of 50 nm SiO2 and 50
nm Si3N4. It serves multiple purposes as both surface passivation layer, dielectric
barrier, environmental barrier and optical filter. In order to fulfil all these objectives
the stack should be of high quality, have a low amount of defects and a low thickness
variation. The best quality for these two thin films is achieved by using dry thermal
oxidation and LPCVD stoichiometric nitride deposition. First the 50 nm SiO2 is
grown using the phosphorous drive-in Furnace with dry atmosphere at 1000 ◦C for
1 hr. The wafers are then moved to the LPCVD nitride (6”) furnace and processed
using the 4nitdan recipe for 18 min.
The quality of the thin films was investigated by optical microscope and only a
negligible amount of defects were observed, generally being as low as <1 cm−2. The
thickness uniformity was investigated on test wafers using the VASE ellipsometer.
The dry thermal oxide was measured to be approximately 49 nm ± 1 nm and the
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LPCVD nitride was measured to be 52 nm ± 2nm, when measuring on multiple
test wafers. Two wafers were mapped using 225 points in order to determine how
the thickness was varying across the wafer surface. The wafer with the silicon oxide
had an average oxide thickness of 49.06 nm with a standard deviation of 0.219 nm.
The wafer with the silicon nitride had an average nitride thickness of 52.15 nm and
a standard deviation of 0.770 nm. These thickness variation values are acceptable
when the thin films are used as optical filters. The complete thickness map, of the
silicon oxide and silicon nitride, can be seen in Figure 6.1a and 6.1b, where the
wafers are placed with the primary flat near the top of the image.
The anti-reflection properties of the thin film stack were determined using the
Filmtek 4000 reflectrometer. The results for a silicon wafer with a 49 nm SiO2 /
52 nm Si3N4 stack and a similar wafer which also have a 150 µm thick layer of
PDMS, can be seen in Figure 6.2. The results are compared to a pristine silicon
wafer as well as to the simulations from Concise Macleod 8. It can be seen that
the optical filter lowers the reflectance significantly and that the reflectance will be
below 10 % for near infrared wavelength used in this project. The PDMS layer
can be seen to increase the reflection and absorption. Transmittance measurements
performed on a slap of 150 µm thick PDMS showed a loss of approximately 5-10 %
for visible light and 3-5 % for near infrared light due to specular reflectance and
absorption. Furthermore, the reflectrometer is not designed to measure on thick
films and it might therefore add uncertainties to the measurement.
48.75
49.22
49.68
(a) Thickness of SiO2
50.88
52.39
53.90
(b) Thickness of Si3N4
Figure 6.1: Ellipsometer measurements showing thin film thicknesses in nanometre on two
4” test wafers. The wafers are placed with the flats near the top. The thickness variation
of a dry thermal SiO2 is shown in (a). The average thickness is 49.06 nm and the standard
deviation is 0.219 nm. The thickness variation of an LPCVD Si3N4 is shown in (b). The
average thickness is 52.15 nm and the standard deviation is 0.770 nm.
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Figure 6.2: Reflectance measurements of a pristine silicon surface, a wafer with the optical
filter and a finished device wafer with 150 µm PDMS, performed by a reflectrometer (full
lines) and compared to the simulations from Concise Macleod 8 (dashed lines). All mea-
surements are for light of normal incidence. The optical filter, consisting of 50 nm SiO2
and 50 nm Si3N4 can be seen to drastically lower the reflectance for 700-1000 nm light.
However, the reflectance and absorbance are increased when the PDMS layer is added.
6.4 Processing of Polyimide and Electrical Inter-
connects
The HD-8820 polyimide is a relatively new product from HD MicroSystemsTM and
only a few publications have been presented, which concern this specific prod-
uct [80–83]. A process guide is supplied with the product but it contains limited
information and only specifies the development process parameters when using spray
development [84]. We have therefore put the processing of the HD-8820 through a
detailed investigation. In general the processing with HD-8820 contains three parts:
applying a layer using spin coating, expose and developing the layer and finally
curing the layer in order to finalise its electrical and mechanical properties.
6.4.1 Spin Coating of HD-8820
The process guide states that the HD-8820 will adhere well to most semiconductors,
ceramics and metals, but special adhesion promoters can be used as alternatives.
Furthermore, the guide provides a spin curve for spinning on silicon wafers. We
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have tested how adhesion can be improved without promoters and how the layer
thickness will depend on spin speed for different surfaces.
The adhesion of HD-8820 was tested for pristine silicon wafers and silicon
wafer with thermal silicon oxide, LPCVD silicon nitride or aluminium. Three differ-
ent pre-treatments were tested and compared to wafers with no treatment: 10 min
O2 plasma cleaning of the wafers, HMDS mono layer treatment and bake out in a
120 ◦C oven for 30 min. For the pristine silicon wafers a short dip in HF, for native
oxide removal, was also tested.
For the adhesion test a 10 µm thick layer was spin coated onto the wafers.
The wafers were then baked on a hot plate for 5 min at 120 ◦C, exposed using a test
mask and dose of 600 mJ/cm2 and finally developed in MF-322 for 90 s. In all cases
the adhesion was found to be poor if no pre-treatment was performed. This could
be observed by optical microscope images, which showed that the HD-8820 layers
had partially detached from the surface. Using an HF dip on the pristine wafers
completely solved the detachment problem, making this an effective and fast pre-
treatment method for cases where the HD-8820 should be coated onto silicon. The
silicon oxide, nitride and aluminium layers showed the same behaviour to the pre-
treatment processes. The oxygen plasma was found to have no effect on improving
the adhesion, whereas both the HMDS treatment and bake out was successful at
improving the adhesion. However, the HMDS treatment caused the HD-8820 to skip
off the surface doing dispense resulting in an inhomogeneous film thickness. It was
therefore concluded that the best pre-treatment for improving the adhesion was a
30 min, 120 ◦C bake out of the wafers. Examples of HD-8820 test patterns with
poor and good adhesion, are illustrated in Figure 6.3.
(a) Poor adhesion (b) Good adhesion
Figure 6.3: Optical microscope images showing test patterns of HD-8820 on a wafer with a
silicon oxide surface. The pattern consists of 1 mm × 1 mm squares with 100 µm spacing.
In (a) the HD-8820 layer is spin coated on a wafer with no pre-treatment and as a result
the layer can be seen to detach, near the centre of the squares, after development. In (b)
the wafers have been pre-treated with a bake out and no detachment was observed.
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The spin coating tests were performed to both generate spin curves for the
HD-8820 for different steps in the process and for different wafer surfaces. The spin
speeds were generally kept between 1000 rpm and 3000 rpm. Faster speeds were
possible but resulted in film thicknesses that were too thin for our applications and
slower speed resulted in inhomogeneous films, which would crack during the curing
process.
The first test involved spinning on silicon surfaces and then measuring the film
thickness using a profilometer. The measurements were performed on films after the
spin and pre-exposure bake, after the exposure and development and finally after
the curing. The wafers were in all cases pre-treated with an HF dip and the spinning
process was done by dispensing 3 ml HD-8820 on the wafers and then performing
a two step spin process. The two steps were a spread spin using 500 rpm for 7 s
and then a thinning spin using the desired spin speed for 60 s. The spread spin
was introduced because it produced layers with better thickness homogeneity and a
smaller edge beak. For both spin steps the acceleration was 500 rpm/s. After the
spin the wafers were pre-exposure baked at a hot plate for 5 min at 120 ◦C. When
spinning a layer of HD-8820 on top of another HD-8820 layer, the post spin baking
time was increased to 10 min as this would reduce the formation of bobbles in the
top layer.
The exposure was done using a dose of 630 mJ/cm2 and the development
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Figure 6.4: Spin curves for HD-8820 on a silicon surface. The resulting average thickness
of the HD-8820 is measured after the spinning, after the development and after the curing.
It can be seen that the thickness of the HD-8820 will decrease during the processing.
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was done by immersion in MF-322 for 90 s. Finally, the curing was done in a
nitrogen atmosphere using a slow ramp to 300 ◦C and keeping the substrate at 300
◦C for 1 hour. The resulting spin curves can be seen in Figure 6.4. It can be seen
that the spin curves are almost completely straight lines in a double logarithmic
plot indicating that the HD-8820 acts as a non-volatile Newtonian liquid [85], as is
expected. Furthermore, it can be seen that the thickness of the HD-8820 decreases
during the process, but that final thicknesses in the order of 5-15 µm are achievable.
When the devices are fabricated the first layer of HD-8820 is spun onto an
LPCVD silicon nitride surface and the second layer is spun onto the first polyimide
layer. It is therefore of great importance to know how the final thicknesses of these
layer will be, as function of spin speed, in order to fabricate them with a thickness
of approximately 9 µm for the first layer and 11 µm for the second layer. These
thicknesses should place the electrical interconnects as close to the neutral axis
as possible. The spin tests were performed for spin speeds between 900 rpm and
1400 rpm and for the same spin parameters as listed in the first spin test. The
result can be seen in Figure 6.5. The spin curves does not show the same straight
lines, in the double logarithmic plot, as the previous spin test, but the tendency is
still observed. It can be seen that the thickness when spinning the polyimide on
polyimide is similar to a spin on silicon but that spinning the polyimide on LPCVD
silicon nitride results in a thinner layer. In order to achieve the best placement for
the electrical interconnects relative to the neutral axis, the first layer should be spin
coated using 1400 rpm and the second layer using 1200 rpm.
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Figure 6.5: Spin curves for HD-8820 on a silicon nitride surface and a semi-cured HD-
8820 surface. The resulting average thickness of the HD-8820 is measured by profilometer
after the complete process of spin, exposure, development and curing.
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6.4.2 HD-8820 Exposure and Development
The HD-8820 is designed for spray development, which will result in resist features
with almost vertical side walls. For our application of the HD-8820 we would like
the side walls to be sloped in order to make it easier to route the thin electrical
interconnects from the top of the thick polyimide to the substrate contacts. This can
be achieved using a simple trick where the polyimide is over-exposed, which causes
the diffraction near the mask corners to be so significant that it exposes the resist
with a high enough dose. Furthermore, we did not have access to spin developing
with MF-322, until the very end of this project, which is why we investigated how
immersion development could be used instead.
According to the process guide, the minimum exposure level for the HD-
8820 is 280 mJ/cm2 and the development should be done in two steps each using
37 s puddle time. We tested a number of different exposure doses in the range of
420-840 mJ/cm2 and immersion development times between 60-120 s. The resist
patterns were then investigated using scanning electron microscopy (SEM) optical
microscopes and a profilometer. As regard the dose no consistent effect was observed
on the side wall angle as all the doses and development time resulted in angles of
55-65◦ after development. Angles in this range would be suitable for our electrical
interconnect routing compared to the 80-90◦ side wall angle that result when using a
dose of 280 mJ/cm2, as can be seen from Figure 6.6. The development time did not
have a significant impact on the side wall angle, but times below 90 s were found to
be too low for some doses and was consequently not used. The longer times would
etch more of the unexposed HD-8820, which is undesirables, so the final chosen
(a) SEM image of low dose exposure (b) SEM image of high dose expo-
sure
Figure 6.6: Low vacuum SEM images showing the edges of the developed HD-8820 patterns.
The pattern in (a) is exposed using a dose of 280 mJ/cm2 and developed for 90 s. It has
a side wall angle of approximate 80◦ with respect to the substrate. The pattern in (b) is
exposed using a dose of 630 mJ/cm2 and developed for 90 s. It shows a much lower side
wall angle, with respect to the substrate, of approximately 60◦.
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parameters were a dose of 620 mJ/cm2 and a development time of 90 s. After
development the wafers were rinsed in DI wafer for 5 min. The side wall profile will
also change when the polyimide is cured due to shrinkage of the film. This shrinkage
would remove the sharp corners still existing between the top surface and the side
walls of the polyimide and thus creating an even better profile for routing the thin
electrical interconnects. An example of the final profile, which is ideal for routing of
electrical interconnects, can be seen in Figure 6.7.
Figure 6.7: Optical microscope image of a cleaved test sample with a finalised layer of
HD-8820. It can be seen that the shrinkage of the film, which occurs during the curing
process, has removed the sharp corner and instead created an edge, which slowly decreases
in thickness across 20-25 µm. The contact angle between the HD-8820 layer and the
substrate is approximately 55◦.
6.4.3 Curing of HD-8820
In order to finalise the polyimide it has to be cured at a temperature of 250-300 ◦C
for 1-4 hours according to the process guide. However, when multiple layers of HD-
8820 should be build on top of each other the first layers will have to be semi-cured
and the entire final stack fully cured. The semi-curing process should destroy the
photo sensitivity of the polyimide, but not cause the film to cure completely as this
would create mismatch in the interface of the layers due to shrinkage. The final
quality of the finished films also depends on how the curing is performed. According
to the process guide the films should be mechanically superior if the curing is done
at higher temperature and shorter times than films cured for longer times at lower
temperatures. Furthermore, the HD-8820 film can crack due to stress if heated or
cooled too fast, which is why temperature ramping should be investigated.
The curing process for the HD-8820 was tested using two different ovens. The
first oven was running at 250 ◦C with normal air atmosphere and did not have any
temperature ramping capabilities. The curing time was 4 hours. The second oven
(BCB curing oven) had programmable temperature ramp up to 450 ◦C and can use
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a nitrogen atmosphere. Here the curing was performed at 300 ◦C for 1 hour but
different temperature ramp cycles were tested.
If the wafers were cured in the first oven the HD-8820 films would contain a
large amount of cracks covering the entire surface but with a higher concentration
near the wafer edge. Secondly, the film would exhibit a distinct colour change from
greenish to copper, as seen from Figure 6.8b. This could indicate that the film reacts
with oxygen during the high temperature cure. When working with membranes of
the cured film it appeared to be brittle and would easily break. When curing films
in the second oven, using at temperature ramp of 20 ◦C/min the film would still
(a) Cured in N2 atmosphere (b) Cured in air
(c) Cured using fast temperature ramping (d) Cured using slow two step temperature
ramping
Figure 6.8: Investigations of the cured HD-8820 polyimide. When cured in a N2 atmo-
sphere the film does not show any colour change (a) but a colour change is observed when
curing in air (b). The amount of cracks formed in the film during the curing process can
be reduced significantly by ramping the temperature. If the ramp is fast many cracks will
form in both layers as seen in (c). Using a two step slow temperature ramp, as done in
(d), the cracks are few and small in size.
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contain a similar amount of cracks but no colour chance was observed, as seen
from Figure 6.8a. Film membranes now appeared more elastic. If the curing was
performed on a wafer with two layers of HD-8820 the cracking would be even worse
and occur in both layers. The amount of cracks was severely reduced by ramping
the temperature in two steps during heat up, as can be seen in Figure 6.8c and 6.8d.
This was observed for both single and multi layered films. The two steps in the
temperature ramp is first a fast heating step from room temperature to 150 ◦C in
30 min and the a slow heating step from 150 ◦C to 300 ◦C in 90 min.
A semi-cure process that destroys the photo sensitivity of the wafers was also
developed. At first it was investigated if this step could be performed by simply
baking the wafers on a hot plate at 120 ◦C for longer periods of time. But even at
30 min bake would only lower the photo sensitivity but not destroy it. Instead a
ramping process, which is completely similar to the curing process was investigated
but in this process the wafers where only held at 300 ◦C for 5 min and not 1 hour.
This resulted in films that were not fully cured, showed no photo sensitivity and
could not be etched by the MF-322 developed.
The ability of the HD-8820 films to withstand different process steps were also
tested. The process steps included immersion into acetone and MF-322 as well as
O2 plasma using a plasma asher, with 400 sccm O2, 70 sccm N2 and a power of 1000
W. The resulting etch rates for the process steps can be seen in Table 6.2.
Acetone MF-322 O2 Plasma
Un-cured >10,000 nm/min 740 nm/min 260 nm/min
Semi-cured 30 nm/min ∼0 nm/min 80 nm/min
Fully cured ∼0 nm/min ∼0 nm/min 60 nm/min
Table 6.2: Average etch rates in HD-8820 films that are un-cured, semi-cured at 300 ◦C
for 5 min and fully cured at 300 ◦C for 1 hour. The etch rates were tested in acetone,
MF-322 and an O2 plasma in a plasma asher.
6.4.4 Metallisation
As mentioned in Chapter 5 the metallisation is a two step process. First the sub-
strate contacts are made by a Ti/Al lift-off process and the metal contacts are
then annealed to ensure low contact resistance. This is a standard process at DTU
Nanotech and was therefore chosen for the first metallisation [86]. Furthermore,
HD-8820 was found to adhere well to aluminium if the wafers were treated with a
bake out before the spin coating.
The second metallisation should form the electrical interconnects and are
made using gold due to its high ductility. The first fabrication attempt was to
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use lift-off since this would ensure very precise alignment between the two metalli-
sations. Tests showed that it was possible to make image reversal patterns of AZ
5214E, on top of HD-8820 films, and use these patterns for lift-off of gold. The gold
was found to partially detach from the polyimide surface during the lift-off but this
could be solved by evaporating a 20 nm Ti adhesion layer. However, the lift-off
method was found to cause problems for the metallisation. First, the immersion in
acetone caused the formation of cracks in the bottom layer of the polyimide, as can
be seen in Figure 6.9a. In the most severe cases the cracks would sever the electrical
interconnects but a number of devices were found to maintain conductivity in the
interconnects despite the formation of cracks. However, electrical characterisation
of the devices showed that none of the diodes had working connections. Investiga-
tion by SEM identified the cause to be horizontal cracks in the gold that appeared
at the top corner of the HD-8820 layer, as seen in Figure 6.9b. Tests showed that
the HD-8820 would absorb acetone, during the lift-off process, causing the layers to
swell and forming the cracks in the polyimide and gold.
(a) Cracks in bottom polyimide layer (b) SEM image of cracks in the gold
(c) Electrical interconnects fabricated using
deposition through shadow mask
Figure 6.9: Images of the gold electrical interconnects. The lift-off results are shown in
(a) and (b). The process caused the formation of cracks in both the polyimide and gold.
The problem was solved by depositing the metals for the electrical interconnects through a
shadow mask, as seen in (c).
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A feasible solution was to evaporate the Ti and Au through a shadow mask.
The shadow masks were made from 525 µm thick wafers with the pattern etched all
the way through the wafer. The shadow masks were clamped to the device wafers
using semiconductor tape and could be aligned with fairly good precision of ±50 µm
in the x and y directions, as shown in Figure 6.9c.
6.4.5 Multi Layered Electrical Interconnects
A final test was performed, which investigated the possibility of fabricating multiple
layered electrical interconnects. All the devices fabricated during this project consist
of only a single metallisation encapsulated between two polyimide layers. But if 2D
square array devices were to be fabricated consisting of many functioning detectors,
the electrical interconnects would have crossed each other and thus be routed in two
metallisation layers encapsulated in three polyimide layers.
Wafers with two layers of test electrodes and three layers of 10 µm thick HD-
8820 were fabricated. First a layer of HD-8820 was spin coated on a wafer and semi-
cured. The first metallisation step was then evaporated through a shadow mask. The
second polyimide layer was spin coated, exposed, developed and semi-cured before
the final metallisation was deposited. Finally, the third HD-8820 layer was spin
coated, exposed, developed and the wafer was fully cured. The two lithography steps
had removed the HD-8820 at contact pads so the cross, 400 µm wide, metallisations
could be probed. The final result can be seen in Figure 6.10b.
The impedance of two 400 µm wide interconnects, which crosses each other
orthogonally, was measured using an Agilent 4294A impedance analyser. The fre-
(a) Two electrodes crossing each other (b) Double opening of HD-8820
Figure 6.10: The fabricated test wafers with two metallisation layers and three HD-8820
layers. An optical microscope picture of two electrical interconnects crossing each other
with a 10 µm thick layer of polyimide in between, is shown in (a). The SEM image in (b)
shows the opening of the top and middle layer of HD-8820 down to the bottom interconnect.
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quency was swept from 100 Hz to 10 MHz and the resulting impedance can be
seen in Figure 6.11. It can be seen that the impedance will be mega-ohm for lower
frequencies, which indicates that the 10 µm thick layer of HD-8820 has excellent
dielectric properties. For NIRS tissue oximetry the devices will typically run at a
few Hertz, but if the flexible device platform should be used for other application,
e.g. CMUTs, the operating frequency will be a few mega-Hertz. At this frequency
the impedance drops to kilo-ohm, which might not be adequate. This could be
solved by spinning multiple layers of HD-8820 between the crossing interconnects
thus increasing the dielectric strength of the film.
The final consideration would be how to route the electrical interconnects, so
they would all be placed near the neutral axis at the flexible joints. One possible
solution may be to only make the interconnects cross each other on the silicon areas
and then keep all interconnects in the same plane and clamped between two layers
of polyimide at the joints.
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Figure 6.11: Impedance measurement performed on two 400 µm electrical interconnects
that crosses each other orthogonally. The interconnects are separated by a 10 µm thick
layer of HD-8820. The straight decreasing line in the double logarithmic plot shows that
the interconnect crossing behaves as a capacitor as expected. The impedance will be in
mega-ohm for low frequencies and kilo-ohm for high frequencies.
6.5 Silicon Deep Etching and PDMS Casting
The deep etch process serves two purposes for the devices. It defines the individual
detectors and creates the trenches, which will become the flexible joints. It is a
very critical process step because wafers might become damaged or unrecoverable
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if something goes wrong during the etch. The final steps concerning PDMS spin
coating and device release are also critical because of the difficulties in removing
unwanted PDMS and damage inflicted upon the devices if they are diced out by a
semiconductor saw.
6.5.1 Deep Etching of Devices
Two different approaches for doing the deep etch, on the majority of the wafers,
were carried out in this project. A third method was also tested on a few wafers
but it was not found to be feasible. All deep etching in this project is performed
using the Bosch process. The reason that two different methods were used on the
majority of the wafers is due to the fact that the first implemented method suddenly
ceased to function and instead damaged the devices to an extent where they could
not be recovered. The two different methods are depicted in Figure 6.12.
The first method was conceived as the simplest idea for doing the deep etch.
In this method all the high temperature processes were first carried out and then
the back side metallisation and polyimide were applied. Finally, the deep etch was
performed by etching through the front side of the wafer, using photo resist as an
etch mask and stopping on the polyimide. During the deep etch the device wafer
was bonded to a carrier wafer using CrystalbondTM 509. This etch was performed on
DTU Danchips DRIE machine a Pegasus from SPTS. Most of the devices fabricated
during this project were etched by this method with an acceptable yield. From
time to time the etch would locally punch through the photo resist and damage the
devices by etching away the optical filter and creating holes into the device surface.
No explanation could be found as to why the process would occasionally fail, but
insufficient cooling of the back side provided by helium, might be the cause.
After using this etch method for the first half of the project the method
suddenly failed completely when fabricating a batch of devices. There were two
reasons for the failure of the etch method. Firstly, the selectivity between the photo
resist and the silicon decreased, which meant that even relatively thick layers of
photo resist were inadequate at masking the 300 µm deep etch. The resist appeared
to be over heated and turned grey as illustrated in Figure 6.13a. Secondly, it was
observed that the polyimide was damaged by heating and would appear burned and
locally detach from the wafer surface, as seen in Figure 6.13b. The exact reason
of this problem is still not known, but the characteristics indicate a problem with
insufficient cooling. The insufficient cooling can be caused by the fact that the
heating is generated on the front side of the device wafer during the etch and that
the cooling is delivered to the back side of the carrier wafer. The heat will have to
drain through the device wafer, through the polyimide stack, through the crystal
90 6. Process Development
bond and then finally through the carrier wafer. A simple cooling test with crystal
bonded dummy wafers showed that the heat conductance of the HD-8820 layer was
poor, so the problem is most likely caused by overheating of the device wafer.
In order to solve the problem the second etch method was derived. The etching
process was done by using the advanced silicon etcher from SPTS, which is available
in the DTU Danchip cleanroom. This deep etching tool is older than the Pegasus
and therefore etches slower with lower selectivity between silicon and photo resist,
however, it also generate less heat. The deep etch process was tested on a batch of
dummy wafer and the following conclusions could be made: the deep etch process
did not damage the polyimide layers as was seen on the Pegasus. It was not feasible
Figure 6.12: Schematic drawing showing the cross section of the devices during the pro-
cessing with the two different etch methods. The initial method is shown as the three
drawings to the left and the new method is shown as the four drawings to the right. In
both cases all the high temperature process steps are performed as the first steps. In the
initial method this was followed by the creation of the metallisation and polyimide on the
back side and then followed by deep etch through the front side. In the new method the
deep etch was partially performed until an approximately 50 µm membrane of silicon was
left. The metallisation and polyimide were then created and finally the remaining silicon
membranes were etched away in the trenches. The deep etch masking for the first etch
method was done using photo resist and for the second process aluminium was used.
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to use photo resist for the deep etch process due to the low selectivity. If polyimide
layers were present on the back side of the wafer it would cause the deep etch Bosch
process to over passivate so the process would only etch approximately 100-150 µm
into the silicon. This problem was again most likely due to overheating of the device
wafer. Finally, if no polyimide layers were available on the back side of the device
wafer the deep etch process worked without any problems.
With these observations in mind we developed the deep etch method shown
in Figure 6.12 using a 200 nm thick aluminium layer as etch mask instead of photo
resist. The deep etch process was then spilt up in two parts: first etching until
approximately 50 µm of silicon were left, then building up the back side layers and
finally etching the remaining 50 µm of silicon. The deep etch process could etch
away the 50 µm of silicon without having problems with over passivation. Another
advantage of using aluminium as etch mask is that this mask would survive the
numerous process steps that are located in between the two deep etch steps. The MF-
322 polyimide developer would etch the aluminium, but only with approximately
25-30 nm during the 90 s development steps.
As mentioned a third method for doing the deep etch was tried. It was only
tested while the deep etch process on the DRIE Pegasus was still working. The idea
behind this method was to create a spring like structure in the polyimide at the
flexible joints. Hopefully, this could potentially increase the flexibility of the devices
in a similar manner to conductors formed on pre-stretched elastomer substrates [87].
The process was performed by first creating and then semi-curing the bottom layer
of HD-8820. The deep etch was then performed and the metallisation and top layer
(a) Damaged photo resist (b) Damaged polyimide
Figure 6.13: Images of a device wafer that has been damaged during the deep etch. The
front side of the wafer is shown in (a). Only a very thin layer of resist is left on the wafer
after etching 50 µm into the silicon. The back side of the wafer can be seen in (b). It has
a 20 µm thick ”dummy” layer og HD-8820. The layer can be seen to be burned due to its
colour change and at some parts of the wafer it has detached from the surface.
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of HD-8820 was created before the final curing. The process succeeded in creating
bulging in the gold interconnects and polyimide at the flexible joints, as can be seen
from Figure 6.14a. However, the process would occasionally fail due to cracks on the
metallisation and the polyimide membranes that were created after the deep etch,
would not always survive the subsequent process steps, as seen in Figure 6.14b. But
testing of the devices showed an improvement when the test devices where stretched
longitudinally as will be presented in Section 7.1.
6.5.2 PDMS Spin Casting
PDMS spin casting is a relative standard process at DTU Nanotech. It is performed
out side of the cleanroom and consists of mixing the PDMS, removing air bobbles
from the PDMS in a desiccator, thinning down the PDMS by spinning and finally
curing the PDMS. Before the work carried out with the PDMS, the wafers were
given a short O2 clean in a plasma asher, since this would remove the remaining
passivation from the deep etch process and improve the adhesion of the PDMS to
the silicon. During the spin coating the device wafer is still bonded to the carrier
wafer used during the deep etch. This ensures that the back side of the device wafer
is not contaminated with PDMS.
Two different types of PDMS were tested: Sylgard 184 and MDX4-4210 both
from Dow Corning. The PDMS was mixed according to its standard amounts from
the data sheets. The mixture was left in the desiccator for 1 hour and then thinned
down by spinning. A microscopic analysis showed that 30 min or 45 min in the
(a) Bulging polyimide membrane (b) Cracks in polyimide membrane
Figure 6.14: Optical microscope images of the polyimide membranes from the third etch
method. In (a) a finished electrical interconnect is shown crossing the trench where the
silicon has been etched away. It can be seen that the polyimide will bulge at the areas where
the silicon has been removed. Problems occurring during this process were amongst other
cracks in the bottom polyimide layer as shown by the back lit image in (b).
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desiccator were not enough to remove all air bobbles although the PDMS appeared
fine by the naked eye. The curing was performed at 65 ◦C for 2 hours. A curing
time of 1 hour should be enough at 65 ◦C, but it was observed that the PDMS
would not always be cured near the polyimide interface, but this was solved by
simply extending the curing time to 2 hours. The optimal PDMS thickness was
approximately 150 µm. The resulting thickness, as function of spin speed, can be
seen in Figure 6.15.
When the Sylgaard 184 was thinned down it was observed that the thinning
process would not always result in a layer with a homogeneous thickness. The
problem occurred at the flexible joints where the PDMS would be thinner. The
problem was a function of both spin speed, as it occurred less frequently for lower
speeds, and the width of the flexible joints, as wider joints made the problem more
likely to occur. Examples of homogeneous and inhomogeneous thicknesses can be
seen in Figure 6.16. If the spinning speed was kept low, i.e. at 500 rpm, the resulting
film had a homogeneous thickness for trench widths up to 500 µm.
6.5.3 Device Releasing
All the devices were designed with the purpose of being diced out using a semicon-
ductor saw. The 1D devices were still framed to the silicon wafer after the deep etch
and were not released until diced out. The 2D devices are, however, fully released
from the silicon wafer after the deep etch, so only the PDMS and polyimide are
fixating them to the wafer. It is therefore essential that they are still bonded to
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Figure 6.15: Spin curves of Sylgard 184 and MDX4-4210, showing the average thickness.
It can be seen that in order to achieve a thickness of approximately 150 µm the Sylgard
should be spin coated with 500 rpm and the MDX4-4210 with 2000 rpm.
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the carrier wafers in order to avoid any out of plane displacement of the individual
detectors, which could potentially damage the electrical interconnects.
All the ”smaller” 1D devices, see Section 5.1, were diced out using the saw
with a resulting high yield. The best method for dicing the devices was to cut all
the way through the device wafer and half way into the carrier wafer. The devices
could then be broken out while still being attached to the carrier wafer. The devices
were then separated from the carrier pieces in warm DI water.
However, when the 2D devices were diced out using the same method it re-
sulted in a low device yield due to damaged electrical interconnects. The devices
were still firmly attached to the carrier pieces after the dicing so the cause of damage
is most likely due to mechanical vibrations. This problem could be solved by using
a scalpel to instead cut the devices out manually.
The same problem occurred for the final generation of ”larger” 1D devices.
These devices could unfortunately only be released by dicing since they were still
attached to the wafer after the deep etch. For all the tested devices the electrical
interconnects were only intact for a few but not all of the individual detectors,
meaning a device yield of 0 %. The cause of the failure was traced by measuring
if the electrical interconnects would maintain their conducting ability during the
final process steps. It showed that the damage to the interconnects only occurred
during the dicing process. Unfortunately, the final batch of devices was not ready
until the end of this project so there was not enough time to test possible solutions.
It is also not known why the ”smaller” 1D devices could be diced out without any
(a) Cleaved test sample showing a homoge-
neous layer of PDMS
(b) Cleaved test sample showing an inhomo-
geneous layer of PDMS
Figure 6.16: Optical microscope images showing the profile of cleaved devices with a flexible
joint width of 400 µm. In (a) The Sylgard 184 is spin coated using 500 rpm and it is seen
that this will result in a homogeneous layer of PDMS on the front side of the device. In
(b) the spin speed is increased 750 rpm and as a result the thickness of the PDMS layer
become inhomogeneous at the flexible joint.
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problems while the ”larger” 1D devices would fail. The only design difference of the
two devices are their widths and therefore the lengths of the etched trenches that
forms the flexible joints.
One possible solution could be to either add a frame around the devices when
the deep etch is performed, so the devices can be cut out by scalpel. However, this
might make the wafer too fragile if too many devices should be fabricated on each
wafer. Alternatively, the thickness of the polyimide layers could be increased. As
was shown with the investigation of the multi layered electrical interconnects the
HD-8820 layers can easily be build on top of each other, so instead of using two
10 µm thick layers for encapsulation, several of such layers could be applied.
6.6 Black Silicon and Al2O3 Coating
As mentioned in Chapter 4 it was investigated if the performance of the infrared de-
tectors could be improved by using black silicon nanostructures as an anti-reflection
surface, which would lower the reflectance for light of all angles of incidence. More-
over, depositing aluminium oxide as surface passivation layer could potentially re-
duce the reverse bias current and also improve the quantum efficiency. Both of these
processes were tested on batches consisting of test chips.
Regarding the black silicon we tested two different fabrication methods, which
resulted in two different types of nanostructures. Both fabrication methods were
dry etching processes and developed by R. S. Davidsen as part of his Ph.D. project
concerning the optimisation of solar cells [88]. The first method used a RIE machine
with low power and the second method used an ICP DRIE machine with high power.
Both processes used O2 and SF6 as gasses. The RIE etch was performed for 10 min
and etched approximately 1.1 µm into the silicon surface. The result was pyramid
shaped nanostructures with a height of 100-300 nm. The second process ran for
16 min and etched 3.8 µm into the surface. The result was here needle like structures
with a height of approximately 1.5 µm. SEM images of the two types of black silicon
nanostructures can be seen in Figure 6.17a and 6.17b. Both types of structures have
a random topology.
The Aluminium oxide layers, tested in this project, were deposited using a
Picosun R200 ALD. The layers will normally be deposited at temperatures above
300 ◦C, but we wanted to test if layers of sufficient quality could be deposited at
lower temperatures, due to the fact that the HD-8820 layers would be present on
the device wafer during this process step. Low temperature deposition has been
proven to function [89]. In order to achive very low surface recombination velocities
the aluminium oxide will have to be annealed after deposition at temperatures of
around 400 ◦C [90]. This is again not possible due to the polyimide present on the
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wafer so we will test how well the un-annealed layers work.
Layers were deposited using a 250 ◦C process and 294 cycles, which produced
a thickness of approximately 30 nm. The deposition was tested in etched trenches
and the result can be seen in Figure 6.17c. The ALD process can be seen to have
deposited a layer of aluminium oxide on the side walls and it is therefore a feasible
method for adding surface passivation to the etched out detectors. The black silicon
nanostructures were also investigated using SEM after the deposition, and it was
observed that the roughness of the RIE etched nanostructures would be reduced by
the 30 nm thick layer of Al2O3. This could potentially nullify the anti-reflection
effect of the nanostructures but then thinner layers of aluminium oxide could be
deposited.
(a) Black silicon nanotructures fabri-
cated by RIE
(b) Black silicon nanotructures fabri-
cated by ICP DRIE
(c) Al2O3 layer deposited using ALD
Figure 6.17: SEM images of the two different types of black silicon nanostructures and a
cleaved test sample with 30 nm Al2O3 deposited by ALD. The structures shown in (a) are
made by RIE. They resembles pyramids and have a height of 100-300 nm. The structures
shown in (b) resembles needles and have a height of approximately 1.5 µm. They are
fabricated using ICP DRIE. Both types of structures have a random topology. A SEM
image, of a cleaved test sample, showing the aluminium oxide layer that has been deposited
on the side wall of the etched trenched can be seen in (c).
6.7 Summary 97
6.7 Summary
This chapter presented an overview of the process development that has been carried
out in order to optimise the fabrication process flow. The development process has
been split into four major parts. The first part considered the thermal processes
in which a diffusion from BSG was used for p-type doping with boron to a final
peak concentration of 5 × 1019 cm−3 and POCl3 was used for an n-type doping with
phosphorous to a final peak concentration of 3 × 1020 cm−3. Both doping processes
were masked by wet thermal oxide. It was also investigated that the optical filter
could be made with sufficient uniformity across the entire wafer.
The process investigation regarding the HD-8820 polyimide identified methods
for improving adhesion and minimising the formation of cracks during the curing
process. An exposure and development method for creating low angle side walls
was also developed. Multi layers of HD-8820 and metallisation can successfully be
fabricated.
The deep etching of the individual detectors was found to be difficult but a
secondary process flow solved the problem, albeit at the expense of a more compli-
cated fabrication process. The devices could be finalised with a problem less spin
casting of PDMS but the device release process was found to be problematic for
the final generation of 1D linear array devices and the 2D square matrix devices.
Finally, the processing of black silicon nanostructures and ALD coated aluminium
oxide were investigated as improvements for the photo detectors.

Chapter 7
Test and Characterisation of
Devices
The quality of the different device types will have to be investigated in order to
determine, if the device designs are feasible solutions. The devices have been tested
and analysed mechanically and electrically and these results and discussions of the
results are presented in this chapter.
The 1D linear array and the 2D square matrix device platforms have been
tested mechanically using both qualitative and quantitative methods. The qualita-
tive test showed the behaviour of the devices when being handled and the quanti-
tative test defined the limits of the mechanical performance of the devices.
The electrical analysis of the devices is composed of I-V measurements and
quantum efficiency measurements. The I-V measurements will then determine if
the etched out devices can perform acceptably and if the ALD coatings will improve
this performance. The measurements of the quantum efficiency can determine if
the detectors are of high enough quality and if the ALD coating and black silicon
nanostructures offer improvement.
7.1 Mechanical tests of the Flexible Device Plat-
forms
Both the 1D linear array and the 2D square matrix device platforms were tested in
order to evaluate their performance. Firstly, this was done qualitatively by simply
observing if the devices could be handled in a manner that would be expected
of them. It was observed that the devices could be handled with the fingers, be
bent around the forearm, be bent around the index finger, be stretched slightly by
being pulled between the fingers and being bent for days without any indication of
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damage to the device or electrical interconnects. However it was also observed that
the devices could not withstand vertical displacement between the joints, as this
would sever the electrical interconnects. Another qualitative observation was that
devices with narrow silicon areas and wide flexible joints, i.e. a small A/B value
as defined in Chapter 3, would feel much more flexible and would easier confine
to curved surfaces compared to devices with relatively large silicon area widths or
large A/B values. The 2D square matrix devices were observed to confine better
to most surfaces. This is most likely due to the fact that they can be bend in the
longitudinal direction while still being bent slightly in the transverse direction.
If the devices were deliberately destroyed by pulling them apart it was ob-
served that the electrical interconnects would be severed first and then the polyimide
would break before the PDMS would detach from the silicon as would be expected.
Measurements that showed the behaviour of the electrical interconnects when the
devices were bent, stretched and twisted were performed in order to give a more
precise definition of the device limitations.
7.1.1 Bending Tests
The bending tests were performed by bending the devices, in the longitudinal di-
rection, across discs with a varying radius of curvature, as shown in Figure C.1, in
Appendix C. At the same time the resistance of the electrical interconnects was
measured using a four-wire measurement method and a Keithley 2700 multimeter.
The devices were kept at constant room temperature and the resistance was aver-
aged over 60 s and 300 samples. The results for the 1D linear arrays are presented
in Figure 7.1, which shows the relative change in resistance as function of curvature.
The curvature is given as the reciprocal value of the radius of curvature. The devices
used for this test all had silicon areas that were 1 mm wide, i.e. A = 1 mm and
flexible joints, i.e. B values, which were 100 µm, 200 µm or 400 µm wide. The initial
resistance was, on average, measured to be: 26.61 Ω, 26.26 Ω and 27.32 Ω for the
test sensors with the 100 µm, 200 µm and 400 µm wide joints, respectively. These
resistances correspond to an average sheet resistance of 65 mΩ/sq for the electrical
interconnects, which is close to the theoretical value of 61 mΩ/sq. It can be seen
that the relative change in resistance is almost negligible for all three designs even
for relative large curvatures. One design criteria was that the devices should be
able to be bent to 90◦ over their full length. Bending the entire flexible area of the
linear array to 90◦ corresponds to a curvature of approximately 107 m−1, which can
be seen to have no effect on the electrical interconnects. Furthermore, it can be
seen that maximum curvature corresponds to almost a bending of 180◦ over the full
length of the devices, and even at this level the electrical interconnects still function
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as expected.
Similar tests were performed on the 2D square matrix devices. The relative
change in resistance was in the same order as for the 1D devices, i.e. approximately
0.2 % for a curvature of 100 m−1.
The durability of the devices, when being bent, were also tested. This was
done using an automated setup build from LEGOr mindstorms. The devices were
fixed in one end and a lever was used to push the opposite end so the device would
bent to 90◦ over its full length, as shown in Figure C.2. The lever then moved back
thus relaxing the device. This process was repeated in cycles of approximately 4 s
using 2 s to bend the device and 2 s to relax the device. An example of a resistance
measurement is shown in Figure 7.2a. After 10,000 cycles no change in resistance
and no wear were observed in the electrical interconnects when examined by optical
microscopy. This test was also performed on the 2D square matrix devices and
the result was the same with no change in resistance observed after 24,000 bending
cycles.
The 2D devices were also bent by transverse twisting. The devices contained
both an outer and an inner electrical interconnect for testing, as was shown in Fig-
ure 5.3b. The non-flexible end of the chip, with the connection pads, was fixed at
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Figure 7.1: Plot of the relative change in resistance as function of curvature. The figure
shows the average measurement from three different device designs all using 1 mm wide
silicon areas and 100 µm, 200 µm or 400 µm wide flexible joints. In all cases the relative
change in resistance is negligible and the devices can be bend to more than 90◦ over their
full length.
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a stationary position while the other end was fixed at a twisting arm. The twisting
arm was set to move up and down by ±20◦ while the resistance in the two electrical
interconnects was measured. Each twist cycle lasted approximately 1 s. The outer
electrical interconnects were seen to break immediately. The inner electrical inter-
connects would not break immediately but instead the resistance was seen to slowly
increase due to wear. After approximately 4.5 hours the inner interconnects would
also break, as can be seen in Figure 7.2b.
7.1.2 Stretching Tests
The devices are not designed to withstand stretching. This would change the pitch
between the detectors and result in inaccurate spatially measurements. However,
they should still be able to withstand being handled, which could potentially mean
that they are stretched longitudinally. As mentioned the qualitative test showed that
the electrical interconnects did not break when the device was handled carefully but
also that the interconnects could be broken by simply stretching the devices using
the fingers.
The amount of strain that the devices could withstand was measured by an-
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(b) Twisting test of 2D device over time
Figure 7.2: Resistance measurements over time when the devices are bend or twisted. The
bending test is shown in (a) where no change in resistance was seen after 10,000 bends.
The graph shows how the resistance of the interconnect increases when the device is bend
and returns to the initial value when the device is released. The result from a twisting
test is shown in (b). The outer interconnect, which is subjected to the largest amplitude
of the twist, broke immediately. The resistance of the inner interconnect is seen to slowly
increase until the interconnect finally fails after 4.5 hours.
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choring the devices to a holder, which could be displaced using a micrometer screw.
The devices were then placed in their neutral position and then stretched by 10 µm
steps while measuring the resistance of the electrical interconnects. The measure-
ment setup can be seen in Figure C.4 in Appendix C.
The measurements were performed on both 1D array and 2D matrix devices
but also the 1D devices fabricated using the special technique, which resulted in
bulging polyimide and interconnects across the flexible joints, as shown in Section
6.5.1. For both the 1D and 2D devices the resistance was seen to increase immedi-
ately after the strain was applied. The devices could typically withstand a strain
of up to approximately 3 %, in their flexible joints before the interconnects would
break. A measurement example is presented in Figure 7.3, which shows a relative
increase in resistance of 0.75 % before the electrical interconnect breaks. A mea-
surement of a similar straining of two devices fabricated using the alternative deep
etch method, with resulting bulging, is presented in Figure 7.4. It can be seen that
the relative change in resistance only increases slowly as a function of strain up to
approximately 5.5 % strain for a device with 200 µm wide joints and 6 % strain
for a device with 400 µm wide joints. After this point the resistance will increase
abruptly and finally the interconnects will break.
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Figure 7.3: Relative change in resistance measured as function of strain in the flexible
joints when the device is stretched longitudinally. The resistance change can be seen to be
linear as a function of straining. Above 3 % strain the electrical interconnects will break
with a maximum relative change in resistance of approximetely 0.75 %.
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Figure 7.4: Relative change in resistance measured as function of strain in the flexible
joints when the devices, with bulging interconnects across the flexible joints, are stretched
longitudinally. The measurements are performed on devices with both 200 µm and 400
µm wide joints. The resistance only increases slowly until a strain of approximately 5 %
where the resistance increases abruptly and finally the interconnects breaks.
7.1.3 Discussion
When analysing the results from the bending tests it is evident that the platform
for this sensor is both durable and capable of introducing flexibility to the array
or matrix of silicon detectors. Although, a variation of approximately 0.5 % in the
measured electrical interconnect resistance from sensor to sensor occurs, the relative
change in resistance is seen to be negligible when the sensor arrays are bend up to
90◦. This bending ability is, however, still outperformed by other presented devices
i.e. [91]. If the idea with the neutral axis design worked perfectly there should
be no change in resistance when the devices are bend. But these measurements
indicate that the concept does not truly apply. This could be both due to the fact
that the interconnects are not placed exactly at the neutral axis or because the
composite beam model, used in Chapter 3, is too simple. Since the sensor platforms
can be bend thousands of times, without indications of fatigue in the electrical
interconnects, they show adequate durability for clinical use.
The stretching test showed that the sensor array can be stretched to an amount
which correlates to a strain of approximately 3 % in the flexible joints while having
only a small resistance increase in the electrical interconnects. The strain, which
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causes fracture in the bulging electrical interconnects is in the order of 6 %. It
has been reported in [54] that free standing metal thin films will fracture at a
strain of typically 1 %, so placing the metallisation in a sandwich structure of poly-
imide ensures increased durability to longitudinal strain for the sensor array. The
higher strain for the bulging devices indicates that the bulging interconnects are
first straightened out and then strained. It could be an advantage to have twice as
large fracture strain for the electrical interconnects but as mentioned in Chapter 6
the fabrication process is no longer possible and when it worked it did show some
problems that lowered the yield. The 6 % fracture stain is not as high as for elec-
trical interconnects fabricated directly for the purpose of being stretchable. In [92]
fracture strain of up to 32 % is reported, when fabricating micro-cracked gold thin
film on PDMS substrates. However, it is also reported that delamination between
gold and PDMS substrate is a problem. This is not a problem that is observed for
our design where the gold is completely encapsulated.
The relation between the relative change in resistance and the strain is called
the gauge factor G and is given by:
G =
∆R
R
=
∆R
R
L
∆L
(7.1)
where R and L are the initial resistance and length respectively and ∆R and ∆L
are the change in resistance and length respective. Linear fitting to the stretching
measurements, like the one shown in Figure 7.3 can be used to find the gauge factor
however since part of the interconnects are located on the silicon and will not be
strained the initial length should be the entire lengths of the interconnect. This
results in gauge factors between 1.2-1.5. The gauge factor for thin gold films were
determined in [93] to be approximately 2. The lower gauge factor that we are
observing could indicate that even the interconnects fabricated using the normal
methods do have some spring effect.
Besides being bendable and somewhat stretchable the advantage of the flex-
ible platforms is a relatively simple fabrication process, which results in electrical
interconnects with low resistivity. The sheet resistance of the 400 nm thick gold
interconnects was measured to be 65 mΩ/sq. This sheet resistance is much lower
than the reported values for other flexible gold conductors e.g. 1 Ω/sq in [92]. Here,
the larger sheet resistance is a consequence of the very thin layers of gold, which is
needed to form micro cracked metal films. If our electrical interconnects are com-
pared to other approaches of making flexible conductors the same picture is seen.
In [94] silver particles are introduced into PDMS to form flexible and stretchable
conductors. This results in a resistivity of 3.33 × 10−5 Ωm, which corresponds to
a sheet resistance of approximately 80 Ω/sq, for a conductor which has the same
thickness as the gold interconnects used in our project.
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7.2 I-V Measurements
The I-V measurements have been performed using an HP 4145B semiconductor
parameter analyser. All measurements were performed in complete darkness and
shielded by a metal cage. Many types of devices were tested and also at different
steps in the fabrication process, including diodes still on the wafer. The majority of
the devices were fabricated with detectors that had unpassivated side walls but the
effect of Al2O3 coatings were tested in the last part of the project.
7.2.1 Unpassivated Detectors
The pn-junction diodes will operate in reverse bias when used as detectors. However,
the diodes can still show some interesting properties concerning their performance
when operated in forward mode. Figure 7.5 shows the average I-V measurements
performed on the eight detectors in a 1D linear array device with at detector size
of 9.5 mm × 3.0 mm. The measurements are performed at different stages in
the fabrication: firstly, when the device is still on the wafer and no deep etching
has been performed. Then after the deep etching process, which now generate
unpassivated side walls and finally after the device has been diced out and the
measurement is performed through the electrical interconnects. The detectors are
compared to an Osram BP-104-FAS pin-diode [95]. In the forward direction the
diodes behave similarly except for the final flexible devices, which exhibit a larger
series resistance due to the resistance in the electrical interconnects and the contact
resistance between the substrate metallisation of the interconnects. In reverse bias
the effect of etching out the devices can clearly be seen as it increases the reverse bias
current. The photo detectors are clearly outperformed by the commercial Osram
pin-diode in reverse bias.
A more detailed investigation of the forward bias behaviour is presented in
Figure 7.6. It is evident that the detectors do not follow the behaviour of an ideal
diode described by Equation 4.2, where the ideality factor n = 1:
I = IS
[
exp
(
qV
nkT
)
− 1
]
(7.2)
Instead the fit to the measurement is made using a high injection diode equation [96]:
I = IS
exp
(
qV
nkT
)− 1
1
2
+ 1
2
√
1 + kh
(
exp
(
qV
nkT
)− 1) (7.3)
where kh is the high injection parameter. The fitted values are: IS = 3.75 × 10−10 A,
n = 1.088 and kh = 6.90 × 10−5. The series resistance of the device can also be ex-
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(a) I-V measurements of current
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(b) I-V measurements of current density
Figure 7.5: I-V measurements performed on an array of eight 9.5 mm × 3.0 mm photo
detectors. The measurements are performed at different points in the fabrication process:
on the wafer, etched out, full flexible device and finally compared to a commercial available
infrared detector. The measurements are performed from -1 V to 1 V and the resulting
current is plotted in (a) while the current density is plotted in (b).
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Figure 7.6: I-V measurement performed on a 9.5 × 3.0 mm pn-diode from 0-0.8 V. Equa-
tion 7.3 has been used to generate the fit. The diode can be seen not to follow the ideal
diode equation, with n = 1, for voltages higher than 0.3 V. Here, it enters high injection
state where n = 2. finally, above 0.65 V the series resistance begins to dominate.
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tracted using:
V = Va −RSI ⇔ RS = Va − V
I
(7.4)
where Va is the applied voltage from the outside (V is the junction voltage from
Equation 7.3) and RS is the series resistance. For the above fit the series resistance
is found to be 2.0 Ω. Also plotted in Figure 7.6 are the fits for low and high injection
where Equation 7.2 has been using with n = 1 and n = 2, respectively. The diode
can be seen to be in low injection up to 0.3 V, then enter high injection up to 0.65
V where the series resistance then begins to dominate.
The reverse bias properties of the devices were also investigated on ”wide”
detectors: 9.50 mm× 3.00 mm with a junction area of 7.40× 10−2 cm2 and ”narrow”
detectors: 9.50 mm × 1.25 mm with a junction area of 3.33 × 10−2 cm2. The
current density when sweeping the bias from -1 V to -10 V is presented in Figure 7.7
together with the measurement of the Osram BP-104-FAS pin-diode. There are eight
measurements of both the ”narrow” and ”wide” detectors. These measurements
have been performed on detectors from different wafers from two production batches.
It can be seen that there is fair homogeneity for the devices. At -5 V the average
current density and standard deviation for the narrow and wide detectors are: 67.6
± 14.4 nA/cm2 and 34.6 ± 5.44 nA/cm2. This is, however, a significantly higher
current density than for the Osram diode, which has: 1.45 nA/cm2.
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Figure 7.7: Reverse bias measurements performed on eight ”narrow” detectors and eight
”wide” detectors. The detectors are compared to the Osram BP-104-FAS pin-diode. At a
reverse bias of 5 V the ”narrow” and ”wide” devices have a current density of: 67.6 ±
14.4 nA/cm2 and 34.6 ± 5.44 nA/cm2, respectively.
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7.2.2 Detectors Passivated with Al2O3
In order to test the effect of covering the etched out side walls with Al2O3 some
test chips were fabricated. The test chips were all 10 mm long and for this test
either 10 mm or 1.5 mm wide. The 10 mm wide diodes had a distance between the
pn-junction and the side walls of 2 mm whereas this distance was only 400 µm for
the 1.5 mm wide diodes. Essentially, this would mean that ALD coating would not
have any effect on the 10 mm wide diodes but might lower the reverse bias current
for the 1.5 mm wide devices.
The measurements were performed on three 10 mm and three 1.5 mm wide
devices, both before and after the ALD coating. The average current density is
plotted in Figure 7.8. It can be seen that the current densities for the 10 mm wide
diode are approximately the same before and after the ALD coating (it actually
increases slightly after the coating). For the 1.5 mm wide diode a decrease is observed
as expected. However, the decrease is only from an average of 26.5 nA/cm2 to
18.7 nA/cm2, corresponding to approximately 8 nA/cm2 or a 30 % decrease, and it
is still a much higher value than for the Osram BP-104-FAS pin-diode.
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Figure 7.8: The average difference in reverse bias current density for 1.5 mm and 10
mm wide diodes, before and after ALD coating. Positive values indicate an increase and
negative value a decrease after the coating. It can be seen that there is no change for the 10
mm wide diodes, which is expected. The 1.5 mm wide diodes exhibits an average decrease
of approximately 8 nA/cm2. However, this decrease is only 30 % from the initial value.
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7.2.3 Discussion
It is clear from Figure 7.5 that the performance of the detectors are lowered when
they are etched out. When the detectors are etched out in one direction and latter
diced out in the other direction the resulting unpassivated surfaces cause an increase
in reverse bias current and thus a larger dark current. This effect can also be
seen from Figure 7.7 where all the measured detectors have reverse bias current
densities that are much higher than the Osram BP-104-FAS pin-diode. Commercial
photo diodes with even lower reverse bias currents exist, e.g. the S1133-01 from
Hamamutsu [97], which has a reverse bias current density well below 1 nA/cm2.
Adding a 30 nm thick layer of Al2O3, using a 250
◦C ALD process, was seen to
lower the reverse bias current for the narrow detectors. However, the decrease was
only 30 % and the ALD coated narrow detectors were still outperformed by both
the wider uncoated detectors and the commercial diodes.
If the reverse bias of the detectors is compared to other back side photo diodes
fabricated at the DTU Danchip cleanroom facility, during the past years, it reveals
fairly good values of down to 12 nA/cm2, as can be seen in Table 7.1.
The analysis of the diode in forward bias indicated well functioning devices.
The diodes would exhibit ideal behaviour for low voltages and then move into high
injection mode for higher voltages. It can be seen from Figure 7.6 that Equation
7.3, although relatively simple, can be used to generate precise fits. The low series
resistance indicates that the p+ substrate doping, although kept at a moderate
surface concentration, would function well for the formation of an ohmic contact.
A B C D E F G H
VR [V] -0.5 -0.5 -0.5 -0.5 -5.0 -0.5 -0.5 -1.0
AJ [mm
2] 7.4 33.64 6.51 1.0 N/A 0.4 4.84 6.16
JR [nA/cm
2] 12 5.3 39 30 280 100 1.1 0.14
Flexible Yes No Yes Yes No No No No
Table 7.1: Comparison of the reverse bias current density from several devices marked as
A to H. The listed device parameters are: VR, the reverse bias at which the measurement
is performed, AJ , the junction area and finally JR, the reverse bias current density. (A)
the best unpassivated 9.5 mm × 3.0 mm detector, from a finished 1D linear array. (B)
The lowest measured reverse bias current, which was measured during this project. It was
measured on a 10 mm × 10 mm test diode that had been ALD coated. (C) The best 5.3
mm × 2.75 mm n-type detector fabricated in 2012 by A. Thyssen [72]. (D) the best 2D
diode fabricated by J. D. Thomsen [73]. (E) the best p-type detector fabricated in 2008
by S. Duun [55]. (F) Best device fabricated by A. M. Jorgensen in 2002 [60]. (G) The
Osram BP-104-FAS pin-diode [95]. (H) The Hamamatsu S1133-01 diode [97].
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7.3 Quantum Efficiency Measurements
The quantum efficiency of the detectors was measured using a Jobin-Yvon H-20
monochromator setup with a wavelength step of 10 nm. The setup was calibrated by
using an 818-UV reference photo detector from Newport. For each wavelength step,
a light beam from the monochromator was directed through a collimator lens, a beam
restrictor with a 1 mm pinhole and finally focused onto the detector by an objective.
When infrared light was used a filter was placed in front of the monochromator in
order to remove 2nd order effects. The diameter of the focused spot was measured
to be approximately 300 µm. The generated photo currents were then measured by
using a Keithley 6485 picoammeter. The measurements were performed in complete
darkness so only the light beam from the monochromator excited carriers in the
photo detectors. Due to noise and the limited precision of the monochromator, tests
on commercial diodes showed that the measured quantum efficiency will have an
uncertainty of ±3 %. Images of the quantum efficiency measurement setup can be
seen in Figure C.5 and C.6 in Appendix C.
The quantum efficiency for the detectors can be calculated by using the rela-
tion between the measured current for the detectors and the current for the reference
detector, if the two detectors are illuminated by the same light beam:
η =
I
Iref
ηref (7.5)
where ηref is the quantum efficiency of the reference detector and Iref is the measured
current in the reference detector. Since the quantum efficiency of the reference
detector is known, the current for the reference detector and the detector, which is
to be investigated, should be measured.
7.3.1 Detector Size
During the many measurements of the quantum efficiency it became evident that
the detector size would influence the quantum efficiency as is described by Figure
4.6. The focused spot was directed at the centre of the detectors, which would mean
that large detectors would suffer very little from the recombination centres located
at the unpassivated side wall, whereas small detectors would experience a decrease in
quantum efficiency due to recombination. This effect was investigated on a number
of test detectors that were fabricated in the same manner as the real detectors. All
the test detectors were 10 mm long but were varying between 1.5 mm and 10 mm
in width.
The average internal quantum efficiency for light with a wavelength of 700-
1000 nm was measured and the result is presented in Figure 7.9. It can be seen
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that the internal quantum efficiency is approximately constant for devices with a
width between 4 and 10 mm. For widths of 3 mm and below the internal quantum
efficiency can be seen to decrease. Since, the measurements are performed by focus-
ing the beam spot at the centres of the detectors, the resulting internal quantum
efficiencies show the very best performance of the detectors. If the light beam was
scanned across the detector surface, the result would be an average internal quantum
efficiency, which would be lower than the values presented in Figure 7.9.
7.3.2 Devices with Optical Filter
The quantum efficiency of the many prototype devices, as well as the final gener-
ation of 1D linear array device, were measured. All of these devices utilised the
optical filter and were covered with a 150 µm layer of PDMS, giving then an ap-
proximate reflectance as shown in Figure 6.2. The measured detectors are from the
following devices: (A) the final generation of p-type 1D linear array arrays with
2.50 mm × 9.50 mm detectors; (B) n-type prototype 1D linear array with 2.75 mm
× 5.30 mm detectors; (C) similar as (B) but with 1.00 mm × 5.30 mm detectors;
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Figure 7.9: Measurements of the internal quantum efficiency for a number of devices
with a varying width but constant length of 10 mm. The internal quantum efficiency will
approximately be constant for devices with a width between 4 and 10 mm but will decrease
for device widths below 4 mm.
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(D) 2D square matrix device with p-type 2.00 mm × 2.00 mm detectors. The mea-
surements are presented in Figure 7.10. It can be seen that the wider detectors
are outperforming the narrow detectors as expected. The different devices exhibit
a similar behaviour by having increasing but low quantum efficiencies for 400-700
nm light and larger more constant quantum efficiencies for the near infrared light
(700-1000 nm). However, the final generation of detectors (A) show a sharp increase
in quantum efficiency between 900-1000 nm.
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Figure 7.10: Average quantum efficiency for four different detectors that have been fab-
ricated during this project. All the detectors have the optical filter and are covered with
a layer of PDMS. (A) is the 2.50 mm × 9.50 mm detectors that are located on the final
generation of 1D flexible array devices. They are fabricated using 300 µm thick p-type
substrates. (B) and (C) are two types of detectors from 1D flexible array prototypes. They
are both fabricated using 350 µm thick n-type substrates. They have the same length of
5.30 mm but different widths, with 2.75 mm for (B) and 1.00 mm for (A). It is clear that
the narrow detectors exhibits a lower quantum efficiency. Finally, the quantum efficiency
of the 2 mm × 2 mm detectors from the 2D square matrix devices is shown in (D). They
are fabricated using the same substrates as (A) but their small size and four etched out
side walls reduce the quantum efficiency.
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The average quantum efficiencies with the detector to detector variation are
also plotted in Figure 7.11, for wavelengths between 700-950 nm. Light sources
for NIRS tissue oximetry will typically utilise this wavelength interval. It can be
seen that there is no significant difference between the p-type and n-type detectors.
The detectors from the 2D square matrix device exhibit a larger variation when
compared to the detectors from the 1D linear arrays.
7.3.3 Devices with Black Silicon Nanostructures and Al2O3
The major goal of the black silicon nanostructures was to act as an anti-reflection
surface for light incident at many angles. This was tested by comparing the re-
flectance of silicon wafers, which had surfaces with either the SiO2 / Si3N4 optical
filter or the black silicon nanostructures. The reflection for the optical filter was
measured at different angles using an ellipsometer, which offers a good inspection of
the reflectance due to the specular reflecting properties of the thin dielectric films.
However, a similar measurement of the black silicon surfaces will not result in a
true description of the reflecting properties because the nanostructures will cause
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Figure 7.11: The average quantum efficiency for detectors A to D, here shown with the
detector to detector variation. The plot is made for 700-950 nm, which is a typical working
regime for NIRS tissue oximetry. It can be seen that there is no noticeable difference in
quantum efficiency between n-type and p-type detectors of the approximately same size.
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the reflecting light to be scattered in all directions. Using an ellipsometer would
therefore make the black silicon surfaces appear more anti-reflective than they truly
are. The reflectance of the black silicon surfaces have therefore been measured using
an integrating sphere. The reflectance of the two surfaces are presented in Figure
7.12 and it can be seen that the black silicon surface have lower reflectance for all
angles of incidence, when using light with a wavelength of 700-1000 nm.
Quantum efficiency measurements were also performed on devices with black
silicon nanostructures. It became clear that devices, which had the tall needle like
black silicon, etched by the ICP DRIE, would exhibit very poor quantum efficiencies.
The quantum efficiencies would be below 10 % for the major part of the investigated
spectrum finally increasing to approximately 30 % near 1000 nm. This was caused by
complete removal of the front side field doping during the black silicon etch, which
resulted in a very high surface recombination velocity. The pyramid structures,
etched using RIE, did not remove all of the front side field doping and these detectors
were compared to detectors with the optical filter. In the comparison test light
of normal incidence and light of 38◦ from normal incidence were shone onto the
detectors. The 38◦ tilt was the maximum possible angle for the quantum efficiency
measurement setup. The decrease in quantum efficiency, when tilting the detectors
38◦, can be seen in Figure 7.13. It can be seen that the detectors with the black
silicon nanostructures performed better then detectors with the optical filter. The
average decrease for light with a wavelength of 700-950 nm is 5.2 % and 9.1 % for the
detectors with the black silicon nanostructures and the optical filter, respectively.
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Figure 7.12: Average reflectance for light with a wavelength of 700-1000 nm. The re-
flectance is measured using an ellipsometer for the optical filter and an integrating sphere
for the black silicon surface. The reflectance can be seen to be lower for the black silicon
surface for all angles of incidence.
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Finally, the effect of the ALD coating on the quantum efficiency was investi-
gated. This was done by measuring on the same 10 mm and 1.5 mm wide devices,
which were also used in the ALD IV-measurements. The result of the measurements
are plotted in Figure 7.14, as the average internal quantum efficiency. It would be
expected that the 10 mm wide detectors would exhibit the same quantum efficiency
before and after coating, but also that the narrow 1.5 mm detectors would profit
from the coating and show an increased quantum efficiency. However, both detector
types show a fluctuating difference, which cannot truly be distinguished from the
±3 % uncertainty that the quantum efficiency measurements have.
7.3.4 Discussion
The investigations of the quantum efficiencies indicate a clear dependence on the
device size, as predicted in Section 4.2.2. For the series of test detectors the decrease
in quantum efficiency was observed for widths of 3 mm and below. However, for
the real devices detectors with widths of 2.75 mm and 2.5 mm still exhibited high
quantum efficiencies. The decrease in the quantum efficiency was here observed for
1 mm wide detectors and the 2 mm × 2 mm detectors from the 2D square matrix
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Figure 7.13: The decrease in quantum efficiency for 10 mm wide detectors, with either the
optical filter or the black silicon nanostructured surface, when they are tilted 38◦ degrees
from normal. The quantum efficiency for the optical filter can be seen to decrease further
with increasing wavelength, which is as expected. The black silicon nanostructures exhibit
a more wavelength independent decrease. The average decrease, for 700-950 nm light, is
5.2 % for the black silicon nanostructured detectors and 9.1 % for the detectors with the
optical filter.
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devices. This indicates that fairly small and narrow detectors can be made and still
have high quantum efficiencies. Although, as previously mentioned the measurement
method by focussing the spot at the centre of the detectors will show only the best
performance of the detectors.
The final devices show quantum efficiencies of approximately 80-85 % for
light with wavelengths of 700-950 nm. These values are similar to the reference
diode used for the measurement as well as for other commercial silicon diodes that
have been tested during this project including the Osram BP-104-FAS pin-diode.
Photo diodes fabricated using very specific processes have been reported to achieve
close to 100 % internal quantum efficiency [98]. In [55] detectors with quantum
efficiencies up to 92 % were fabricated but these were not covered with a layer of
PDMS, which absorbs part of the light. The detectors fabricated during this project
are therefore of similar high quality as commercial detectors and possible around the
highest possible quality which can be achieved at the Danchip cleanroom facility.
The tests where black silicon nanostructures were used as anti reflection coat-
ing proved feasible. Reflectance measurements showed that the reflectance would
be lowered for all angles between 0-70◦. This effect was seen to minimise the drop
in quantum efficiency when the angle of incidence was changed to 38◦ from normal.
The average measured drop in quantum efficiency was 5.2 % for the black silicon and
9.1 % for the optical filter. Commercial detectors coated with polymeric infrared
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Figure 7.14: The average difference in internal quantum efficiency for 1.5 mm and 10
mm wide diodes, before and after ALD coating. Positive values indicate an increase and
negative value a decrease after the coating. No consistent result can be deduced from the
measurements, although there might be a slight tendency for improvement of the 1.5 mm
wide diodes for 900-1000 nm.
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filters will typically exhibit a drop in the order of 20-25 % at the same angle of
incidence [95]. This improvement would be less for light incident with a lower angle
than 38◦ but more for larger incident angles according to Figure 7.12.
As presented earlier the test with ALD coated aluminium oxide showed a
slight reduction in reverse bias current, but it was not possible to conclude that it
would improve the quantum efficiency of small or narrow detectors. Even though
low temperature ALD coated aluminium oxide has been reported in literature, it
must be concluded that the annealing process is essential to the formation of high
quality passivation, which will reduce the surface recombination velocity of the deep
etched side walls. One possibility could be to use rapid thermal annealing as this
would only bring the polyimide above the 300 ◦C threshold for a short period of
time.
7.4 Summary
The device characterisation was split into a mechanical and an electrical part. The
mechanical tests showed that general handling of the devices was feasible without
any damage to the structures or the fragile electrical interconnects. However, the
devices could be damaged if intended. Both the 1D linear array and 2D square
matrix device platforms could be bent around a single curved surface to more than
90◦ over their full lengths. During this the electrical interconnects only showed
negligible increases in resistance. The devices could be strained longitudinally up to
approximately 3 % before the interconnects broke.
The electrical analysis showed reverse bias current densities, which were low
compared to previous devices fabricated at DTU Nanotech yet still higher than
commercial available photo diodes. The deviation in the reverse bias current den-
sity from device to device was found to be acceptable. Quantum efficiency mea-
surements showed that wider detectors were less affected by the unpassivated side
walls compared to narrow or smaller detectors. Wide detectors showed quantum ef-
ficiencies of approximately 80 % for near infrared light of 700-1000 nm, whereas the
smaller detectors only showed approximately 60 %. The best detectors had internal
quantum efficiencies comparable to commercial photo diodes. The testing of black
silicon nanostructures proved feasible as an anti-reflection surface. The ALD coated
Al2O3 was found to lower the reverse bias current for narrow devices but did not
show any improvement in quantum efficiency.
Chapter 8
Conclusion and Outlook
This project consisted of two goals: firstly, to develop flexible device platforms where
the flexibility and biocompatibility are integrated into the silicon and secondly, to
use these platforms for fabrication of infrared detector arrays. In order to achieve
these goals we investigated the designs of commercial tissue oximeter devices and
research devices reported in literature. This resulted in our proposed design where
both polyimide and PDMS are combined with silicon in order to form the flexible
and biocompatible arrays. The proposed design, where the flexibility and biocom-
patibility are integrated into the silicon using polyimide and PDMS, was found to be
feasible. We developed the final fabrication process from a thorough investigation of
the individual process steps. We can conclude that this fabrication process resulted
in device yield of 90 %, when using manual dicing.
A derived analytical expression for the strain in the flexible joints was derived.
The mechanical tests of the devices proved that it correctly predicted that only neg-
ligible strain would be present in the joints when the devices were bent. Mechanical
testing of the 1D linear array and 2D square matrix device platforms showed that
they could be manually handled as intended and that they were capable of being
bent to far more than 90◦ over their full lengths without any damage to the electri-
cal interconnects and with only negligible increase in resistance of below 1 %. The
maximum longitudinal strain was found to be approximately 3 %, which was a larger
value than found in free standing metallisations used in MEMS. It can therefore be
concluded that the device platforms will be useful for bendable applications.
Regarding the design of the back side photo diodes, both analytical models
and numerical simulation were used to predict the best design parameters. The elec-
trical characterisation of the devices showed that the fabrication method, where the
individual detectors are defined by deep etching, increases the reverse bias current.
The reverse bias current densities, for the different detectors, were however, still ac-
ceptable with values as low as 12 nA/cm2. The detectors fabricated in this project
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did in general exhibit lower reverse bias current densities than previously fabricated
detectors but still not as low as commercial devices. The tests using ALD coatings
of aluminium oxide did show a slight improvement for the ”narrow” detectors, by a
reduction in reverse bias current of 30 %.
Quantum efficiency measurements showed a dependence on the detector widths.
Detectors, which were narrower than approximately 2.5 mm, did exhibit a lower
quantum efficiency and in this case it was not possible to improve the detector
performance with the ALD coatings. However, the detectors that were wider than
2.5 mm were found to exhibit high quantum efficiencies of 80-85 %. The angular
dependence of the quantum efficiency was found to be improved using black silicon
nanostructures as an anti-reflection surface. It was found to lower the reflection for
all angles between 0-70◦, when compared to the optical filter. The effect on the
quantum efficiency was also investigated for normal incident light and light incident
at 38◦ from normal. This showed a drop in quantum efficiency of only 5.2 % for
the black silicon compared to 9.1 % for the optical filter and approximately 20-25 %
for polymeric filters. We can conclude that the 1D linear array device design can
produce detectors with sufficient high quantum efficiency and that the black silicon
nanostructures can be used to improve the detectors performance when measuring
on isotropic scattered light.
8.1 Outlook
The sensors that have been developed during this project will only be the tip of
the iceberg regarding SRS tissue oximetry. A complete SRS tissue oximetry system
would also require: light sources, shielded wiring, electronics for control and ampli-
fication and software containing algorithms for calculation of the TOI. All of this,
which have been beyond the scope of this project, would have to be investigated.
As mentioned the last generation of 1D array devices failed during the dicing
process. These devices were designed with both the real dimensions and with the
possibility of mounting multi core LEDs on contact pads, so the LEDs could inject
light into the tissue through etched holes in the devices. It was planed that these
devices should have been tested on optical phantoms and if possible on the lower
arms of adult test subjects in a collaboration study with the University Hospital of
Copenhagen. It would therefore be essential for future work that the final devices
were completed, e.g. using either thicker polyimide for encapsulation or manual dic-
ing methods. In this way the feasibility of the developed devices, as tissue oximeters,
could be determined. Finally, it would be interesting to investigate if other medical
sensors or transducers e.g. CMUTs could be integrated into the flexible platforms.
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 Sensors, actuators and integrated circuits have traditionally been fabricated as solid silicon chips. H
ow
ever, 
over the past few
 years effort have been put into incorporation of flexibility in the chips. W
ithin the field of 
displays, solar cells and m
edical sensors, process steps that add flexibility, have been integrated into 
standard IC
 fabrication [1]. 
W
e present a sensor system
 consisting of m
ultiple silicon photo detectors for use in near infrared 
spectroscopy (N
IR
S). The goal of the detector system
 is to w
ork as a sensor for oxim
etry of brain tissue, 
specifically to m
easure the oxygenation of brain tissue in prem
aturely born infants. Such a sensor system
 
should be flexible so it can easily follow
 the curvature of an infant childs head. The m
ultiple detectors 
enables the sensor to perform
 spatially resolved spectroscopy. 
The flexibility is achieved by com
bining silicon w
ith PD
M
S [2] and polyim
ide [3], using sim
ple process 
steps. The soft PD
M
S m
akes up the backbone of the sensor and ensures flexibility. The harder polyim
ide 
encloses the electrical conductors and places the neutral axis very close to the center line of the conductors, 
so they w
ill not experience any longitudinal stresses or strains w
hen bended. The grooves w
ith PD
M
S are 
varied in the design so they are: 100 µm
, 200 µm
 and 400 µm
 w
ide, respectively. The silicon photo 
detectors are 1 m
m
 or 2.75 m
m
 w
ide and m
ade as backside pn-junctions [4].   
The com
plete process sequence can be seen in Fig.1. First pn-junctions are m
ade in the silicon substrate to 
form
 back side photo diodes. Then, the back side contacts are m
ade as a “sandw
ich” structure of 10 µm
 
thick polyim
ide layers and 400 nm
 thick gold. The individual photo diodes are defined by D
R
IE and the 
cavities are filled w
ith PD
M
S using a spin coating process, that also creates a thin layer of PD
M
S on the 
front side of the sensor. Finally the w
afer is diced out thus releasing the individual finished chips, w
hich 
can be seen in Fig. 2.      
In order to investigate the perform
ance of the chips, test chips w
ere also produced w
hich could be used to 
m
easure the resistance of the electrical interconnects, w
hen the chips are bended or strained. In a bending 
test the chips w
ere bended around different circles w
ith decreasing radii of curvature. W
hen the curvature 
of the chips increased an increase in resistance w
as also m
easured, how
ever, it w
as relatively sm
all, as can 
be seen from
 Fig. 3. For a curvature that corresponds to a 90° bend of the sensor, the relative increase in 
resistance w
as: 0.35%
, 0.27%
 and 0.06%
, for the sensors w
ith the 100 µm
, 200 µm
 and 400 µm
 w
ide 
PD
M
S trenches, respectively. The test chips w
ere strained by pulling them
 in the longitudinal direction and 
the resistance w
as m
easured for chips w
ith 200 µm
 and 400 µm
 w
ide PD
M
S trenches. The relative change 
in resistance can be seen in Fig. 4. It is neglectable  for strains up to 4%
. A
bove 4.5%
 strain the chip w
ith 
the narrow
 200 µm
 PD
M
S trenches experiences an increase in resistance and above 6%
 strain the gold 
connectors break. For the chip w
ith the w
ider 400 µm
 PD
M
S trenches the increase in resistance happens at 
5.5%
 and the break in the connectors happens above 7%
 strain. Finally the quantum
 efficiency of the sensor 
w
as m
easured, on a chip w
ith six individual photo diodes. For the w
avelengths of interest, i.e. 700-1000 
nm
, the quantum
 efficency w
as found to be in the order of 70-80%
.  
In conclusion, w
e have presented a process sequence for adding flexibility to M
EM
S sensors by 
incorporating sim
ple process steps using polyim
ide and PD
M
S. The process is added to the fabrication of 
photo diodes, and w
e can m
aintain electrical contact throughout the sensor, even w
hen the sensor is bended 
and strained. The photo diodes w
ere tested and found to have high quantum
 efficiency for the w
avelengths 
of interest.  
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Figure 
1. 
Process 
flow
: 
A
) 
pn-junctions, 
B
) 
electrical interconnects in polyim
ide, C
) D
R
IE to 
create the individual photo diodes, and D
) PD
M
S 
spin coating and dicing of chips. 
 
 
Figure 2. Tw
o finished chips. A
 real infrared sensor 
chip to the left w
ith nine individual silicon photo 
diodes and a resistance test chip to the right. 
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Figure 
3. 
R
elative 
change 
in 
resistance 
as 
a 
function 
of 
sensor 
curvature. 
Three 
different 
sensors w
ere tested, having 100 µm
, 200 µm
 and 
400 µm
 w
ide PD
M
S trenches and 1 m
m
 detectors. 
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Figure 4. R
elative change in resistance as function 
of the strain in the PD
M
S parts of the sensor. 
Sensors w
ith 200 µm
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ide PD
M
S 
trenches w
ere tested. 
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We present a ﬂexible infrared sensor for use in tissue oximetry with the aim of treating prematurely born
infants. The sensor will detect the oxygen saturation in brain tissue through near infrared spectroscopy.
The sensor itself consists of several individual silicon photo detectors fully integrated in a ﬂexible array.
The ﬂexibility is achieved by combining silicon with Polydimethylsiloxane and polyimide using standard
IC manufacturing. This ensures that the electrical interconnects on the sensor can withstand being bent in
order for the sensor to conﬁne to the curved surface of the head of a neonatal. The sensor platform has
been tested and is found to be very durable and capable of being both bent to small radii of curvature and
strained in the longitudinal direction. The electrical interconnects on the sensor only experience a rela-
tive small increase in resistance when the sensor is bent up to 90 and they can withstand a longitudinal
strain of up to 5% without being damaged. A durability test has shown no fatigue or change in resistance
for the electrical interconnects when the sensor had been bent 10,000 times. Two different sizes of photo
detectors have been characterized. The smaller detectors have quantum efﬁciencies in the near infrared
region between 50% and 60%, whereas the larger detectors can achieve quantum efﬁciencies of 75–85%.
 2013 Elsevier B.V. All rights reserved.
1. Introduction
According to the 2012 report, from the World Health Organiza-
tion, 15 million children are born prematurely every year [1]. In-
fant children, who have been born prematurely, are in a state
where they can easily suffer from complications, when recovering
in their incubators [2,3]. It is therefore essential to their survival
that their vital signs are monitored. One of the most important
parameters to monitor is the oxygen saturation in the brain tissue
[4]. The neonates have difﬁculties in regulating the oxygen satura-
tion in their bodies, so they often receive oxygen from an artiﬁcial
supply. This oxygenation has to be monitored by drawing blood
samples from the veins, since a too low concentration can lead to
brain damage and having a too high concentration can cause blind-
ness [5]. However, the constant need for blood samples is stressful
for the neonates [6].
During the past few years, hospitals have started using different
sensor systems that utilizes near infrared spectroscopy (NIRS) in
order to measure the cerebral oxygen saturation non-invasively
[7]. Many studies have been conducted and they show the feasibil-
ity of NIRS sensor systems, when used for tissue oximetry monitor-
ing, but also the limitations of the systems developed so far [8–11].
In order to ensure better medical treatment of neonatals sensor
systems which offer higher precision in determining the cerebral
oxygen saturation must be invented.
The NIRS tissue oximetry systems use infrared light of different
wavelengths which are injected into the brain where it undergoes
scattering and absorption. The diffuse reﬂected signal is measured
by a number of detectors placed at different distances from the
light source. This speciﬁc method is called spatially resolved spec-
troscopy (SRS) [12]. Near infrared light, with a wavelength in the
order of 700–1000 nm, has the advantage that it can penetrate
deep into most kinds of tissue and has low absorption from water,
melanin and proteins [13]. Furthermore it can be detected using
silicon based detectors. However, the absorption from haemoglo-
bin strongly depends on whether the haemoglobin is oxygenated
(HbO) or de-oxygenated (Hb). The absorption of HbO and Hb also
depends on the wavelength of the light. Adding more light sources
of different wavelengths and detectors to the sensor will increase
the resolution of the measurements. By plotting the normalized
detector signal as function of detector distance from light source,
the Boltzmann transport equation can be used to compute the
absorption and scattering coefﬁcients of the tissue for the given
wavelength [14]. Finally, algorithms can be used to determine
the oxygen saturation from all the signals received by the
detectors.
Besides consisting of several detectors the sensor system also
has to be ﬂexible in order to follow the curvature of the neonates
head. Furthermore, the contact surface between the sensor and
the skin has to be soft and biocompatible. This is typically achieved
for medical sensors by integrating discrete sensors into a silicone
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support structure or a medical patch [15–17]. However, these sys-
tems often only rely on few detectors so they have limited resolu-
tion on the spatially component of the measurement and they
suffer from being sensitive to invisible artefacts in the skin. A sen-
sor system, for diffuse optical imaging, which works using many
detectors, has also been investigated [18] but it is based on time re-
solved spectroscopy. A solution, which can improve the resolution
for sensors using the spatially resolved method, is therefore to
integrate the ﬂexibility and the functionality of a ‘‘patch’’ directly
into the silicon and consequently make an entire array of detectors.
Integrating ﬂexibility directly into the silicon has over the past
few years been the new trend for medical sensors and actuators.
Typically, polydimethylsiloxane (PDMS) [19–21] or polyimide
[22–25] are used directly in the silicon processing. These materials
can create ﬂexible areas in the silicon or serve as ﬂexible substrates
for the sensors. In this paper we will present a sensor platform
which uses both PDMS and polyimide to achieve ﬂexible areas in
the silicon. These areas will serve as joints between the individual
photo detectors in the sensor array. As will be described in Sec-
tion 3, a combination of PDMS and polyimide can be used to ensure
minimal stress in the electrical interconnects, when the sensor ar-
ray is bent, by positioning the electrical interconnects near the
neutral axis of the structure. The PDMS will also be a biocompati-
ble surface for contact with the skin. Protection of the sensor array
against the environment is also very important to take into consid-
eration. Speciﬁc types of polyimide offer excellent protection
against moisture and metal ions and are therefore an obvious
choice as protection for ﬂexible electrical interconnects. Silicon ni-
tride will be used as a barrier material for protection of the silicon
against moisture and ions, since this has already been proven as a
successful packaging concept [26].
2. Materials and methods
2.1. Sensor design
As described in the introduction the NIRS sensors should be
ﬂexible, biocompatible and consist of multiple individual infrared
detectors. A schematic cross-sectional drawing of the sensor design
showing silicon, polyimide, gold interconnects and PDMS is shown
in Fig. 1A. This design will implement: Flexibility, biocompatibility
and infrared sensing in the following manner: pn-junction diodes
will be made in the silicon and will function as the infrared detec-
tors. The individual detectors will be deﬁned in the silicon by
lithography and dry etching. The PDMS will function as the ﬂexible
backbone of the sensor array and for the biocompatible patch
structure on the front side of the sensor, which will be in contact
with the skin. The electrical interconnects will be placed on the
back side of the sensor and will be encapsulated between two lay-
ers of polyimide, which will offer protection against moisture and
ions from the environment. This encapsulation will also minimize
the longitudinal strain when the sensor array is bent. Pictures of a
fabricated ﬂexible sensor array can be seen in Fig. 1B and C.
For an SRS NIRS sensor the distance between the individual
detectors does not need to have any particular value. However,
in order to improve the resolution of the measurements they will
have to be placed relatively close to each other. The ﬂexible PDMS
joints are therefore varied in the design so they are: 100 lm,
200 lm and 400 lmwide, respectively. The width of the individual
silicon photo detectors are chosen to be 1 mm or 2.75 mm. By fab-
ricating both small and large detectors we can make two different
types of arrays; one which can easily be conﬁned to a curved sur-
face, but might have lower infrared sensitivity and one which is
less deformable but should have detectors with high sensitivity.
There are nine individual detectors on the sensor arrays with the
1 mmwide detectors, and 5 or 6 individual detectors on the sensor
arrays with the 2.75 mm wide detectors. The sensors are 29 mm
long and 5.4 mm wide and are designed to ﬁt into a 10 pin zero
insertion force (ZIF) connector. Test sensors, which do not contain
pn-junctions but only the electrical interconnects have also been
fabricated in order to test the electrical interconnects’ response
to stress.
In order to minimize light reﬂection at the PDMS/silicon inter-
face, the silicon detector surface is coated with an anti-reﬂection
coating (see Section 2.2). The reﬂection simulation software Con-
cise Macleod 8.12 was used to simulate reﬂectance from different
dielectric layers and it was found that a simple structure of 50 nm
SiO2 and 50 nm SiN would lower the reﬂectance of the interface.
For angles of incidence between 0 and 70 this double layer will
lower the reﬂectance from 25–35% to 5–20% with the highest
reﬂectance occurring for the highest angles of incident. Moreover,
the SiN will act as a barrier material for protection of the silicon
against moisture and ions.
2.2. Sensor fabrication
The fabrication of the infrared sensor arrays is mainly done by
using standard cleanroom processes. A schematic drawing of the
process sequence is shown in Fig. 2. Boron doped, (100) silicon wa-
fers with a resistivity of approximately 10,000X cm are being used
in the start phase. First, patterns are being made in a 400 nm wet
thermal oxide on the wafers by using ultra violet (UV) lithography
and hydroﬂuoric acid (HF) wet etching. Hereafter, 375 nm of boro-
silicate glass is deposited on each side of the wafers in a Plasma en-
hanced chemical vapour deposition (PECVD) process. The wafers
are annealed at 1000 C for 85 min in order to drive the boron into
the silicon both on the open front side, to create a ﬁeld doping, and
the patterned back side to create p+ contact areas.
Fig. 1. The ﬂexible sensor array. (A) A simple schematic cross-sectional drawing of
the ﬂexible sensor array design consisting of individual silicon photo detectors (D1–
Dn), polyimide, gold conductors and PDMS. (B) Picture of the front side of the sensor
showing the individual silicon detectors and the ﬂexible PDMS joints between the
detectors. The front side also contains the PDMS surface for the skin contact. (C)
Picture of the back side of the sensor showing the encapsulated electrical
interconnects and ZIF connection pads.
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The borosilicate glass and the masking oxide are removed and a
1 lm thick oxide mask for phosphorus doping, is deposited using
Tetraethyl orthosilicate (TEOS). The n-type junctions are then
formed in the patterned TEOS using gaseous pre-deposition from
POCl3, at 1000 C for 30 min. Again the oxide mask is stripped in
HF and the wafers are placed in an oxidation furnace, which cre-
ates a 50 nm thick oxide, using a dry oxidation process at
1000 C, and drives in the dopants.
A 50 nm thick silicon nitride is then deposited on the oxide
using low pressure chemical vapour deposition (LPCVD). This cre-
ates the anti-reﬂection layer. The back side electrical interconnects
are then formed in a double layer of HD-8820 polyimide, which
functions as a positive photoresist and can be patterned using stan-
dard UV lithography. First a contact metallization layer, consisting
of 100 nm Ti and 500 nm Al, is deposited on the silicon using e-
beam evaporation through a shadow mask. The Al/Ti contacts are
annealed at 425 C for 30 min in order to ensure the formation of
an ohmic contact to the silicon.
The wafers are then placed in a 250 C oven in order to remove
moisture from the surface and thereby improve the adhesion be-
tween the silicon surface and the polyimide. The HD-8820 is then
spin coated on the wafer surface using 1500 rpm for 60 s followed
by a 5 min baking on a 120 C hotplate giving a thickness of 10 lm.
Hereafter, the HD-8820 is exposed using 540 mJ/cm2 and devel-
oped in a tetramethylammonium hydroxide (TMAH) solution
(MF-322) for 60 s. This ensures the formation of sloped sidewalls
in the HD-8820, which enables easier routing of the metallization
onto the silicon (see Section 4.1). Afterwards, the polyimide is
semi-cured for 30 min in a 250 C oven.
The electrical interconnects are formed by e-beam evaporation
of 20 nm Ti and 400 nm Au through a shadow mask. The ﬁnal layer
of HD-8820 is spin coated on the wafer and this layer is also pat-
terned by UV lithography and developed. After that the polyimide
layers are fully cured for 4 h at 250 C. The individual photo detec-
tors are deﬁned by a deep reactive ion etching (DRIE) step, which
etches completely through the silicon and stops on the polyimide.
The wafers are given a ﬁnal clean in an oxygen plasma which
improves the adhesion between the silicon and the PDMS. Hereaf-
ter, Sylgard 184 PDMS is prepared by mixing and degassing in a
vacuum chamber. The PDMS is poured over the wafer and thinned
down by spinning the wafer at 500 rpm for 30 s. The wafer is then
placed in a vacuum chamber for 30 min in order to remove the
remaining air from the PDMS and the PDMS is cured at 120 C
for 3 h. Finally, the sensors are diced out from the wafer, thus
releasing the individual ﬂexible sensor arrays.
2.3. Measurement setups
The sensors were tested mechanically and electrically in order
to investigate if they can withstand ‘‘daily use’’ at a hospital. More-
over, it was tested whether the sensing properties are sufﬁcient or
not. Regarding the mechanical test it is important that the sensors
can be bent to at least 90 over the full length of the array, while
still maintaining electrical conduction. The sensors should also be
able to be stretched in the longitudinal direction without breaking
the electrical conductors, since this might occur during the usage.
IV characterizations and quantum efﬁciency measurements have
been performed in order to investigate the infrared sensing capa-
bility of the sensors.
2.4. Bending measurements
In order to measure how the resistance of the electrical inter-
connects behaves when the sensors are bent the fabricated test
chips were ﬁxed in the ZIF connector and bent around wooden
discs with different radii of curvature. For each of the 12 discs used,
the resistance of the test chips were measured using a Keithley
2700 multimeter with four-wire sensing by taking 300 samples
over a 60 s period. The largest disc had a radius of 26.5 mm and
the smallest disc a radius of 7.0 mm. The durability was tested
by repeatedly bending a test sensor from its neutral position to a
90 bent. This was done by ﬁxating one end of the test sensor
and pushing the non-ﬁxated end with a motor driven lever and
recording the resistance using the Keithley 2700 multimeter. Each
bending cycle took approximately 4 s divided into a 2 s bending
step and a 2 s release step.
2.4.1. Stretching measurements
The functionality of the sensor does not include stretching;
however, the sensor can most likely be stretched when handled
and should consequently be able to be strained slightly without
loss off electrical conductivity. The test sensors were therefore
stretched in the longitudinal direction in order to see how the
resistance behaves as a function of strain in the PDMS joints. The
sensors were mounted on a stage that could be moved by a
micrometer screw. As the two parts of the stage were separated,
the resistance in the gold conductors on the sensors was measured,
using a Keithley 2700 multimeter, again by the four-wire method.
The sensor straining was performed by increasing the stage sepa-
ration in steps of 10 lm. Each 10 lm increment step took approx-
imately 1 s followed by a resistance measuring period of 30 s
where the resistance was averaged from 150 samples.
2.4.2. Electrical characterization
The IV characterization of the pn-junctions was made by using a
HP 4145B semiconductor parameter analyser. The parameters of
interest were extracted by ﬁtting the measurements to the ideal
diode equation:
I ¼ Is exp V  IRnkT
  
ð1Þ
Here I is the current, IS is the saturation current, V is the voltage, R is
the series resistance, n is the ideality factor, k is the Boltzmann con-
stant and T is the temperature. The sensors were kept in complete
darkness during the IV measurements.
Fig. 2. A schematic drawing of the process ﬂow. (A) High resistivity p-type silicon
wafers. (B) Phosphorus and boron are introduced using diffusion and a SiO2/SiN
anti-reﬂection coating is formed. (C) The electrical interconnects are fabricated as a
sandwich structure of gold and polyimide (showing only the electrical intercon-
nects to the p-type areas on this drawing). (D) The individual detectors are deﬁned
by using DRIE. (E) PDMS is spin coated ﬁnalizing the detector array.
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2.4.3. Quantum efﬁciency measurements
The quantum efﬁciency was measured on the silicon sensor ar-
rays, using a Jobin–Yvon H-20 monochromator set-up with a
wavelength step of 10 nm. The setup was calibrated by using an
818-UV reference photo detector from Newport. For each wave-
length step, a light beam from the monochromator was directed
through a 1 mm pinhole and focused onto the detector by a lens.
The generated photocurrents were then measured by using a
Keithley 6485 picoammeter. The measurements were performed
in complete darkness so only the light beam from the monochro-
mator excited carriers in the photo detectors.
3. Theory
It is important that the ﬂexible sensor array can be bent without
breaking the electrical interconnects. When the sensor array is
bent, the ﬂexible regions in between the silicon will undergo both
tensile and compressive stress. If the ﬂexible regions are approxi-
mated as beams, an estimation can be given for the optimal place-
ment of the electrical interconnects. When a beam is bent, there
will be a line through the material where no stress occurs i.e. the
neutral axis. For a composite beam made up of two materials the
position of the neutral axis depends on the Young’s modulus as
well as the thicknesses of the two materials. From [27] the position
of the neutral axis from the edge of material 1, h1, can be calculated
for a beam of two materials:
h1 ¼ 12
E1H
2
1 þ E2H22 þ 2E2H1H2
E1H1 þ E2H2 ð2Þ
Here H1 and H2 are the thicknesses of the two materials, and E1 and
E2 are the Young’s modulus for the two materials. The distance of
the neutral axis from the interface of the two materials, hNA, can
then be determined by subtracting h1 from H1:
hNA ¼ H1  h1 ¼ 12
E1H
2
1  E2H22
E1H1 þ E2H2 ð3Þ
One can now determine how the choice of materials as well as their
thicknesses can inﬂuence the position of the neutral axis for the
ﬂexible joints between the silicon detectors. As described in Sec-
tion 2.2 the ﬂexible joints are made of PDMS which has a Young’s
modulus of 1 MPa and polyimide with a Young’s modulus of
2.2 GPa. The thickness of the PDMS is set to that of the silicon wafer,
which is 350 lm. Using these values one can plot the position of the
neutral axis as a function of polyimide thickness, as shown in Fig. 3.
It is evident that the much stiffer polyimide draws the position of
the neutral towards the part of the ﬂexible region where the electri-
cal interconnects will be located. When the polyimide has a thick-
ness of just 7.5 lm, the neutral axis can be seen to position itself
in the interface between the PDMS and the polyimide. Even thicker
layers of polyimide (>20 lm) will draw the neutral axis close to the
centre line of the polyimide layer and the electrical interconnects,
which are placed in the middle of the polyimide, should conse-
quently experience minimal stress when the sensor array is bent.
The ﬂexible joints for the ﬁnal sensor design will be more com-
plicated than just a beam of two materials. To ensure the patch like
structure of the sensor array, the front side of the array, which will
be in contact with the skin, has a layer of PDMS covering the silicon
detectors. In order to further investigate the stress and strain rela-
tions for the sensor system it has been analysed using the ﬁnite
element system COMSOL 4.2. Here the proposed design shows very
promising results when the sensor is bent. The analysis shows that
the strain is in general conﬁned to the softer PDMS and only very
little strain, 0.4% for a 90 bend of the sensor array, is seen in the
stiffer polyimide on the back side of the sensor.
4. Results
4.1. Pattern optimization of HD-8820 polyimide
The HD-8820 polyimide is optimized for spray development
and should produce patterns with vertical sidewalls when exposed
and developed according to the speciﬁcations from HD MicroSys-
tems. However, we would like to develop the polyimide by using
conventional immersion in development bath. Moreover, we
would also like to have non-vertical sidewalls in the polyimide pat-
tern. If the pattern sidewalls form a low angle with respect to the
substrate, it will ease the routing of the electrical interconnects
from the 10 lm thick layer of polyimide and onto the contact point
with the silicon. However, there are no reports in literature on the
development process and results when immersion development is
used. Exposure and development tests were therefore performed.
The ﬁrst tests of exposure and development were done using doses
of: 280, 320 and 360 mJ/cm2 and a development time of 30, 60, 90
and 120 s, where the wafers were simply dipped in TMAH (MF-
322) and rinsed in DI water. All three different doses using devel-
opment times of both 60 s and 90 s resulted in complete develop-
ment of all patterns without removing more than 10% of the
unexposed polyimide. The patterns were investigated by SEM
and the sidewalls were found to be vertical having angles in the or-
der of 84–90with respect to the substrate surface. Additional tests
were carried out where the patterns were overexposed using doses
of: 420, 630 and 840 mJ/cm2 and development times were 60, 90
and 120 s. The patterns were again investigated by SEM and the
sidewalls were now observed to have lower angles with respect
to the substrate. In all cases the patterns had been completely
developed. The sidewall angles were measured to be 53–58 and
there was a tendency that shorter development times produced
the lowest angles for all exposure doses. For the sensor fabrication
a dose of 540 mJ/cm2 and a development time of 60 s were chosen.
4.2. Bending tests
The durability test, performed on ﬁve different test sensors with
both 100 lm, 200 lm and 400 lm wide PDMS joints, showed that
the sensors could be bent more than 10,000 times without the
electrical interconnects showing any sign of increased resistance.
The ﬂexible structure was investigated by optical microscope and
no sign of fatigue or delamination were observed.
Fig. 3. Position of the neutral axis. Plot of the neutral axis in the PDMS and
polyimide composite beam as a function of polyimide thickness. Negative values
place the neutral axis in the thick PDMS and positive values place the neutral axis in
the thin polyimide.
S.D. Petersen et al. /Microelectronic Engineering 111 (2013) 130–136 133
Bending tests were performed on nine test sensors with 1 mm
wide silicon detectors and 100 lm, 200 lm and 400 lm wide
PDMS joints. The relative change in resistance can be seen in
Fig. 4. In general, the resistance is seen to increase when the curva-
ture of the sensors are increased. However, it is only a relatively
small change for all design types. The initial resistance was, on
average, measured to be: 26.61X, 26.26X and 27.32X for the test
sensors with the 100 lm, 200 lm and 400 lm wide PDMS joints,
respectively. These resistances correspond to an average sheet
resistance of 65 mX/sq for the electrical interconnects. For a curva-
ture that corresponds to a 90 bend of the entire sensor array, the
relative increase in resistance was on average: 0.48%, 0.33% and
0.04%, for the sensors with the 100 lm, 200 lm and 400 lm wide
PDMS joints, respectively. The sensors could be bent to even smal-
ler radii of curvature and still maintain the electrical conductivity
of the gold conductors. When the sensors were returned to their
neutral state, the resistance was also seen to return to the initial
value.
4.3. Stretching tests
Stretching tests were performed on ﬁve test sensors. The rela-
tive change in resistance as function of strain in the ﬂexible PDMS
joints can be seen in Fig. 5, where it was measured for sensors with
100 lm, 200 lm and 400 lm wide PDMS joints. The relative
change in resistance is seen to increase with strain. For the test
sensors with 100 lmwide PDMS joints the resistance is seen to in-
crease linearly op to about 6.5% strain. Above 7% strain the resis-
tance increases to mega ohm, which indicates failure of the
electrical interconnects. The resistance is seen to increase more
rapidly for the test sensors with 200 lm wide PDMS joints. At 6%
strain the resistance increases with 12% indicating necking of the
gold interconnects. Further straining causes the electrical intercon-
nects to break. For the test sensors with 400 lm wide PDMS joints
the relative change in resistance is neglectable for up to 4% strain.
Between 4% and 6% strain the resistance increases and above 6.5%
strain the resistance measurements indicates that the electrical
interconnects begin to neck and then break.
4.4. IV characterization
Five small 1 mm wide detectors and four large 2.75 mm wide
detectors were analyzed. The small detectors were found to have
an ideality factor of 1.7, a saturation current density of 312.1 nA/
cm2 and a series resistance of 85.7X. The large detectors have an
ideality factor of 1.6, a saturation current density of 67.7 nA/cm2
and a series resistance of 5.15X.
4.5. Quantum efﬁciency
The external quantum efﬁciency was measured for ﬁve small
1 mm wide detectors and four large 2.75 mm wide detectors. For
a sensor array with the smaller 1 mm detectors the quantum efﬁ-
ciency was in the order of 50–60% for the wavelengths of interest,
i.e. 700–1000 nm (see Fig. 6). For a sensor array with the larger
2.75 mm individual photo sensors the quantum efﬁciency was
found to be in the order of 75–85%. The quantum efﬁciency is also
seen to be relatively constant in this interval for both detectors,
and the deviations between the individual photo detectors are
acceptable. When compared to a state-of-the-art commercial infra-
red photo sensor the sensor array with the larger detectors shows
almost the same performance.
Fig. 4. Bending of the test sensors. The change in resistance as a function of
curvature for three different widths of the PDMS joints. The change in resistance is
seen to be low for all three designs. The error bars show the sensor-to-sensor
standard deviation.
Fig. 5. Stretching of the ﬂexible sensor arrays. The relative change in resistance as a
function of strain in the PDMS joints, measured for test sensors with 100 lm,
200 lm and 400 lm wide ﬂexible joints. The error bars show the sensor-to-sensor
standard deviation.
Fig. 6. Quantum efﬁciency measurements. The quantum efﬁciency measurements
for the reference detector and for both sensors with the 1 mm and 2.75 mm wide
detectors. The error bars show the detector-to-detector standard deviation.
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5. Discussion
The characterization and testing of the sensor arrays were per-
formed in order to investigate if the proposed design, where ﬂexi-
bility and patch properties are integrated directly into the silicon
processing, was feasible. The feasibility investigation had a twofold
purpose; ﬁrstly the functionality and durability of the ﬂexible sen-
sor platform itself and secondly the introduction of photo detectors
for a NIRS sensor to the ﬂexible platform.
When analyzing the results from the bending tests it is evident
that the platform for this sensor is both durable and capable of
introducing ﬂexibility to the array of silicon detectors. Although,
a variation in the measured electrical interconnect resistance from
sensor to sensor occurs, the relative change in resistance is seen to
be neglectable when the sensor arrays are bent up to 90. Since the
sensor platform can be bent up to 10,000 times without indications
of fatigue in the electrical interconnects the system shows ade-
quate durability for clinical use.
The stretching test showed that the sensor array can be
stretched to an amount which correlates to a strain of 5% in the
ﬂexible joints having only a small resistance increase in the electri-
cal interconnects. The strain which causes fracture in the electrical
interconnects is in the order of 6–7%. It has been reported in [28]
that free standing metal thin ﬁlms will fracture at a strain of typi-
cally 1–2%, so placing the metallization in a sandwich structure of
polyimide ensures increased durability to longitudinal strain for
the sensor array. The 6–7% fracture stain is not as high as for elec-
trical interconnects fabricated directly for the purpose of being
stretchable. In [29] fracture strain of up to 32% is reported, when
fabricating micro-cracked gold thin ﬁlm on PDMS substrates. How-
ever, it is also reported that delamination between gold and PDMS
substrate is a problem. This is not a problem that is observed for
our design where the gold is completely encapsulated. Since it is
not a design parameter for the ﬂexible sensor array to be stretch-
able the 6–7% fracture strain is acceptable.
Besides being ﬂexible and stretchable the advantage of the ﬂex-
ible platform is a relatively simple fabrication process which re-
sults in electrical interconnects with low resistivity. The sheet
resistance of the gold interconnects was measured to be 65 mX/
sq, which is close to the theoretical value of 61 mX/sq. This sheet
resistance is much lower than the reported values for other ﬂexible
gold conductors i.e. 1X/sq in [29]. Here the larger sheet resistance
is a consequence of the very thin layers of gold, which is needed to
form micro cracked metal ﬁlms. If our electrical interconnects are
compared to other approaches of making ﬂexible conductors the
same picture is seen. In [30] silver particles are introduced into
PDMS to form ﬂexible and stretchable conductors. However, the
best achieved resistivity is 3.33  105Xm, which corresponds to
a sheet resistance of approximately 80X/sq, for a conductor which
has the same thickness as the gold interconnects used in the pres-
ent study.
The quantum efﬁciency measurements showed a strong depen-
dence on the size of the silicon detectors. For the larger detectors,
which are 2.75 mm wide, the quantum efﬁciency was 75–85% for
the wavelengths of interest. These values are comparable to com-
mercial available detectors. The sensor arrays with the smaller
1 mm wide detectors only had a quantum efﬁciency of 50–60% in
the 700–1000 nm regime. It is expected that the lower quantum
efﬁciency is caused by higher recombination rates because the sur-
face area is now larger compared to the volume of the detector. The
best performance is therefore achieved by making the detectors
signiﬁcantly wider than the thickness of the silicon wafer. This will
ensure that the surface recombination is kept at a minimum. An-
other solution, which can improve the quantum efﬁciency, could
be to introduce a ﬁeld doping at the DRIE etched surfaces of the
1 mm detectors. This will repel the carriers from the surfaces
where the recombination rate is higher. The detector-to-detector
standard deviation of the quantum efﬁciency measurements is in
the order of 1–2% for wavelengths of 700–1000 nm, which is
acceptable.
In order to fully evaluate the NIRS functionality of the ﬂexible
sensor array tests on tissue phantoms or clinical studies must be
made. However, the advantages and disadvantages of the pre-
sented sensor can still be analysed by comparison to other pub-
lished sensor systems and commercially available systems. The
NIRS systems which are presented in literature and the commercial
systems are in general fabricated from discrete detectors which are
embedded into a silicone patch. This limits the number of detectors
as well as the detector size. By integrating the ﬂexibility and the
patch functionality into the silicon the photo detector size and
the number of individual detectors in the array are only limited
by lithography. Using our design a large amount of individual
detectors can be fabricated in a ﬂexible array with very high spatial
precision. The comparison study performed in [10] evaluates the
performance of three commercial NIRS sensors and one experi-
mental sensor. The study showed that the sensors did not perform
equally and as a result of this the measured oxygen saturation dif-
fered from sensor to sensor. The sensors were also very sensitive to
positioning during the measurements. In all cases the sensors had a
maximum of two individual detectors. Adding many individual
photo detectors to the sensor will increase both the spatial resolu-
tion and make the sensor less affected by tissue artefacts than sys-
tems with only two individual photo detectors. However, our
ﬂexible sensor array is also limited by its small size, since it will
only give a local measurement of the cerebral tissue oxygenation.
The sensor system presented in [17] offers global diffuse optical
imaging of the neonates’ brain, albeit at lower spatial resolution.
6. Conclusion
We have designed and fabricated a ﬂexible infrared sensor sys-
tem for use in tissue oximetry. The system is intended to be used
on neonates to detect the oxygen saturation in their brain tissue.
The sensor system has several individual infrared detectors and
integrated ﬂexibility in order to follow the curvature of the head
of an infant child. The calculations and simulations of the design
using PDMS and polyimide in combination with silicon, show
promising results regarding to the mechanical stability of the sen-
sor and the electrical interconnects on the array, when it is bent.
The fabricated sensors have been tested and are capable both of
being bent to 90 and stretched to 5–6% strain without loss of con-
ductivity in the electrical interconnects on the sensor. The intro-
duced ﬂexible design is simple, biocompatible and offers
electrical interconnects with low sheet resistance of 65 mX/sq.
This enables the possibility of using the sensor platform for other
devices where ﬂexibility should be introduced into silicon. The
individual silicon detectors also perform well, when compared to
a commercial infrared detector, if they are made with a width that
is sufﬁciently larger than the thickness of the silicon substrate a
quantum efﬁciency of 75–85% can be achieved for near infrared
wavelengths. The sensor system thus shows promising results as
an array of silicon photo detectors with integrated ﬂexibility. By
combining this detector array with light sources, a ﬁnalized NIRS
system for spatially resolved spectroscopy is ready for clinical
testing.
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Abstract 
We present a nanostructured surface, made of dry etched black silicon, which lowers the reflectance for light incident at all 
angles. This surface is fabricated on infrared detectors used for tissue oximetry, where the detection of weak diffuse light signals 
is important. Monte Carlo simulations performed on a model of a neonatal head shows that approximately 60% of the injected 
light will be diffuse reflected. However, the change in diffuse reflected light due to the change in cerebral oxygenation is very 
low and the light will be completely isotropic scattered. The reflectance of the black silicon surface was measured for different 
angels of incident and was fund to be below 10% for angles of incident up to 70°. The quantum efficiency of detectors with the 
black silicon nanostructures was measured and compared to detectors with a simple anti-reflection coating. The result was an 
improvement in quantum efficiency for both normal incident light and light incident at 38°. 
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1. Introduction 
Near infrared tissue oximetry, as a medical diagnostic method, is next in line to continue in the successful 
footsteps of pulse oximetry, which today is widely used at hospitals. Tissue oximetry is of special interest within 
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neonatology where it is used to non-invasively monitor the oxygenation of brain tissue on prematurely born infants 
[1]. The most widely used measurement method is spatially resolved spectroscopy (SRS) where light of different 
wavelengths is injected into the tissue and the diffuse reflected light is measured as a function of distance to the light 
source, generally done using distances of several centimeters, see Fig. 1a. We have previously presented a device for 
SRS measurements on neonates, consisting of nine individual detectors, made from silicon polyimide and PDMS 
and optimized for detection of light with a wavelength of 700-1000 nm, which can be seen in Fig. 1b [2]. 
Although a majority of the light is diffuse reflected from most tissue types the changes in signal due to changes in 
cerebral oxygenation are typically small. In order to maximize the detected signal the reflectance from the surface of 
the detectors should be as low as possible. A typical solution is to apply anti-reflection (AR) coatings to the detector 
surface, but such coatings are very dependent on the incident angle of light and the diffuse reflected light will be 
incident on the detectors at all angles (0-90°). We present a solution to this problem by using black silicon 
nanostructures, which are dry etched into the silicon surface of the detectors. Black silicon has already proven to be a 
very effective anti-reflection surface for solar cells because it offers low reflectance for a wide range of wavelengths 
as well as for a wide range of incident angles [3].  
 
 
Fig. 1. (a) The principle behind spatially resolved spectroscopy. (b) A flexible array of infrared detectors used for tissue oximetry. 
2. Results and discussion 
2.1. Monte Carlo simulations 
In order to investigate how the diffuse reflected light will behave as a function of cerebral oxygenation for a 
neonate we have used Monte Carlo simulation on a model of a neonatal head [4]. The model consists of four 
different layers corresponding to the skin, the skull, the cerebrospinal fluid and the cerebral tissue into which a 
pencil beam of light is injected. When the cerebral oxygenation changes it will lead to a change in the ratio between 
oxygenated hemoglobin and deoxygenated hemoglobin. This will in turn change the absorption coefficient of the 
cerebral tissue. Using data of the absorption coefficient for the two different types of hemoglobin the change in 
diffuse reflected light can be simulated as function of the cerebral oxygenation (StO2) for different wavelengths [5]. 
The results can be seen in Fig. 2a, which shows the diffuse reflected light as function of cerebral oxygenation for 
three different wavelengths. It can be seen that approximately 60% of the injected light will be diffuse reflected. 
However, the change in diffuse reflected light due to the change in cerebral oxygenation is very small, which 
indicates that the infrared detectors need to be of very high quality. Furthermore, the distance which the light has to 
travel before being completely isotropic scattered can be described as being greater than the inverse of the reduced 
scattering coefficient, which for the tissues in a neonatal head will be approximately 20 cm-1. This means that the 
light will be isotropic scattered after travelling >0.5 mm into the tissue. The diffuse reflected light will therefore be 
both very weakly changing as function of cerebral oxygenation and arrive at the detectors from all angles between 0-
90°.  
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Fig. 2. (a) Results from Monte Carlo simulations. (b) SEM image of the black silicon nanostructures. 
2.2. Device fabrication 
The infrared detectors are fabricated on high quality (001) p-type silicon wafers with a resistivity of 10,000 Ω/cm. 
The detectors are fabricated as back side pn-junction diodes, using boron and phosphorous diffusions, where the 
junction is located on the opposite side of the light incident surface. This ensures that the electrical interconnects will 
not obscure for the incident light. A p-type front side field doping is also made by diffusion, in order to ensure that 
the generated minority carrier electrons will not diffuse towards the front side surface where the recombination 
velocity will be very high. The back side electrical interconnects are made by aluminum metallization and finally the 
black silicon nanostructures are etched into the front side using RIE with an SF6/O2 plasma. The black silicon 
nanostructures have a random topology and a height of 100-300 nm, as can be seen from Fig. 2b. Other devices 
where fabricated with a 50 nm SiO2 / 50 nm SiN anti-reflection coating instead of the black silicon nanostructured 
surface. This ensured that the performance of the black silicon surface could be compared to a more standard AR 
coating.  
The dry etching process for making the black silicon nanostructures has the advantage that it is compatible with 
polymers and metals that are on the silicon wafers when the etching process is performed. This is essential for many 
medical devices made from a silicon wafer platform, where a wet etch used for fabrication of the black silicon is not 
possible [6]. 
2.3. Reflectance and quantum efficiency measurements 
The reflectance of the black silicon and the SiO2/SiN AR coating were measured for light with a wavelength of 
700-1000 nm using an integrating sphere and an ellipsometer, respectively. The result can be seen in Fig. 3a. For all 
the measured angles the black silicon can be seen to have a lower reflectance when compared to the AR coating. 
The quantum efficiency where measured, as a function of wavelength, for finished devices with both the black 
silicon nanostructures and the AR coating. The measurements were performed using a monochromator with 10 nm 
steps and a calibration photodiode with a known responsively and were done for normal incident light and light 
incident at 38° (the largest possible angle for our setup). The results can be seen in Fig. 3b. The devices with the 
black silicon nanostructures can be seen to have larger quantum efficiency for almost the entire wavelength span. 
For the entire spectrum (700-1000 nm) the devices with the black silicon nanostructures have an average quantum 
efficiency of 83.7% and 79.1% for light incident at 0° and 38° respectively. Whereas the devices with the AR 
coating have an average quantum efficiency of 74.1% and 61.6% for light incident at 0° and 38° respectively. 
The anti-reflection properties of the black silicon nanostructures are seen to outperform the SiO2/SiN AR coating 
both in terms of dependence on wavelength and angle. The quantum efficiency is higher for the devices with the 
black silicon nanostructures in the entire spectrum (700-1000nm). Furthermore, the quantum efficiency is only 
decreasing with 5.4% for the devices with the black silicon nanostructures when the incident angle is increased to 
38°. For the devices with the AR coating the decrease is 16.9%. For many commercial infrared detectors for medical 
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use an IR transparent plastic coating is used, which acts as a cut-off filter for wavelengths below 700 nm. These 
commercial devices exhibit the same high quantum efficiency as the black silicon devices presented in this paper, 
but they still suffer from a strong angular dependence for the reflectance. For a typical commercial IR photodiode, 
coated with such a filter, a quantum efficiency reduction of approximately 25% at a light incident angle of 40° is 
normal [7].           
 
 
Fig. 3. (a) Reflectance measurements of AR coating and black silicon nanostructures. (b) Quantum efficiency measurements. 
3. Conclusion 
We have presented a black silicon nanostructured surface, which have been used to improve the anti-reflection 
capabilities for infrared detectors for tissue oximetry. The importance of the detector improvement has been proven 
by Monte Carlo simulations that showed how the diffuse reflected light would only be weakly dependent on the 
cerebral oxygenation and be completely isotropic scattered. The black silicon nanostructures are fabricated using a 
dry etch RIE process, which is compatible with wafers containing polymers and metals making it useful for various 
applications. Investigations of the black silicon nanostructured surfaces showed a decrease in reflectance for angles 
from 0-70° when comparing with a standard AR coating. Furthermore, the anti-reflection effect of the black silicon 
nanostructures was tested on infrared detectors. This showed higher quantum efficiencies for devices with the black 
silicon nanostructures at two angles when comparing them to devices with an anti-reflection coating and thus an 
improvement for the devices ability to detect weak diffuse scattered light.    
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We present a flexible matrix infrared sensor for use in tissue oximetry with the aim of treating prematurely born infants. 
The sensor will detect the oxygen saturation in brain tissue through near infrared spectroscopy. The sensor itself consists 
of several individual silicon photo detectors fully integrated in a flexible matrix. The flexibility is achieved by combining 
silicon with Polydimethylsiloxane and polyimide using standard IC manufacturing. This ensures that the electrical 
interconnects on the sensor can withstand being bent in one direction in order for the sensor to confine to the curved 
surface of the head of a neonatal. The sensor platform has been tested and is found to be very durable and capable of being 
both bent to small radii of curvature and strained in the longitudinal direction. The electrical interconnects on the sensor 
only experience a relative small increase in resistance when the sensor is bent up to 90° and they can withstand a 
longitudinal strain of up to 3 % without being damaged. A durability test has shown no fatigue or change in resistance for 
the electrical interconnects when the sensor had been bent 18,000 times. The average dark current density was found to be 
2.32 nA/cm
2
 and quantum efficiencies in the near infrared region was measured to be 55-65 %. 
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1. Introduction 
 
The World Health Organisation has released a report, 
which determines that 15 million children are born prematurely 
every year [1]. Prematurely born children can easily suffer 
from complications when recovering in their incubators [2, 3] 
thus it is essential to their survival that their vital signs are 
monitored. One of the most important vital parameter to 
monitor is the oxygen saturation in the cerebral tissue [4-7]. 
This is due to the fact that the prematurely born neonates have 
difficulties in regulating the oxygen saturation in their bodies 
and they will therefore often receive oxygen from an artificial 
supply through a nasal cannula. However, this oxygenation has 
to be monitored since a too low concentration can lead to brain 
damage and a too high concentration can cause blindness as 
well as other disabilities [8-10]. Being able to precisely 
monitor and regulate the cerebral oxygenation are very crucial 
for the future medical treatment of neonates. 
 A typical method used for analysing the cerebral 
oxygenation is by drawing blood samples and investigating the 
parameters using a blood gas analyser. However, this method is 
invasive and can be stressful for the neonates, due to the 
inflicted pain, as well as removing relatively large volumes of 
blood, which can result in the need for blood transfusions [11]. 
Furthermore, a blood gas analysing is not an on-line method 
for cerebral oxygenation measurement and a certain delay is 
therefore expected between sampling and result.  
 During the past few years, hospitals have started 
using different sensor systems that utilise near infrared 
spectroscopy (NIRS) in order to measure the cerebral oxygen 
saturation non-invasively [12-14]. Many studies have been 
conducted and they show the feasibility of NIRS sensor 
systems, when used for tissue oximetry monitoring, but also 
the limitations of the systems developed so far [15-18]. Today, 
we are left with three decades of research within tissue 
oximetry systems as well as with some commercial systems 
that have recently entered the marked. However, in order to 
ensure better medical treatment of prematurely born neonates 
sensor systems, which offer higher precision in determining the 
cerebral oxygen saturation must be invented.  
 The NIRS tissue oximetry systems utilise infrared 
light of different wavelengths which are injected into the brain 
where it undergoes scattering and absorption. The diffuse 
reflected signal is then measured by a number of detectors 
placed at different distances from the light source. This specific 
method is called spatially resolved spectroscopy (SRS) [19]. 
Near infrared light can penetrate deep into most kinds of tissue, 
has low absorption from water, melanin and proteins [20] and 
can easily be detected using silicon based detectors. Moreover, 
the absorption from haemoglobin strongly depends on whether 
the haemoglobin is oxygenated (HbO) or de-oxygenated (Hb) 
and exhibit varying spectra as function of wavelengths. Adding 
more light sources of different wavelengths and more detectors 
to the sensor will increase the resolution of the measurements, 
as reported in [21]. By plotting the normalized detector signal 
as function of detector distance from the light source, the 
radiative transport equation can be used to calculate the 
absorption and scattering coefficients of the tissue for the given 
wavelength [22]. Finally, algorithms can be used to determine 
the oxygen saturation from all the signals received by the 
detectors. 
 The tissue oximetry devices do not only have to 
consist of several detectors they also have to be flexible in 
order to follow the curvature of the heads of the neonates. 
Furthermore, the contact surface between the sensor and the 
skin has to be soft and biocompatible. Typically, this is 
achieved by integrating discrete sensors into a silicone support 
structure or a medical patch [23-25]. Both commercial systems 
and devices presented in literature often only rely on two 
detectors so they have limited resolution on the spatially 
component of the measurement and they suffer from being 
sensitive to invisible artefacts in the skin. One possible 
solution, using the spatially resolved method, is to integrate the 
flexibility and the functionality of a “patch” directly into the 
silicon and consequently make entire arrays of detectors. 
Integrating biocompatibility and flexibility directly into the 
silicon has over the past few years been the new trend for 
medical sensors and actuators. Typically, polydimethylsiloxane 
(PDMS) [26-28] or polyimide [29-32] are used as these 
materials can create flexible areas in the silicon or serve as 
flexible substrates for the sensors. 
We have previously presented such devices, which 
combined both polyimide and PDMS with silicon in order to 
achieve flexibility and biocompatibility [33]. The device 
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platform proved feasible but was designed as a linear array of 
detectors. This meant that only a limited number of detectors 
could be placed on a device and that only on detector was 
available for each measurement distance. By designing the 
device as a matrix of detectors instead of an array both the 
detector density and amount of measurement points can be 
increased for a device with a given size, as can be seen in Fig. 
1. Moreover, such a flexible matrix platform could be used for 
other medical devices that use 2D arrays of detectors e.g. 
capacitive micro machined ultrasonic transducers (CMUTs) 
[26]. 
 In this paper we will present a flexible matrix sensor 
platform, which uses both PDMS and polyimide to achieve 
flexible areas in the silicon. These areas will serve as joints 
between the individual photo detectors in the sensor matrix. As 
will be described in section 3, a combination of PDMS and 
polyimide can be used to ensure minimal stress in the electrical 
interconnects, when the sensor array is being bent, by 
positioning the electrical interconnects near the neutral axis of 
the flexible joints. The device is designed so it can follow the 
curvature of a head of a neonate, which means that it will 
basically only be bend in the longitudinal direction. The PDMS 
will be a biocompatible surface for contact with the skin and 
the polyimide will offer excellent protection against moisture 
and metal ions by encapsulating the flexible electrical 
interconnects. 
 
 
Figure 1: Schematic drawings of a 1D sensor array (bottom) 
and a 2D sensor matrix (top). The two devices measure the 
diffuse reflected light, which has scattered from the point of 
incident (red dot), using individual silicon detectors (grey). 
The matrix sensor offers a larger density of individual 
detectors and can thus provide better spatial resolution. 
 
2. Materials and Methods 
 
2.1 Sensor Design. 
 
The NIRS device should be flexible, biocompatible 
and consist of multiple individual infrared detectors. This is 
achieved in the following manner: pn-junctions will be 
fabricated in the silicon in order to form photo diodes and the 
individual detectors will be defined using lithography and dry 
etching. Polyimide will be used to encapsulate the electrical 
interconnects and make them flexible. Finally, PDMS will act 
as a biocompatible contact surface and the flexible backbone of 
the entire device. The photo diodes are all fabricated as back 
side diodes where all the connections to both the n-type and p-
type areas are placed at the opposite surface to which the light 
is incident upon. A schematic drawing of the device cross 
section can be seen in Fig 2a and a finished device can be seen 
in Fig. 2b. The device consists of 36 individual detectors that 
are arranged in a 4 × 9 matrix. Each detector is 2 mm × 2 mm 
and the flexible joints are 500 m wide. The entire device is 
28.9 mm long and 9.5 mm wide. The connector end is designed 
to fit into a 10 pin zero insertion force (ZIF) connector with 
electrical interconnects made to nine of the 36 detectors. Test 
device were also fabricated in order to test the performance of 
the electrical interconnects when the device is being bent, 
stretched and twisted. These test devices did not have pn-
junctions but “inner” and “outer” electrical interconnects, 
which can be seen in Fig. 2c. 
 
 
Figure 2: The 2D flexible matrix devices. A schematic cross 
sectional drawing of the devices is shown in a). A finished 
device with electrical interconnects leading to 9 individual 
detectors is shown in b). Finally, c) shows a test device with an 
“inner” and “outer” interconnect used for testing. 
 
 In order to improve the performance of the detectors 
the light incident surface will be doped, a so called front side 
field doping, with the same dopant used in the substrate. This 
will create a bending in the energy band near the surface and 
any minority carrier generated by the incident light will see this 
as a potential barrier and thus not diffuse to the surface where 
the recombination velocity is higher than in the bulk. Light 
reflection at the PDMS/silicon interface is minimised by 
coating the silicon detector surface with an anti-reflection 
coating made from dielectric layers (see section 2.2). The 
reflection simulation software Concise Macleod 8.12 was used 
to simulate reflectance from different dielectric layers and it 
was found that a simple structure of 50 nm SiO2 and 50 nm 
SiN would lower the reflectance of the interface for light with a 
wavelength of 700-950 nm. For angles of incidence between 0-
70° this double layer will lower the reflectance from 25-35% to 
5-20% with the highest reflectance occurring for the highest 
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angles of incident. Moreover, the dielectric layers will act as a 
passivation for the silicon surface. 
 
2.2 Sensor Fabrication 
 
 Standard cleanroom processes are used for the major 
part of the device fabrication, which requires nine lithography 
steps. A schematic drawing of the process sequence is shown 
in Fig. 3. The devices are made from boron doped, (100) 
silicon wafers with a resistivity of 10,000 Ωcm and a thickness 
of 300 m. First, alignment marks are etched into the silicon by 
reactive ion etching using patterned AZ 5412E photoresist as 
an etch mask. 400 nm of silicon oxide is then grown using wet 
thermal oxidation and this oxide is patterned using lithography 
and wet etching in hydrofluoric acid (HF). The thermal oxide is 
used as a masking material for boron diffusion. This is done by 
depositing 400 nm of borosilicate glass (BSG) using a plasma 
enhanced chemical vapour deposition process. The boron is 
driven into the silicon by an annealing process in nitrogen 
atmosphere running for 85 min at 1000 °C. The doped areas 
will have a final peak surface concentration of 3 × 1019 cm-3 
after all thermal processes are completed. This boron diffusion 
will form the p+ substrate contacts for all of the detectors as 
well as the front side field doping. 
The BSG and oxide mask is then stripped in HF and 
a new 500 nm thick wet thermal oxide is grown. This oxide is 
patterned in the same manner in order to create openings for n-
type diffusions using phosphorous. The diffusion process uses 
gaseous pre-deposition from POCl3, at 1000 °C for 30 min, 
which will result in a final peak surface concentration of 3 × 
1020 cm-3. The oxide mask is stripped in HF and a 50 nm dry 
thermal oxide is grown, which will form the first half of the 
anti-reflection coating and act as a surface passivation layer. A 
50 nm thick silicon nitride is then deposited on the oxide using 
low pressure chemical vapour deposition, thus finalising the 
anti-reflection coating. A contact metallisation for the n-type 
and p-type areas, made of 100 nm Ti and 400 nm Al, is realised 
using lift-off. All of the above mentioned steps are performed 
on what will become the back side of the devices. 
The flexibility is now added to the devices by deep 
reactive ion etching (DRIE), which is split into two parts in 
order to form the flexible electrical interconnects encapsulated 
in the polyimide. The DRIE steps are performed on the wafer 
surface that will become the front side of the devices, which 
will be the side facing towards the skin during measurements. 
The DRIE process is masked by a 200 nm thick layer of Al, 
which is evaporated onto the wafer surface using e-beam 
evaporation. The Al etch mask is then patterned using dry 
etching with Cl2 and the first DRIE step is performed, which 
etches approximately 250 m deep grooves into the wafers. 
 After the first DRIE step the flexible back side is 
realised using two layers of HD-8820 polyimide and one layer 
of metallisation. The wafers are placed in a 250 °C oven in 
order to remove moisture from the surface and thereby improve 
the adhesion between the silicon surface and the polyimide. 
The HD-8820 is then spin coated on the wafer surface using 
Figure 3: Schematic drawing of the process flow. a) p+ doping with boron. b) n+ doping with phosphorous. c) anti-reflection 
coating. d) Contact opening and first metallisation. e) Partial deep etch. f) Build-up of flexible back side using Au and polyimide. g) 
Final deep etch step. h) spin casting of PDMS.  
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1500 rpm for 60 s followed by a 5 min baking on a 120 °C 
hotplate giving a thickness of approximately 10 µm. Hereafter, 
the HD-8820 is exposed using 540 mJ/cm2 and developed in a 
tetramethylammonium hydroxide (TMAH) solution (MF-322) 
for 90 s. This ensures the formation of sloped sidewalls in the 
HD-8820 openings, which enables easier routing of the 
metallization onto the contact metallisation. The 200 nm thick 
Al etch mask is etched slightly by the TMAH developer, but 
will survive the process steps. Finally, the polyimide layer is 
semi-cured in order to destroy its photo sensitive capabilities. 
This is done in an N2 atmosphere oven, where the temperature 
is slowly increased to 300 C over 120 min and then decreased 
back to room temperature over 10 min. 
 The electrical interconnects are then formed by e-
beam evaporation through shadow masks, which are aligned to 
the wafers. The electrical interconnects are made from 20 nm 
Ti and 400 nm Au. This ensures adhesion to the polyimide 
layer and ductile interconnects with low resistance. The second 
layer of polyimide is processed in the same manner as the first 
layer, but the post spin bake time is increased to 10 min in 
order to minimise the formation of bobbles. The layer is 
opened, using exposure and development, at the contact pad 
areas. The polyimide layers are now fully cured in the same N2 
oven, but are this time kept at 300 C for 60 min, after the 
ramp up in temperature, in order to finalise the curing process. 
 The second deep etch step is then performed, which 
carefully removes the remaining 50 m silicon from the etched 
grooves and stops on the polyimide layer. In order to process 
the wafers when they have the polyimide layers on the back 
side, they are bonded to carrier wafers using crystal bond 509 
from Aremco Products Inc. The deep etch process does not use 
O2, which reduces the etch rate in the polyimide to zero, so all 
the grooves can be etched to completion without damaging the 
polyimide layers. The Al etch mask is stripped from the wafers 
using MF-322 and the wafers are given a short O2 clean in a 
plasma asher.  
 Finally, the biocompatible PDMS contact surface 
layer is formed using Sylgard 184 from Dow corning. The 
PDMS is prepared by mixing and degassing in a vacuum 
chamber for 15 min. It is then poured over the wafer and 
degassed a second time in order to remove any air bubbles left 
before being thinned down by spinning the wafers at 500 rpm 
for 30 s and cured at 120 °C for 3 hr. Finally, the individual 
devices are diced out from the wafer using a scalpel and 
separated from the carrier wafer, thus releasing the individual 
flexible sensor matrices. 
 
2.3 Measurement Setups 
  
The flexible matrix test devices were tested 
mechanically and electrically in order to investigate if they can 
withstand “daily use”. Moreover, it was tested whether the 
infrared sensing properties, on the real devices, are sufficient or 
not. Simple qualitative tests, where the test devices were 
handled between fingers, bent around an arm and folded to 
small radii of curvature proved that the device concept was 
feasible. Quantitative tests were also performed in order to 
determine the limitations of the device platform. It is important 
that the devices can be bent to at least 90° over the full length 
of the device, while still maintaining electrical conduction. The 
sensors should also be able to be stretched slightly in the 
longitudinal direction without breaking the electrical 
conductors, since this might occur during the usage. A twisting 
test was also performed. Finally, IV characterizations and 
quantum efficiency measurements have been performed in 
order to determine the electrical properties of the diodes and 
their infrared sensing capability. 
 
2.3.1 Bending Measurements 
  
In order to measure how the resistance of the 
electrical interconnects behaves when the sensors are bent the 
fabricated test chips were fixed in the ZIF connector and bent 
around wooden discs with different radii of curvature. The 
measurements were performed in an oven at 35 C to ensure 
constant temperature. For each of the discs used, the resistance 
of the test chips were measured using a Keithley 2700 
multimeter with four-wire sensing by taking 300 samples over 
a 60 s period. The largest disc had a radius of 65 mm and the 
smallest disc had a radius of 10 mm.  
The device durability was tested by repeatedly 
bending a test sensor from its neutral position to a 90° bent. 
This was done by fixating one end of the test sensor and 
pushing the non-fixated end with a motor driven lever and 
recording the resistance using the Keithley 2700 multimeter. 
Each bending cycle took approximately 2 s divided into a 1 s 
bending step and a 1 s release step.   
 
2.3.2 Stretching Measurements 
  
The functionality of the sensor does not include 
stretching; however, the sensor can most likely be stretched 
when handled and should consequently be able to be strained 
slightly without loss off electrical conductivity. The test 
sensors were therefore stretched in the longitudinal direction in 
order to see how the resistance behaves as a function of strain 
in the joints. The sensors were fixed on a stage that could be 
moved by a micrometre screw. As the two parts of the stage 
were separated, the resistance in the gold conductors on the test 
sensors was measured, using a Keithley 2700 multimeter, again 
by the four-wire method. The sensor straining was performed 
by increasing the stage separation in steps of 10 µm.  
 
2.3.3 Twisting Measurements 
  
The electrical interconnects capability to withstand 
strain when the device is twisted was investigated by fixating 
the connector end of the device while twisting the opposite 
device end, in a corkscrew manner, using an electrical motor. 
The twist was set to ±20 from the normal plane with a full 
twisting cycle lasting approximately 1 s. Again, the resistance 
in the gold conductors on the test sensors was measured, using 
a Keithley 2700 multimeter. 
 
2.3.4 Electrical Characterization 
  
The IV characterization of the pn-junctions was 
made by using a HP 4145B semiconductor parameter analyser. 
The sensors were kept in complete darkness during the IV 
measurements. The parameters of interest were extracted by 
fitting the measurements to a modified version of the ideal 
diode equation [34]. This equation also takes high injection 
into account: 
 
𝐼 = 𝐼𝑆  
exp( 𝑞𝑉𝑛𝑘𝑇)−1
1
2+ 
1
2
√1+𝑘𝐻(exp(
𝑞𝑉
𝑛𝑘𝑇
)−1)
    (1) 
 
Here, I is the current, IS is the saturation current, q is the 
elementary charge, V is the voltage, n is the diode ideality 
factor, k is the Boltzmann constant, T is the temperature and KH 
is the high injection parameter.  
 
2.3.5 Quantum Efficiency Measurements 
  
The quantum efficiency was measured for the 
individual detectors, using a Jobin-Yvon H-20 monochromator 
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set-up with a wavelength step of 10 nm. The setup was 
calibrated by using an 818-UV reference photo detector from 
Newport. For each wavelength step, a light beam from the 
monochromator was directed through a 1 mm pinhole and 
focused onto the detector by a lens. The generated 
photocurrents were then measured by using a Keithley 6485 
picoammeter. The measurements were performed in complete 
darkness so only the light beam from the monochromator 
excited carriers in the photo detectors. 
 
3. Theory 
 
It is important that the flexible sensor can be bent 
without breaking the electrical interconnects. When the device 
is bent, the flexible regions in between the silicon will undergo 
both tensile and compressive stress. If the flexible regions are 
approximated as beams, an estimation can be given for the 
optimal placement of the electrical interconnects. When a beam 
is bent, there will be a line through the material where no stress 
occurs i.e. the neutral axis. The longitudinal strain in the beam, 
x, is given by: 
 
𝑥 =  
𝑧
𝑟
      (2) 
 
where z is the distance from the neutral axis and r is the radius 
of curvature for the bent beam. For a composite beam made up 
of two materials the position of the neutral axis depends on the 
Young’s modulus as well as the thicknesses of the two 
materials. From [35] the position of the neutral axis from the 
edge of material 1, h1, can be calculated for a beam of two 
materials: 
 
ℎ1  =
1
2
𝐸1𝐻1
2+ 𝐸2𝐻2
2+2𝐸2𝐻1𝐻2
𝐸1𝐻1+ 𝐸2𝐻2
    (3) 
 
here H1 and H2 are the thicknesses of the two materials, and E1 
and E2 are the Young’s moduli for the two materials. The 
distance of the neutral axis from the interface of the two 
materials, hNA, can then be determined by subtracting h1 from 
H1 : 
 
ℎ𝑁𝐴 = 𝐻1 −  ℎ1 =
1
2
𝐸1𝐻1
2− 𝐸2𝐻2
2
𝐸1𝐻1+ 𝐸2𝐻2
   (4) 
 
One can now determine how the choice of materials as well as 
their thicknesses can influence the position of the neutral axis 
for the flexible joints between the silicon detectors and thereby 
determine the optimal placement of the electrical interconnects. 
 However, when the device is being bent on a cured 
surface, with a certain radius of curvature, only the flexible 
joints and not the rigid silicon parts can bend. This means that 
the resulting bend in the flexible joints will depend on the 
width of the joints and the silicon detectors. A model for the 
strain in the flexible joints for such a piecewise flexible system 
can be derived using some simplifying assumptions. The model 
of such a device with length L is depicted in Fig. 4. It consists 
of N ridged silicon elements of length A with a flexible joint of 
length B. The device is curved circularly with a radius of 
curvature R thus forming an ach spanning an angle, , given 
by: 
 
 =
𝐿
𝑅
=
𝑁(𝐴+𝐵)
𝑅
     (5) 
 
Assuming that the device is bend uniformly in the N sections 
each joint will span an angle, , of: 
 
 =

𝑁
      (6) 
 
Each of the joints will be bent to a radius of curvature, r, given 
by: 
 
𝑟 =
𝐵

=  
𝐵𝑁

=  
𝑅𝐵
𝐴+𝐵
    (7) 
 
By inserting this value of the radius of curvature into Eq. 2 the 
strain in the flexible joints can be defined: 
 
Figure 4: Schematic drawing showing the model for a 
piecewise flexible structure. The ridged silicon (gray) has 
length A and the flexible joints (blue) has length B. The entire 
device is bent with a radius of curvature R causing the joints to 
be bent with a radius of curvature of r.  
 
𝑥 =
𝑧
𝑟
=  
𝑧(𝐴+𝐵)
𝑅𝐵
=  
𝑧
𝑅
(1 +
𝐴
𝐵
)   (8) 
 
This equation will of course not make sense for all values of R. 
Due to the piecewise flexibility of the device the length of the 
rigid silicon parts will define how small a radius of curvature 
the device can be conformed to while still making the model 
valid. The model will therefore only be considered for A  5 
mm and R  A/B.  
By inserting Eq. 3 into Eq. 8 the maximum strain in 
the polyimide can be found for different values of A and B and 
as a function of radius of curvature for the device. The material 
parameters for the composite beam joints are H1 = 20 m, E1 = 
2.2 GPa, H2 = 350 m and E2 = 1.0 MPa. The resulting 
maximum strain in the polyimide can be calculated to be below 
2 % even for radii of curvatures down to 2 mm. This is far 
lower than the fracture strain for the HD-8820 polyimide, 
which is approximately 100 %. Much more critical is the strain 
that will occur in the fragile electrical interconnects if they are 
not placed exactly at the position of the neutral axis. The 
limitations of the planar processing techniques, used to spin 
coat the polyimide makes it impossible to ensure this, so a 
misalignment of the electrical interconnects with respect to the 
neutral axis must be expected. If the electrical interconnects are 
severely misplaced upwards by 5 m, from the neutral axis, 
they will be subjected to strain when the device is being bent. 
The amount of strain can be calculated from Eq. 8, by 
assuming that the electrical interconnects do not influence the 
placement of the neutral axis due to their extremely small 
thickness. The resulting strain for several design values of A/B 
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is plotted in Fig. 5 as a function of radius of curvature for the 
device. It can be seen that the strain for a given radius of 
curvature is much higher in devices with wider silicon areas 
and narrow flexible joints.  
In [36] it was determined that free standing metal 
structures used in micro technology had a fracture strain in the 
order of 1-2 %. In order not to exceed more than 0.5 % strain in 
the misplaced electrical interconnects, a device with an A/B 
value of 2 can still be bent to a radius of curvature of 4 mm and 
a device with an A/B value of 10 should not be bend below a 
radius of curvature of 13 mm. The chosen design, for the 
presented device, with a silicon area width of 2 mm and a 
flexible joint width of 0.5 mm, corresponding to an A/B value 
of 4, can withstand a bend to a radius of curvature of down to 6 
mm. This is a far smaller radius of curvature than needed in 
order to fulfil the design parameter of bending the device to a 
90 arc over its full length, which requires a radius of curvature 
of 9.2 mm. 
 
4. Results 
 
4.1 Bending Tests 
 
 The durability test, performed on two different test 
sensors showed that the sensors could be bent more than 
18,000 times without the electrical interconnects showing any 
sign of increased resistance. During the bend the resistance 
would increase by approximately 0.3 % from the initial value 
of 12 Ω and then return to the initial value when the device was 
relaxed. The flexible structure was investigated and no sign of 
fatigue or delamination were observed.  
 Bending tests were performed, while measuring on 
both the inner and outer electrical interconnects. The 
resistances were observed to increase when the curvature of the 
bend was increased, as can be seen from Fig. 5. The maximum 
increase was 0.16 % for the inner interconnects and 0.23 % for 
the outer interconnects. 
 
 
Figure 5: Plot showing the relative change in resistance for the 
“inner” and “outer” electrical interconnects as function of 
curvature for the device.  
 
4.2 Stretching Tests 
  
Stretching tests were performed on test devices and 
the electrical interconnects could withstand an average of 3 % 
strain before they began to neck and then break. The resistance 
increased with up to 0.8 % before the breaking occurred. The 
relation between strain and resistance increase was found to be 
linear as is expected from a strain gauge. The gauge factor for 
the devices was on average 1.47. A plot from a strain test can 
be seen in Fig. 6.  
 
4.3 Twisting Tests 
 
The twisting test was performed while measuring on 
both the inner and outer electrical interconnects. It was 
observed that the outer interconnect, which is subjected to the 
largest displacement, broke immediately. The inner 
interconnect was, however, observed to be conducting with its 
resistance increasing when the device was twisted to either side 
and returning to the initial value when the twist was at 0. After 
approximately 45 min (>2500 twists) the base resistance began 
to increase and this continued until approximately 4.5 hr when 
the inner interconnect broke. The resistance as function of time 
is plotted in Fig. 7. 
 
Figure 6: Plot showing the relative change in resistance for the 
“outer” electrical interconnect as function of strain when the 
device is being stretched. 
 
 
Figure 7: Plot showing the resistance of the “inner” electrical 
interconnect as function of time when the device is being 
twisted. The “outer” interconnect broke immediately. 
 
4.4 IV Characterization 
  
IV measurements were performed on 18 individual 
detectors by direct probing. Fitting Eq. 1 to the measurement 
data for the detectors showed an average ideality factor of 1.02, 
a series resistance of 2.00 Ω and an average high injection 
factor of 1.79 × 10-4. The average reverse bias current density 
at -1 V was found to be 2.32 nA/cm2. When put in forward bias 
the diode would exhibit normal behaviour up to 0.35 V but 
from 0.35 V to 0.75 V they would exhibit high injection 
behaviour. For even larger voltages the series resistance would 
dominate. When performing IV measurements by contacting 
the flexible electrical interconnects, the detectors were found to 
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exhibit similar parameters except for the series resistances, 
which were now increase to 6-23 Ω depending on the length of 
the interconnects. 
 
4.5 Quantum Efficiency 
  
The external quantum efficiency was measured was 
measured on five detectors and the average quantum efficiency 
and standard deviation is plotted in Fig. 8 from 400-1100 nm. 
It can be seen that the detectors exhibit the largest quantum 
efficiency of approximately 55-65 % in the desired wavelength 
interval of 700-1000 nm. The standard deviation in the same 
wavelength interval is 2 %, which is in the order of the 
measurement uncertainty of the quantum efficiency 
measurement setup. 
 
Figure 8: Plot showing the average quantum efficiency as a 
function of wavelength for five detectors. 
 
5. Discussion 
 
The testing and characterization of the devices were 
performed in order to investigate if the proposed design, where 
flexibility and patch properties are integrated directly into the 
silicon processing, was feasible. The feasibility investigation 
had a twofold purpose: the functionality and durability of the 
flexible matrix platform itself and the introduction of photo 
detectors for a NIRS sensor to the flexible platform.  
 The first qualitative analysis proved that the platform 
design could be handled and utilized as a medical sensor 
without damage to the device structure and the electrical 
interconnects. The results from the quantitative bending tests 
also show that the platform for this sensor is both durable and 
capable of introducing flexibility. Although, a variation in the 
measured electrical interconnect resistance from sensor to 
sensor occurs, the relative change in resistance is seen to be 
neglectable when the sensor arrays are bent up to 90°. Since 
the sensor platform can be bent more than 18,000 times 
without indications of fatigue in the electrical interconnects the 
flexible matrix platform shows adequate durability for clinical 
use. 
 The stretching test showed that the electrical 
interconnects can be stretched while exhibiting only a small 
resistance increase in the electrical interconnects. The strain 
which causes fracture in the electrical interconnects is 
approximately 3-3.5 %. It has been reported in [36] that free 
standing metal thin films will fracture at a strain of typically 1-
2 %, so placing the metallization in a sandwich structure of 
polyimide ensures increased durability to longitudinal strain for 
the sensor array. This can also be seen by the gauge factor, 
which as determined to be 2 for all metal thin films in [37]. The 
measured average gauge factor of 1.47 indicated that the 
resistance change is lower for a given increase in strain. This 
could be caused by build in stress in the polyimide, which 
creates a spring like structure for the electrical interconnects at 
the flexible joints. 
The 3-3.5 % fracture stain is not as high as for 
electrical interconnects fabricated directly for the purpose of 
being stretchable. In [38] fracture strain of up to 32 % is 
reported, when fabricating micro-cracked gold thin film on 
PDMS substrates. However, it is also reported that 
delamination between gold and PDMS substrate is a problem. 
This is not a problem that is observed for our design where the 
gold is completely encapsulated.  
 A limitation to the flexible matrix platform was 
determined by the twisting tests. This test clearly proved that 
although the platform itself can withstand being twisted the 
electrical interconnects cannot. The electrical interconnects 
will either break immediately if the amplitude of the twist is 
large or be slowly damaged by wear if the amplitude is small. 
However, since they can withstand the twisting that will occur 
doing manual handling of the devices it will not impose a 
problem for the specified use of the devices.  
An advantage of the flexible matrix platform is a 
relatively simple fabrication process, which results in electrical 
interconnects with low resistivity. The sheet resistance of the 
400 nm thick gold interconnects was measured to be 65 m/sq, 
which is close to the theoretical value of 61 m/sq. This sheet 
resistance is much lower than the reported values for other 
flexible gold conductors i.e. 1 /sq in [38]. Here the larger 
sheet resistance is a consequence of the very thin layers of 
gold, which is needed to form micro cracked metal films. If our 
electrical interconnects are compared to other approaches of 
making flexible conductors the same picture is seen. In [39] 
silver particles are introduced into PDMS to form flexible and 
stretchable conductors. However, the best achieved resistivity 
is 3.33 × 10-5 m, which corresponds to a sheet resistance of 
approximately 80 /sq, for a conductor which has the same 
thickness as the gold interconnects used in the present study.    
 The quantum efficiency measurements showed a 
quantum efficiency of 55-65 % for the wavelengths of interest. 
These values are low when compared to commercial available 
detectors, which can reach up to 90 % for near infrared light 
and also when compared to the previously presented detectors 
from the linear detector array, which showed 75-85 %. The 
lower quantum efficiency is most likely caused by the 
relatively small detector size combined with the un-passivated 
sidewalls that are created when the individual detectors are 
etched out. Generated carriers that diffuse to the sidewalls will 
most likely recombine and thus not contribute to the photo 
current. A possible solution to this problem could be to coat the 
etched out sidewalls with surface passivation layer e.g. 
aluminium oxide deposited using atomic layer deposition. This 
layer could also reduce the dark current of the devices, which 
would make the detectors even more sensitive. The measured 
dark current at -1 V is at an acceptable level, but not close to 
commercial available detectors, which can reach down to pico 
amps per square centimetre. The detector-to-detector standard 
deviation of the quantum efficiency measurements is in the 
order of 2 % for wavelengths of 700-1000 nm, which is 
acceptable. 
  The NIRS systems, which are presented in literature 
and the commercial available systems are in general fabricated 
from discrete detectors which are embedded into a silicone 
patch, which limits the number of individual detectors. By 
integrating the flexibility and the patch functionality into the 
silicon the photo detector size and the number of individual 
detectors in the flexible matrix platform are only limited by 
lithography. Using our design a large amount of individual 
detectors can be fabricated in a flexible matrix with very high 
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spatial precision. Adding many individual photo detectors to 
the sensor will increase both the spatial resolution and make 
the sensor less affected by tissue artefacts than systems with 
only two individual photo detectors. Furthermore, the platform 
could potentially be used for other medical transducers, e.g. 
CMUT arrays. However, in order to fully investigate the 
potential of the flexible matrix NIRS device, tests on tissue 
phantoms using IR light sources, will have to be carried out. 
 
6. Conclusion 
 
 We present a flexible 2D matrix infrared sensor 
system for use in tissue oximetry. The system is intended to be 
used on neonates to detect the oxygen saturation in their brain 
tissue. The sensor system has several individual infrared 
detectors and integrated flexibility in order to follow the 
curvature of the head of an infant child. We present a design 
and process flow for realising such a device. 
 The design of the device has been investigated using 
a derived analytical model for a piecewise flexible structure. 
The analytical model proves that only insignificant strain 
should be present in the electrical interconnects when the 
device is being bent even if the interconnects cannot be placed 
exactly at the position of the neutral axis.  
The fabricated sensors have been tested and are 
capable both of being repeatedly bent to 90° and strained 3 % 
without loss of conductivity in the electrical interconnects on 
the sensor. The introduced flexible design is simple, 
biocompatible and offers electrical interconnects with low 
sheet resistance of 65 m/sq. This enables the possibility of 
using the sensor platform for other devices where flexibility 
should be introduced into silicon.  
The individual silicon detectors also perform 
acceptable exhibiting reverse bias current densities in the order 
of a few nano amps per square centimetre and quantum 
efficiencies of 55-65 % for near infrared wavelengths. The 
sensor system thus shows promising results as a matrix of 
silicon photo detectors with integrated flexibility. By 
combining this detector array with light sources, a finalized 
NIRS system for spatially resolved spectroscopy is ready for 
clinical testing. 
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Appendix B
Process Recipe

Step 1. Alignment Marks 
Step Process Machine Parameters Comments 
1.1 New wafers   Double side polished 
P-type 
525 um thick 
1.2 HMDS HMDS oven 
(1.006) 
Recipe: 4 Process takes ~35 
min. 
1.3 AZ resist spinning 
(Top-side) 
SSE Spinner  
(1.028) 
Resist: AZ5214E 
Thickness: 1.5 um 
Recipe: 1.5 um 4inch 
Top side of wafer 
1.4 Photolithography 
 
KS Aligner 
(1.003) 
Hard contact 
Exposure: 7s 
Mask: Alignment 
First print (activate 
back side 
microscope) 
1.5 Development Developer-1 
(1.007) or 
Developer-2 
(1.008) 
Developer: AZ351 
Time: 60s 
Rinse 3 min in DI 
water 
 
1.6 Descum Plasma Asher 2 
(1.031) 
Recipe: Manual 
Parameters: 
O2: 200 sccm, N2: 50 
sccm, power: 500W, 
time: 2 min 
 
1.7 DRIE DRIE-Pegasus 
(3.027) 
Recipe: Process A 
Chuck temp: 20C 
Etch time: 5 cycles 
Use cassette loader 
1 min etch time 
should give ~10 um 
etch depth. 
1.8 Acetone resist strip Rough Strip 
(1.012) and 
Fine Strip 
(1.013) 
Rough time: 2 min 
Fine time: 3 min 
Rinse in DI water: 5 
min 
 
1.9 7-up Cleaning 7-up 6” 
(4.008) 
Time: 10 min 
Rinse in DI water 5 
min 
Step added due to 
some resist still on 
the wafers. Even on 
the back side. 
 
  
Step 2. Boron Diffusion Doping   
Step Process Machine Parameters Comments 
2.1 RCA Cleaning RCA (4”,6”) 
(4.014) 
 Takes 1-1.5 hr. 
 
2.2 Wet thermal 
oxidation 
Furnace: Boron 
Drive-in and Pre-
dep (A1)  
(5.004) 
 
 
Temp: 1000C 
Process: Wet 
Time: 30 min + 20 
min anneal.  
Thickness: ~200 nm 
Measure real 
thickness using 
Filmtek (8.018) 
2.3 HMDS HMDS oven 
(1.006) 
Recipe: 4 Process takes ~35 
min. 
2.4 AZ resist spinning 
(Top-side) 
SSE Spinner  
(1.028) 
Resist: AZ5214E 
Thickness: 1.5 um 
Recipe: 1.5 um 4inch 
Top side of wafer 
2.5 Photolithography 
 
KS Aligner 
(1.003) 
Hard contact 
Exposure: 7s 
Mask: Boron 
diffusion 
Alignment 
2.6 Development Developer-1 
(1.007) or 
Developer-2 
(1.008) 
Developer: AZ351 
Time: 60s 
Rinse 3 min in DI 
water 
 
2.7 BHF Buffered HF – Clean 
(3.007) 
Time: ~8 min 
Rinse 5 min in DI 
water 
Set time according to 
the thickness 
measured in step 2.2 
Etch rate: ~70 
nm/min 
2.8 Acetone resist strip Rough Strip 
(1.012) and 
Fine Strip 
(1.013) 
Rough time: 2 min 
Fine time: 3 min 
Rinse in DI water: 5 
min 
 
2.9 RCA Cleaning RCA (4”,6”) 
(4.014) 
NO HF-dips!!! Takes 1-1.5 hr. 
2.10 PECVD BSG PECVD2 
(2.008) 
Recipe: sdp_bsg 
Time: 2 min 
Thickness: ~375 nm 
Front side 
Use dedicated holder 
2.11 PECVD BSG PECVD2 
(2.008) 
Recipe: sdp_bsg 
Time: 2 min 
Thickness: ~375 nm 
Back side 
Use dedicated holder 
2.12 Drive-in Furnace: Anneal-
oxide (C1) 
(5.006) 
 
Temp: 1000C 
Time: 85 min 
Anneal in N2 
2.13 Oxide strip Buffered HF – Clean 
(3.007) 
Time: 60 min 
Rinse 5 min in DI 
water 
 
 
  
Step 3. Phosphorus Diffusion Doping   
Step Process Machine Parameters Comments 
3.1 RCA Cleaning RCA (4”,6”) 
(4.014) 
 Takes 1-1.5 hr. 
3.2 Wet thermal 
oxidation 
Furnace: Anneal-
oxide (C1)  
(5.006)  
 
Temp: 1000C 
Process: Wet 
Time: 120 min + 20 
min anneal.  
Thickness: ~500 nm 
Measure real 
thickness using 
Filmtek (8.018) 
3.3 HMDS HMDS oven 
(1.006) 
Recipe: 4 Process takes ~35 
min. 
3.4 AZ resist spinning 
(Back-side) 
SSE Spinner  
(1.028) 
Resist: AZ4562 
Thickness: 6.2 um 
Recipe: 
AZ4562_4inch_6.2um 
Back side of wafer 
It takes around 10 
min in total per 
wafer(just this side) 
3.5 AZ resist spinning 
(Top-side) 
SSE Spinner  
(1.028) 
Resist: AZ5214E 
Thickness: 1.5 um 
Recipe: 1.5um 4inch  
Top side of wafer 
No bake! 
3.6 Resist bake Oven 90C 
(1.016) 
Time: 30 min  
3.7 Photolithography 
 
KS Aligner 
(1.003) 
Hard contact 
Exposure: 7s 
Mask: Phosphorus 
diffusion 
Alignment 
3.8 Development Developer-1 
(1.007) or 
Developer-2 
(1.008) 
Developer: AZ351 
Time: 60s 
Rinse 3 min in DI 
water 
 
3.9 BHF Buffered HF – Clean 
(3.007) 
Time: ~8 min 
Rinse 5 min in DI 
water 
Set time according to 
the thickness 
measured in step 3.2 
Etch rate: ~70 
nm/min 
3.10 Acetone resist strip Rough Strip 
(1.012) and 
Fine Strip 
(1.013) 
Rough time: 2 min 
Fine time: 3 min 
Rinse in DI water: 5 
min 
 
3.11 RCA Cleaning RCA (4”,6”) 
(4.014) 
NO HF-dips!!! Takes 1-1.5 hr. 
 
3.12 Phosphorus pre-
deposition 
Furnace: Phosphorus 
Predep (A4) 
(5.001) 
Recipe: POCL1000 
Temp: 1000C 
Time: 30 min + 20 
min anneal 
 
3.13 Oxide strip Buffered HF – 
Predep 
(4.016) 
Time: 60 min Located at RCA 
bench 
 
  
Step 4. Optical filter and Contact Openings   
Step Process Machine Parameters Comments 
4.1 Dry thermal 
oxidation + 
phosphorus drive-in 
Furnace: Anneal-
oxide (C1)  
(5.006)  
 
Temp: 1100C 
Process: Dry 
Time: 20 min + 20 
min anneal.  
RCA clean wafers if 
not directly from 
step 3.13. 
Thickness: ~50 nm 
Measure real 
thickness using 
Ellipsometer VASE  
4.2 LPCVD Nitride Furnace: LPCVD 
Nitride (6”) (E3)  
(2.015)  
 
Recipe: 4nitdan1 
Time: 18 min.  
Thickness: ~50 nm 
Measure real 
thickness using 
Ellipsometer VASE 
(8.045) 
4.3 HMDS HMDS oven 
(1.006) 
Recipe: 4 Process takes ~35 
min. 
4.4 AZ resist spinning 
(Top-side) 
SSE Spinner  
(1.028) 
Resist: AZ5214E 
Thickness: 1.5 um 
Recipe: 1.5um 4inch 
Top side of wafer 
4.5 Photolithography 
 
KS Aligner 
(1.003) 
Hard contact 
Exposure: 7s 
Mask: Contact 
openings 
Alignment 
4.6 Development Developer-1 
(1.007) or 
Developer-2 
(1.008) 
Developer: AZ351 
Time: 60s 
Rinse 3 min in DI 
water 
 
4.7 Descum Plasma asher 
(1.005) or  
Plasma Asher 2 
(1.031) 
Recipe: Manual 
Parameters: 
O2: 200 sccm, N2: 50 
sccm, power: 500W, 
time: 2 min 
 
4.8 Nitride dry etch RIE2 
(3.004) 
Recipe: BGE-NITR 
Time: ~3 min 
Set time according to 
the thickness 
measured in step 4.1 
Etch rate: ~40 
nm/min 
4.9 Oxide dry etch RIE2 
(3.004) 
Recipe: 1SiO2mre 
Time: ~4 min 
Set time according to 
the thickness 
measured in step 4.2 
Etch rate: ~30 
nm/min 
4.10 Acetone resist strip Rough Strip 
(1.012) and 
Fine Strip 
(1.013) 
Rough time: 2 min 
Fine time: 3 min 
Rinse in DI water: 5 
min 
 
4.11 7-up Cleaning 7-up 6” 
(4.008) 
Time: 10 min 
Rinse in DI water 5 
min 
 
 
  
Step 5. Metallization   
Step Process Machine Parameters Comments 
5.1 HMDS HMDS oven 
(1.006) 
Recipe: 4 Process takes ~35 
min. 
5.2 AZ resist spinning 
(Top-side) 
SSE Spinner  
(1.028) 
Resist: AZ5214E 
Thickness: 2.2 um 
Recipe: 2.2um 4inch  
Top side of wafer 
5.3 Photolithography 
(Image reversal) 
 
KS Aligner 
(1.003) 
Hard contact 
Exposure: 5s 
Mask: Metal 1 
Bake on hotplate: 
110C for 2 min. 
Flood exposure: 30s 
Alignment image 
reversal process 
5.4 Development Developer-1 
(1.007) or 
Developer-2 
(1.008) 
Developer: AZ351 
Time: 70s 
Rinse 3 min in DI 
water 
 
5.5 Metal deposition Wordentec 
(2.013) 
100 nm Ti / 400 nm 
Al 
 
5.6 Lift-off Lift-off wet bench 
(1.009) 
1 min without US 
then 120 min with 
US. 
Increase US time if 
lift-off is incomplete 
5.7 Al contact anneal Furnace: Al-Anneal 
(C4) 
(5.005) 
Temp: 425C 
Time: 30 min 
 
 
  
Step 6. Partial Deep Etch   
Step Process Machine Parameters Comments 
6.1 Al Deposition Alcatel 
(2.002) 
Al: 200 nm Deposit as 2 x 100 
nm. (Back side 
wafer) 
6.2 AZ resist spinning 
(Back-side) 
SSE Spinner  
(1.028) 
Resist: AZ5214E 
Thickness: 1.5 um 
Recipe: 1.5um 4inch 
Back side of wafer 
Pre-bake wafer at 
150C for 5 min (two 
by two better) 
6.3 Photolithography 
 
KS Aligner 
(1.003) 
Hard contact 
Exposure: 7s 
Mask: Deep etch 
Alignment 
6.4 Development Developer-1 
(1.007) or 
Developer-2 
(1.008) 
Developer: AZ351 
Time: 60s 
Rinse 3 min in DI 
water 
Remember to write: 
“Al on wafers” in 
logbook 
6.5 Bond of device wafer 
to 6” carrier wafer 
Hotplate next to 
Manual Spinner 
(Polymers) 
(1.033) 
Temp: 70C Bond with 
crytalbond 
6.6 Al dry etching ICP Metal Etch 
(3.028) 
Recipe: Al etch 
Chuck temp: 20C 
Etch time: ~120 s 
 
Abort when etch has 
over etched for ~10s 
(end point detection, 
ask to use program) 
After etch separate 
device wafer from 6” 
carrier and clean 
device wafer in DI 
water to remove 
crystal bond. 
6.7 Silicon dry etching ASE 
(3.002)  
 
Recipe: residual 
Time: 2 min 
Followed by 
Recipe: sdp_deep 
Cycles: 120 
Temp: 20C 
 
 
Measure depth using 
dektak. The etch 
depth for a 525 um 
wafer should be 
~450 nm 
6.8 Descum Plasma Asher  
(1.005) 
Recipe: Manual 
Parameters: 
O2: 200 sccm, N2: 50 
sccm, power: 500W, 
time: 2 min 
 
 
  
Step 7. Polyimide 1   
Step Process Machine Parameters Comments 
7.1 Bake out Oven 250C 
(1.018) 
10 min  
7.2 Polyimide spinning KS Spinner 
(1.002) 
Resist: HD-8820 
Thickness: ~9 um 
Recipe: 1500 rpm for 
60 s, bake 120C for 5 
min. 
Use the “non-
vacuum” chuck 
(book also manual 
spinner to use 
hotplate) 
7.3 Photolithography 
 
 
KS Aligner 
(1.003) 
Soft contact 
Exposure: 90s 
Mask: Polyimide 1 
Alignment 
7.4 Development Fumehood (Bases) 
(3.021) 
Developer: MF-322 
Time: 90s 
Rinse 3 min in DI 
water 
 
7.5 Curing BCB curring oven 
(5.015) 
Recipe: SDP_PI1 Semi curing (process 
takes 3 hr) 
 
  
Step 8. Metallization 2  
Step Process Machine Parameters Comments 
8.1A New wafers   Single side polished 
P-type 
525 um thick 
8.2A HMDS HMDS oven 
(1.006) 
Recipe: 4 Process takes ~35 
min. 
8.3A AZ resist spinning 
(Front-side) 
SSE Spinner  
(1.028) 
Resist: AZ5214E 
Thickness: 4.2 um 
Recipe: 4.2um 4inch 
Front side of wafer 
8.4A Photolithography 
 
KS Aligner 
(1.003) 
Soft contact 
Exposure: 20s 
Mask: Metal 2 
First print 
8.5A Development Developer-1 
(1.007) or 
Developer-2 
(1.008) 
Developer: AZ351 
Time: 180s 
Rinse 3 min in DI 
water 
 
8.6A Bond of device wafer 
to carrier wafer 
Hotplate next to 
Manual Spinner 
(Polymers) 
(1.033) 
Temp: 70C  
8.7A DRIE DRIE-Pegasus 
(3.027) 
Recipe: Shadow 
mask 
Chuck temp: 10C 
Etch time: ~30 min 
Use load lock to 
manually load 
wafers. 
Etch wafers for 30 
cycles at a time, then 
switch to other 
wafer. 
Check each trough 
using 200 cycles on a 
test wafer. 
 
8.8A Resist strip Plasma asher 
(1.005)  
 
Recipe: Manual 
Parameters: 
O2: 400 sccm, N2: 70 
sccm, power: 
1000W, time: 20 min 
 
8.1B Align shadow masks Nikon eclipse L200 
(8.025) 
 Fixate shadow mask 
to wafer using blue 
film. 
8.2B Metal deposition Wordentec 
(2.013) 
Deposition of either: 
50 nm Ti / 400 nm 
Au 
 
 
  
Step 9. Polyimide 2   
Step Process Machine Parameters Comments 
9.1 Bake out Oven 250C 
(1.018) 
5 min  
9.2 Polyimide spinning KS Spinner 
(1.002) 
Resist: HD-8820 
Thickness: ~11 um 
Recipe: 1200 rpm for 
60 s, bake 120C for 
10 min. 
Use the “non-
vacuum” chuck 
(book also manual 
spinner to use 
hotplate) 
9.3 Photolithography 
 
 
KS Aligner 
(1.003) 
Soft contact 
Exposure: 90s 
Mask: Polyimide 2 
Alignment 
9.4 Development Fumehood (Bases) 
(3.021) 
Developer: MF-322 
Time: 90s 
Rinse 3 min in DI 
water 
 
9.5 Curing BCB curring oven 
(5.015) 
Recipe: SDP_PI2 Semi curing (process 
takes 4 hr) 
 
  
Step 10. Full Deep Etch and PDMS   
Step Process Machine Parameters Comments 
10.1 Bond of device wafer 
to 4” carrier wafer 
Hotplate next to 
Manual Spinner 
(Polymers) 
(1.033) 
Temp: 70C  
10.2 Silicon dry etching ASE 
(3.002)  
 
Recipe: residual 
Time: 2 min 
Followed by 
Recipe: sdp_deep 
Cycles: 30 
Finally: 
Recipe: sdp_iso 
Cycles: 10 
Temp: -10C 
 
 
When the polyimide 
becomes visible 
switch to sdp_iso (it 
doesn´t have O2). 
10.3 Al strip Fumehood 
(1.036) 
Stripper: MF-322 
Etch time: ~15min 
Strip all Al(doesn´t 
etch through 
polyimide and 
nitride,  it etches 
trough Si 1nm/min) 
10.4 Plasma cleaning Plasma asher 
(1.005)  
 
Recipe: Manual 
Parameters: 
O2: 200 sccm, N2: 50 
sccm, power: 400W, 
time: 10 x 20 s 
Use quartz boat for 
wafers with metal 
10.5 PDMS spin casting PDMS spinner Rpm: 300 
Time: 60s 
Mix PDMS resin and 
curing agent 10:1 
(20g) 
 
Leave mixture in 
desiccator for 10 min 
 
Pour mixture on 
wafer and leave in 
desiccator for 50 
min. 
 
Spin wafer and cure 
in oven at 65C for 4 
hr. 
 
Clean the outer part 
of wafers covered 
with PDMS before 
curring. 
 
10.6 Chip releasing   Separate device 
wafer from carrier 
on hotplate. Cut out 
chips with scalpel. 
 
Appendix C
Measurement Setup Images

Figure C.1: Measurement setup for investigation of how the electrical interconnects behave
when the device is bend. The device is fixed to the right by the ZIF connector and to the
left by a metal plate. The device can now be bend around objects with a known radius of
curvature and the change in resistance, in the electrical interconnects, can be measured.
Figure C.2: Setup for testing the durability of the devices when being bent. The device is
fixed in the ZIF connector and then repeatedly bend to 90◦ by a lever, which can move left
to right. The bending and release cycle takes approximately 4 s.
Figure C.3: Picture of the setup used to twist the 2D square matrix devices. The non-
flexible end of the chip, with the connection pads, is fixed at a stationary position while
the other end is fixed at the twisting arm. The twisting arm is set to move up and down
by ±20◦ while the resistance in the two electrical interconnects is measured.
Figure C.4: A 1D test device anchored to the pins on the stretching setup. The two schor
ponits can be moved using a micrometer screw. When the test was perfomed on the 2D
devices, which did not hav holes for achoring, the devices were instead fixed using metal
clamps and epoxy glue.
Figure C.5: The quantum efficiency setup consisting of: (a) monochromator, (b) infrared
filter, (c) collimator lens, (d) aperture and (e) focussing lens. The sample is placed inside
the grey cylinder, which can be covered to create darkness.
Figure C.6: The sample can be positioned exactly at the focal point of the beam by using
an xyz-stage. The reference detectors is so large that it can be positioned correctly without
the need of the stage.
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